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Abstract
In this work, intensive mass spectrometric measurements of PM1 aerosol size distribution
and chemical composition were performed at Cabauw, the Netherlands, using a High Res-
olution Time-of-Flight Aerosol Mass Spectrometer (HR-ToF-AMS), an Aerosol Chemical
Speciation Monitor (ACSM), a Thermal-Desorption Proton-Transfer-Reaction Time-of-
Flight Mass Spectrometer (TD-PTR-ToF-MS), and supplementary instruments. The field
campaigns took place in November 2011, during May to July 2012 (both periods with the
AMS and the collocated TD-PTR-MS) and between July 2012 and June 2013 (ACSM).
Average total aerosol mass loadings of 9.26µg m−3, 6.40 µg m−3, and 9.50 µg m−3 were
observed during the campaign periods, respectively. Within the ACSM campaign, 12 ex-
ceedances of the PM2.5 daily mean limit, established by the World Health Organization
(WHO), were observed. In almost all campaigns, the highest contribution to total mass
were seen by nitrate (21% - 39%, mainly as ammonium nitrate) and organic compounds
(23% - 33%) on average, especially in periods with relatively high total mass loadings
(> 25 µg m−3). The presence of organic nitrate and excess ammonium indicate the high
impact of nitrogen containing compounds on the formation and composition of ambient
aerosols in Cabauw. Factor analysis was applied to organic aerosols (OA) for all data sets.
AMS and ACSM data showed that secondary organic aerosols (SOA, 53% - 84% average
contribution to OA) dominated the organic fraction throughout all campaigns. A factor
which is attributed to humic-like substances (HULIS) was identified as a highly oxidised
background aerosol in Cabauw. Primary organic aerosols (POA) were mainly emitted
by traffic (8% - 35% average contribution to OA) and biomass burning (8% - 23%). A
first approach of the application of factor analysis to TD-PTR-MS data was performed in
this work, showing good agreement with factors obtained from the collocated AMS. The
dominance of secondary aerosol in PM1 shows the high importance of atmospheric ageing
processes of aerosol concentration at this rural site. Due to the large secondary fraction
of aerosol reduction of particulate mass is challenging on a local scale.
Kurzzusammenfassung
In dieser Arbeit wurden massenspektrometrische Messungen zur Untersuchung der Größen-
verteilung und chemischen Zusammensetzung von PM1 Aerosolen in Cabauw in den
Niederlanden durchgeführt. Dabei wurden ein Flugzeit-Aerosol-Massenspektrometer (HR-
ToF-AMS), ein Messgerät zur chemischen Bestimmung von Aerosolen (ACSM) und ein
Protonen-Transfer-Reaktions-Flugzeit-Massenspektrometer, gekoppelt mit einem Thermo-
Desorptions-Einlasssystem (TD-PTR-[ToF]-MS) eingesetzt. Die AMS- und TD-PTR-MS-
Feldmesskampagnen fanden im November 2011 und zwischen Mai und Juli 2012 statt. Das
ACSM war zwischen Juli 2012 und Juni 2013 in Cabauw in Betrieb. Während der Kam-
pagnen wurden mittlere Partikelmassenbeladungen von jeweils 9.26µg m−3, 6.40 µg m−3
und 9.50µg m−3 gemessen. In der ACSM-Messzeit wurde der PM2.5 Tagesmittelgrenzwert
der Weltgesundheitsorganisation (WHO) 12 mal überschritten. In fast allen Zeitperioden,
vor allem in Zeiten hoher Aerosolbeladungen (> 25 µg m−3), waren der Nitrat- (21% -
39%) und der Organik-Anteil (23% - 33%) im Durchschnitt dominierend, wobei Nitrat
hauptsächlich als Ammoniumnitrat vorlag. Das Vorkommen von partikulären Organ-
onitraten und überschüssigem Ammonium verdeutlicht die wichtige Rolle von stickstoff-
haltigen Bestandteilen für die Bildung und Zusammensetzung der in Cabauw gemessenen
Partikel. Der organische Anteil aus allen Datensätzen wurde mittels Faktorenanalyse un-
tersucht. Dabei bildeten die sekundären organischen Aerosole (SOA) in allen Datensätzen
die größte Fraktion mit durchschnittlich 53% - 84% Anteil an der Gesamtorganik (OA).
Die Hauptemittenten von primären organischen Aerosolen wurden dem Straßenverkehr
(8% - 35% relativer Anteil an OA) und Verbrennungsprozessen von biologischem Ma-
terial (8% - 23% relativer Anteil an OA) zugeordnet. Zusätzlich wurde ein besonders
hochoxygenierter Anteil, HULIS genannt, gefunden. Dieser Anteil wurde huminstoffhalti-
gen Substanzen zugeordnet und als regionales Hintergrund-Aerosol identifiziert. Eine erste
Faktorenanalyse von TD-PTR-MS Daten ergab gute Übereinstimmungen mit Faktoren,
die aus entsprechenden Analysen der zu derselben Zeit gemessenen AMS-Daten erhalten
wurden. Die Dominanz von sekundärem Aerosol im PM1 Anteil zeigt die hohe Relevanz
von atmosphärisch-chemischen Prozessen für die Bildung von Partikeln im Vergleich zu
direkten Aerosolemissionen. Dieser Umstand erschwert die lokale Reduktion von Partikel-
beladungen im ländlich gelegenen Cabauw.
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Per definition aerosols are a suspension of solid or liquid particulate matter (PM) in a
surrounding gas. Though, aerosols are usually referred to as the particulate phase in the
literature. In the atmosphere, aerosol particles typically have the highest contributions
in the troposphere, with still significant concentrations in the stratosphere.
Most important properties of aerosols are their size, shape and chemical composition.
Particle sizes are mainly expressed in diameters, which range from nanometers to tens
of micrometers in the atmosphere. Atmospheric aerosols are usually classified into nuc-
leation (≈ 2 nm - 20 nm), accumulation (≈ 20 nm - 1 µm), and coarse mode (> 1µm)
(Hinds, 1999). Particles with diameters of more than a few micrometers have a short at-
mospheric lifetime due to deposition on the ground. Particulate mass (PM) concentration
is commonly reported as PM1, PM2.5, and PM10, i.e. the particle mass concentration of
all particles with diameters of up to 1 µm, 2.5 µm, and 10µm, respectively.
Aerosols influence the global climate directly and indirectly. The direct effect includes
scattering and absorbing long and short wave radiation, depending on the optical prop-
erties of the particles. Besides the resulting impact on the visibility (Ramanathan et al.,
2007; Romanou et al., 2007), this can have a cooling or heating effect on the atmosphere.
The aerosol indirect climate effect refers to the impact of particles on cloud formation and
their properties. This and the resulting increased cloud lifetime have an overall cooling
effect (Albrecht, 1989). Figure 1.1 illustrates the net radiative forcing of anthropogenic
emitted atmospheric compounds. For the aerosol fraction, a net cooling effect on the
climate is seen, but corresponding error bars indicate the large uncertainty, especially for
the estimation of the aerosol indirect effect on climate (IPCC , 2013).
In addition to climate effects, particles can impact adversely on human health by in-
creasing the probability of cardiopulmonary and lung cancer mortality (Pope et al., 2002).
The World Health Organization (WHO) recently estimated, that globally, 3.7 million
deaths were attributable to ambient air pollution in both cities and rural areas in 20121.
This mortality is reported to be due to exposure to small particulate matter (PM10),
which causes cardiovascular and respiratory disease, and cancers. Therefore, a number




and the European Union set annual and daily limits for both PM2.5 and PM10 mass
concentrations in the atmosphere. Details for the PM2.5 limits are given in subsection 4.2.
Figure 1.1.: Global mean radiative forcings and their 65% uncertainty range in 2011 with respect to 1750 for various
agents and mechanisms. Figure taken from IPCC (2013).
All effects mentioned above are not only depending on the particle number concentra-
tion and size, but also on their chemical composition. As indicated in figure 1.1, the net
climate effects of different aerosol components differ largely. While most aerosol constitu-
ents cause atmospheric cooling, black carbon (BC) shows a heating effect due to its high
ability to absorb light. Yet the determination of aerosol composition is still challenging.
In fact, the lack of knowledge on aerosol composition is mainly responsible for the large
uncertainty of the total anthropogenic radiative forcing given in figure 1.1 (IPCC , 2013).
Besides particulate water, atmospheric aerosols consist mainly of nitrate, sulphate, am-
monium, chloride, minerals and carbonaceous materials Seinfeld and Pandis (2006). The
last include black carbon and organic compounds, which are usually referred to as organic
matter (OM) (Rogge et al., 1993). Figure 1.2 shows the average total mass and chemical
composition of PM1 at a number of measurement sites across the Northern Hemisphere,
performed by aerosol mass spectrometry (AMS). It includes OM (or Org, green colours)
and the inorganic components nitrate (NO3, blue), sulphate (SO4, red), ammonium (NH4,
2
orange), and chloride (Chl, purple). The organics are typically further distinguished via
factor analysis methods (Paatero and Tapper , 1994; Paatero, 1997; Ulbrich et al., 2009).
As illustrated by the pie charts, the average fractional abundances of these compounds,
further referred to as aerosol species, vary largely throughout the sites, where OM con-
tributes significantly to total mass within all measurements (Jimenez et al., 2009).
Figure 1.2.: Total mass concentration (in µg m−3) and mass fractions of non-refractory inorganic species and organic
components in submicrometer aerosols measured with the AMS. The organic components were obtained with factor analysis
methods (see section 2.5). Figure taken from Jimenez et al. (2009).
To explain this variability, the sources of particles have to be explored. A first classific-
ation of aerosols is performed by the distinction into primary aerosols (PA) and secondary
aerosols (SA) (Seinfeld and Pandis, 2006). PA are directly emitted (e.g. dust, sea spray,
or soot from incomplete combustions) and can be of anthropogenic or biogenic origin. SA
on the other hand is formed from atmospheric chemical conversion of gaseous precursors
to low-volatile oxidation products and gas to particle conversion. Both inorganic and
organic aerosol components can be of secondary origin.
Tropospheric sulphate originates mainly from atmospheric oxidation of sulphur contain-
ing gas phase components. A major contributor is sulphur dioxide (SO2), which is largely
emitted by anthropogenic sources such as traffic and industry. According to equation
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R1.1 and R1.2, SO2 is oxidised predominantly in the atmosphere by OH radicals to form
SO3, which converts in the presence of water vapour to sulphuric acid (H2SO4). M rep-
resents a so called collision partner. Sulphuric acid can either form new particles, called
nucleation, or condense on pre-existing aerosols. Since the main source of OH radicals
is the photo-induced reaction of water vapour and oxygen, the oxidation of SO2 is al-
most exclusively relevant at day-time. However, recent studies reported another pathway,
where SO2 may be significantly oxidised to H2SO4 by organic compounds via so called
stabilized Criegee intermediates (Sarwar et al., 2013). The importance of this reaction
scheme is still very uncertain, since reaction rate constants depend on a number of factors
such as ambient temperature and humidity and the structure of the respective Criegee
intermediate (Sarwar et al., 2014; Berndt et al., 2014).
Dimethyl sulphide (DMS) is an example of a biogenic source for particulate sulphate
and organic sulphates. It is mainly released from the ocean into the atmosphere (Chasteen
and Bentley, 2004), where it is oxidised to sulphuric acid and/or sulphur containing or-
ganics like methanesulfonic acid (CH3SO3H, MSA), which may condense on pre-existing
particles. The atmospheric oxidation of DMS takes mainly place by the reaction with OH
radicals at day-time.
SO2 + OH + O2 + M −→ SO3 + HO2 + M (R1.1)
SO3 + H2O + M −→ H2SO4 + M (R1.2)
Likewise sulphate, nitrate is also appearing as inorganic or organic nitrate. The first
step in forming inorganic nitrate is the oxidation of gaseous nitrogen dioxide (NO2), as part
of NOx (= NO + NO2), which is strongly attributed to anthropogenic sources (Finlayson-
Pitts and Pitts, 2000). Mainly OH radicals or ozone (O3) act as oxidants for NO2. At
day-time the reaction with OH is most important (see equation R1.3), resulting in nitric
acid (HNO3). The last has a sufficient low vapour pressure to condense on pre-existing
particles.
NO2 + OH + M −→ HNO3 + M (R1.3)
In the absence of OH, the oxidation with ozone (O3), which can be found significantly
both at day and night, becomes more relevant, leading to NO3 radicals (equation R1.4).
4
This reaction represents the only direct source for NO3 radicals in the atmosphere (Seinfeld
and Pandis, 2006). In case of high NO3 radical concentrations, a further reaction with NO2
takes place (equation R1.5), resulting in N2O5, which decomposes in case of NO3 depletion
or undergoes heterogeneous hydrolysis with water vapour (equation R1.6). During day-
time NO3 radicals photolyze rapidly by sunlight and react with NO, with average lifetimes
of approximately 5 seconds at noon-time (Seinfeld and Pandis, 2006).
NO2 + O3 −→ NO3 + O2 (R1.4)
NO3 + NO2 + M←→ N2O5 + M (R1.5)
N2O5 + H2O(l) −→ 2HNO3(aq) (R1.6)
Atmospheric organic nitrates (RONO2) are predominantly formed by the oxidation of
volatile organic compounds (VOC’s) with NO3 radicals, produced by reaction R1.4 (Neff
et al. (2002) and references therein). An additional pathway is the reaction of RO2 radicals
with NO (Roberts, 1990). RO2 radicals are formed by the oxidation of VOC’s with OH
radicals and oxygen. While the reaction of VOC’s with OH radicals is the most important
oxidative process at day-time, the NO3 radical is the dominant oxidant during night-times
due to the absence of OH radicals. On the other hand, this dominance is also dependent
on the concentration of ozone (Perring et al., 2013). Because of the functionalization of
VOC’s the resulting organic nitrate molecules have likely a lower vapour pressure than
their precursors and may condense on pre-existing particles (Farmer et al., 2010).
Since particulate nitrate and sulphate are formed by (photo-induced) chemical reac-
tions in the atmosphere, they are considered as secondary aerosols. In the presence of
ammonia (NH3), both H2SO4 and HNO3 are neutralized to their ammonium salts and
form ammonium sulphate ((NH4)2SO4) and ammonium nitrate (NH4NO3), respectively.
According to their low- and semi-volatile character, respectively, and their hygroscopicity
(the affinity to absorb water vapour), these compounds condense on pre-existing aero-
sols, depending on ambient temperature and humidity (Seinfeld and Pandis, 2006). The
major sources for ammonia are the agricultural use of nitrogen containing fertilizers and
emissions from animal livestocks, especially from chicken, pig and cattle farms (van der
Hoek, 1998). Due to its high water solubility and reactivity with acids, the reactions to
(NH4)2SO4 and NH4NO3 are the most important sinks for NH3 rather than the reaction
with OH radicals, which is relatively slow (Seinfeld and Pandis, 2006).
Particulate chloride can originate from sea spray (including e.g. sodium chloride) or
from the neutralization of HCl vapours, formed e.g. by waste incinerators or power
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stations (Seinfeld and Pandis, 2006). The neutralization of HCl again takes mainly place
by ammonia, resulting in particulate ammonium chloride (NH4Cl). Overall, particulate
ammonium exists mainly in form of (NH4)2SO4, NH4NO3, and NH4Cl. If particles consist
of less NH4 than expected for the neutralization of these inorganic species, the aerosols
are considered to be acidic. If more NH4 is found, then so called excess ammonium
(Excess-NH4) is present. Details are given in subsection 2.1.1.6.
In contrast to inorganic species, the organic fraction may consist of up to hundreds
of thousands of different molecules (Goldstein and Galbally, 2007). Thus, a direct iden-
tification or source apportionment for all individual organic compounds is not feasible.
Similar to inorganics mentioned above, organic aerosols are separated into primary or-
ganic aerosols (POA) and secondary organic aerosols (SOA), depending on their formation
processes. POA, including also BC, are emitted directly into the atmosphere, either by
biogenic (e.g. plant debris) or anthropogenic sources (e.g. combustion processes). SOA
are formed by gas to particle conversion of atmospherically oxidised semi- and low- volat-
ile VOC’s. Guenther et al. (1995) estimated a global VOC budget in the order of 1150Tg
carbon per year. Biogenic VOC’s (BVOC’s) contribute approximately 90%, including
isoprene (50% of total BVOC’s), monoterpenes (15%), sesquiterpenes (3%) (Guenther
et al., 2012). In turn, 10% of emitted VOC’s are of anthropogenic origin, including e.g.
alkanes, alkenes, benzene and toluene.
The atmospheric oxidation of VOC’s takes place by the reaction with OH radicals,
ozone and nitrate radicals. As indicated above, the OH concentration is driven by its
photochemically induced formation, while NO3 radicals rapidly photolyze by sunlight.
Thus, OH radicals represent the main oxidant during day-time, while NO3 radicals reach
significant oxidation potential in the night. Ozone on the other hand is found at significant
concentrations both at day- and night-time. Hallquist et al. (2009) suggests, that SOA
contributes 70% to organic aerosol mass, and that 90% of SOA includes atmospherically
oxidised compounds.
The investigation of the aerosol composition is critical for the development of climate
models, since the composition influences important particle properties. The least well
characterized aerosol fraction in this regard is the organic fraction. Figure 1.3 shows the
dependence of the aerosol hygroscopicity (κ) and the particle growth factor on the atomic
O/C ratio of the organic fraction of a number of chamber and ambient measurements.
A higher O/C ratio likely increases the polarity and thus the hygroscopicity. Jimenez
et al. (2009) stated that „a more hygroscopic particle of a given size will grow more under
humid conditions, scattering more incident light; it will also be more likely to form cloud
droplets. Both phenomena strongly influence the radiative forcing of climate through the
direct and indirect effects of aerosols“.
6
Figure 1.3.: Relationship between O/C and hygroscopicity (κ, or equivalently the particle growth factor at 95% relative
humidity) of OA for several field data sets (a high-altitude site at Jungfraujoch, Switzerland; above Mexico City, a polluted
mega city; and at the forested site of Hyytiälä, Finland) and for laboratory smog chamber SOA. TMB: trimethylbenzene.
Error bars represent the uncertainties in O/C and κOrg (Org: organic) and are shown for only a few data points to reduce
visual clutter. GF: growth factor; aw: water activity. Figure taken from Jimenez et al. (2009).
The inorganic fraction plays also an important role for the formation of atmospheric
aerosols, especially with the presence of ammonium nitrate and ammonium sulphate.
During the last decade, significant reductions were achieved for the emission of SO2 in
Europe (Vestreng et al., 2007; Monks et al., 2009), which diminishes the role of sulphate
aerosol but increases the availability of ammonia to form ammonium nitrate (Schaap
et al., 2011). Due to its semi-volatile character, NH4NO3 is neglected in most global
models up to now. The inability to accurately model semi-volatile, especially nitrogen
containing compounds is likely to be a significant deficiency in attempts to constrain the
direct radiative forcing by aerosols (Morgan et al., 2010). By the implementation of these
compounds, the discrepancies between measured and modelled SA budgets (Kanakidou
et al., 2005; Morgan et al., 2010) might be reduced. To evaluate models which estimate
the efficiencies of aerosol reduction scenarios, data from aerosol measurements are needed
from laboratory and chamber experiments, as well as from field observations.
North-Western Europe is characterized as polluted region affected by substantial agri-
cultural emissions. A representative measurement site for North-Western Europe is the
Cabauw Experimental Site for Atmospheric Research (CESAR) Tower in Cabauw, the
Netherlands, characterized by relatively high OM and ammonium nitrate concentrations
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(Morgan et al., 2010; Schaap et al., 2011; Mensah et al., 2012).
This work presents results and conclusions from long term aerosol composition meas-
urements at the CESAR site by aerosol mass spectrometric instruments. The three in-
struments used, their set-up at the measurement site, and the data analysis procedures
applied are described in chapter 2. Observations of particle composition for each campaign
are described in chapter 3, together with results from intercomparison with collocated in-
struments. In the discussion (chapter 4) it is shown that SA dominates aerosol mass.
SA in turn had the highest contributions from inorganic secondary aerosols comparing to
their organic counterpart. This is also a result of the high gaseous ammonia concentra-
tion in Cabauw, leading to high particulate inorganic ammonium salts and even to the
neutralization of organic acids by ammonia.
The findings give conclusions on the nature and relevance of sources of organic and
inorganic aerosols for this rural region over the whole year. This data set provides the
basis to establish efficient strategies for local particle mass reduction.
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The classical investigation of aerosol composition is performed by collecting particles on
filter samples and analysing these filters later with classical analytical methods (Sub-
ramanian et al., 2004; Viana et al., 2006, 2007). These so called offline techniques have
several disadvantages. Offline measurements can only reach time resolutions from hours
to days. The disadvantage of a low time resolution becomes clear when considering that,
depending on the investigated site and actual meteorological situation, the atmospheric
composition can change on shorter time scales, which is not detectable using offline tech-
niques. Furthermore, filter samples have to be stored before their analysis, which can
lead to evaporation of volatile and semi-volatile particle compounds, contaminations, and
ageing due to chemical reactions. The analysis itself can be a source of uncertainties as
well, especially when there is the need of a high amount of analytical steps. Examples
for such sources are the extraction of the sampled particles with solvents followed by a
clean-up of the eluent, before analysis using chromatographic procedures and/or mass
spectrometric detection devices.
The development of online aerosol sampling and composition measurement techniques
during the last decades enhanced the possibilities to investigate aerosol chemical compos-
ition in real-time, that means instantaneously after sampling, minimizing the artefacts
and shortcomings from offline types mentioned above.
The following sections describe three different online aerosol measurement instruments
which were used in this work: the High Resolution Time-of-Flight Aerosol Mass Spec-
trometer (HR-ToF-AMS), the Aerosol Chemical Speciation Monitor (ACSM), and the
Thermal-Desorption Proton-Transfer-Reaction Time-of-Flight Mass Spectrometer (TD-
PTR-ToF-MS). They feature a relatively high time resolution which amounts within this
work to seven, thirty, and ninety minutes for the AMS, ACSM, and TD-PTR-MS, respect-
ively. All three instruments use mass spectrometry as detection method, but different
aerosol sampling and ionization techniques. Next, the measurement site and the exper-
imental set-up at the CESAR tower in Cabauw, NL, are described. This is followed by
an introduction into the statistical data analysis methods Positive Matrix Factorization
(PMF) and Multilinear Engine 2 (ME-2), including their application to AMS, ACSM and
TD-PTR-MS data used within this work.
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2.1. The Aerosol Mass Spectrometer
The Aerodyne High Resolution Time-of-Flight Aerosol Mass Spectrometer (HR-ToF-
AMS) is a commercially available instrument for realtime determination of the chemical
composition and the vacuum aerodynamic diameter Dva of the non-refractory (NR) frac-
tion of aerosols (Jayne et al., 2000; Jimenez et al., 2003; DeCarlo et al., 2006). The AMS
was already used in a large number of laboratory and short and long term field studies
(Canagaratna et al., 2007; Zhang et al., 2007). It can distinguish between the total or-
ganic fraction (Org) and the inorganic compounds particulate water (H2O), ammonium
(NH4), nitrate (NO3), sulphate (SO4), and chloride (Chl). The time resolution can reach
seconds or minutes per data point.
Figure 2.1 shows a schematic drawing of a HR-ToF-AMS. The set up can be divided into
the particle inlet, the differentially pumped sizing chamber, and the particle composition
detection section.
Figure 2.1.: Schematic drawing of the HR-ToF-AMS. Adopted from DeCarlo et al. (2006)
The particle inlet contains a critical orifice with a diameter of 100 µm which limits the
sample flow into the instrument to approximately 80 cm3 min−1. Due to the typically low
aerosol concentration in respect to gas phase molecules it is necessary to enhance this
concentration before the actual analysis of the particles. This is done by the combination
of an aerodynamic lens (Liu et al., 1995a,b) and a set of turbomolecular pumps of the
following vacuum chamber, resulting in an enrichment of aerosols in the detection region
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by a factor of 107 compared to ambient concentration. However, sufficient signals from the
most prominent gas phase molecules like N2, O2, CO2, and Argon (Ar) are still detected.
The sum of all signals originating from gas phase molecules measured by the AMS is
called the Air Beam (AB). The AB serves as internal standard to track AMS instrument
performances.
The aerodynamic lens focuses the sub-micron aerosols on a narrow beam with a diameter
< 1mm. The transmission efficiency of particles with diameters between 70 nm and
500 nm reaches 100%, with still substantially efficiencies for size ranges of 30 nm to 70 nm
and 500 nm to 2500 nm (Canagaratna et al., 2007; Liu et al., 2007). Thus, the AMS is
referred to as a PM1 instrument, reflecting its transmission efficiency of approximately
50% at a particle size of 1 µm. The more divergent expanding, non-focused gas is mainly
pumped away in the first part of the following vacuum chamber, called the aerosol sizing
chamber, where the pressure is decreased to 10-2 Pa. In the next two sections, the particle
sizing chamber and the vaporization/ionization region, the pressure decreases further to
10-3 Pa and 10-5 Pa, respectively.
The particles are accelerated when exiting the aerodynamic lens. Smaller particles reach
higher velocities than larger ones. This fact is used to determine the particle aerodynamic
diameter. A chopper can be moved into the aerosol beam to modulate it and to cut the
beam into defined aerosol packages. This chopper position is referred to as „chopped“
position. An optosensor registers when the particle beam is passing the chopper through
one of the slits. This defines the starting time of the aerosol package. By measuring the
Particle Time of Flight (PToF) needed for the well known distance between the chopper
to the detection region, the aerodynamic diameter can be calculated using calibration
parameters derived from PToF measurements with particles of defined diameters (see
subsection 2.1.1.3). This mode of the AMS is called the PToF mode.
Besides the chopped position, the chopper can also be moved to the „opened“ position,
where the aerosol beam passes to the detection region completely unhindered. In the
„closed“ position the beam is totally blocked and therefore only background signals de-
riving from inside the vacuum chamber are measured. By subtracting the signals of the
mass spectra recorded during the closed period from those of the opened period, the dif-
ferential spectra of the so called MS mode are achieved. The differential MS mode signal
thus excludes possible internal contaminations.
In the detection region, the aerosol beam impacts on a conic porous tungsten sur-
face, called the vaporizer, which is resistively heated up to 600◦C. Components, which
are non-refractory at this temperature, are flash vaporized. The evaporated molecules
are then immediately ionized by electrons with an energy of 70 eV emitted by a nearby
located filament. The resulting positively charged ions are transferred by an ion op-
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tic into the ion chamber of the Time-of-Flight Mass Spectrometer. Here, the ions are
pulsed extracted onto two possible ion flight paths until they reach a set of multichan-
nel plates (MCP), where the ions generate a measurable electron signal. Unlike earlier
AMS versions, equipped with a Quadrupole Mass Spectrometer (thus named Q-AMS),
an HR-ToF-AMS is able to acquire a complete mass spectrum (MS) during one single ion
extraction, with an acquiring frequency of the order of tens of kHz (DeCarlo et al., 2006).
Ions are separated according to their mass to charge ratio (m/z) in the time-of-flight mass
spectrometer. Smaller m/z are more accelerated than larger m/z, causing a shorter ion
time of flight. According to equation 2.1 the MS resolution (R) for a given m/z is defined
here as the ratio of the respective nominal mass m and the full-width of the peak at half
maximum ∆m (FWHM) (Todd, 1995).
R = m∆m (2.1)
The mass resolution achievable in the ToF-MS depends on the length of the flight path,
on which the mass separation takes place. With a longer path the ions have more time to
get separated. One possible path is highlighted in green in Figure 2.1 and is formed like
the letter V due to a single reflection. Hence it is called the V-mode. In the W-mode,
highlighted in blue in Figure 2.1, the ions are send to a triple reflection path, which has
an approximately doubled ion flight path compared to the V-mode. This is why the mass
resolution of the W-mode (FWHM; approximately 4000 at m/z 200) is about twice the
mass resolution of the V-mode (FWHM; approximately 2000 at m/z 200) (DeCarlo et al.,
2006). Due to the longer ion flight path the period between two ion extractions has to be
longer (50 µs) in the W-mode than in the V-mode (30 µs) (DeCarlo et al., 2006). Together
with the fact that the ion beam is divergent, this results in approximately 20 times lower
sensitivity of the W-mode compared to the V-mode. Hence in this work, the W-mode is
used for qualitative questions, while the here presented quantitative results derive from
V-mode measurements.
The 70 eV Electron Impact (EI) ionization is a standard ionization technique used in
most commercially available mass spectrometers. The high energy of the emitted electrons
causes high fragmentation of the ionized molecules. Since the fragmentation pattern of a
given parental ion into fragment ions is specific for the used ionization energy, mass spectra
acquired by this method are generally comparable. Reference spectra of many compounds
can be obtained from the National Institute for Standards and Technology (NIST). Due
to the flash evaporation of the aerosols in the AMS the molecules receive additional energy
compared to standard EI applications, because of which the fragmentation pattern shifts
slightly towards smaller fragments. Nevertheless, assuming constant vaporization and
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ionization conditions, the fragmentation pattern in the AMS remains constant. Hence,
AMS mass spectra are comparable with other AMS reference spectra and, with some
limitations, with spectra from the NIST data base.
2.1.1. Quantification with the AMS
This subsection describes the theory underlying the data processing and evaluation of
AMS data. For this work, standard AMS software (SQUIRREL v1.53G and PIKA
v1.12G)1 within Igor Pro 6.2.3 (Wave Metrics, Lake Oswego, OR) was used.
The AMS measures signal as an ion rate I [s−1]. With this rate the mass concentration
C [µg m−3] can be calculated by equation 2.2 (Jimenez et al., 2003; Allan et al., 2003,
2004), where MW represents the average molecular weight in µg mol−1 of the respective
ion, CE the collection efficiency, IE the ionization efficiency, NA the Avogadro constant,
and Q the volumetric flow rate in m3 s−1 into the instrument.
C = I ·MW
CE · IE ·Q ·NA (2.2)
Each ionized molecule has a specific fragmentation pattern depending on the ionization
technique. The mass concentrations of each aerosol species is determined by summing up
the mass concentrations calculated from every molecule and its fragments, which contrib-
ute to that particular species. This leads to equation 2.3, where the mass concentration
for a specific species s is calculated from ion signals of each of its mass spectral fragments
is (Ii,s), using the species specific molecular weight MWs and ionization efficiency IEs.
The number of individual ions and fragments, which contribute to the inorganic species
NH4, NO3, SO4, and Chl, is much lower than the number of ions that originated from
the ambient organic aerosol fractions. Organic fragments are found at nearly every m/z
acquired by the mass spectrometer, potentially interfering with inorganic fragments.
Cs =
MWs




The collection efficiency is a dimensionless factor between 0 and 1, expressing the ratio
of the mass which is actually detected to the aerosol mass introduced into the instrument.





(i) The effect of the Liu-type aerodynamic lens, leading to loss during the particle
transmission (Liu et al., 1995a,b, 2007).
(ii) The particle shape can lead to a CE < 1, because non spherical particles cause the
particle beam to broaden, resulting again in a lower transmission (Jayne et al., 2000).
(iii) Effect of the particle phase. This includes the probability of solid particles to reflect
off the vaporizer prior to complete evaporation (Canagaratna et al., 2007; Alfarra et al.,
2004) and is called particle bouncing.
Every effect, and thus the collection efficiency itself, is largely depending on the aero-
dynamic diameter. Collection efficiencies can be determined for example by comparisons
of the AMS total mass loadings with observations from instruments like a Scanning Mo-
bility Particle Sizer (SMPS). Several studies indicate that CE is dominated by the effects
depending on the physical state. This means that the CE is a function of mainly ambi-
ent humidity and particle chemical composition. High aerosol acidities result in higher
collection efficiencies (Quinn et al., 2006), as well as high mass fractions of ammonium
nitrate do (Crosier et al., 2007; Mensah et al., 2012). The amount of particulate water is
depending on the relative humidity (RH). When the RH reaches so called RHDel, solid
particles become spherical due to deliquescence, meaning that the particle compounds are
dissolved in the absorbed water to form a solution. This allows the particles to be more
efficiently focused by the aerodynamic lens inlet system. RHDel in turn is a function of
the chemical composition. Middlebrook et al. (2012) evaluated a parametrization of the
AMS CE based on the aerosol composition and sampling line relative humidity with a
30% (2σ) uncertainty. This was done by comparing AMS data with data from independ-
ent measurements of fine particle volume and Particle-Into-Liquid Sampler (PILS) ion
chromatography measurements. The CE which is determined by this algorithm is called
Composition Dependent Collection Efficiency (CDCE) and is explained below (equation
2.7 and 2.8). The CDCE is supposed to be applied to ambient AMS measurements rather
than the previously recommended constant CE value of 0.5, especially in areas where
high ammonium nitrate or high acidities are observed. The Middlebrook algorithm was
used to calculate the CE for all AMS ambient measurements presented in this work.
In general, the CDCE is not determined as an average for a whole data set, but time
resolved and applied individually to each data point using the respective composition
and relative humidity, with the acidity and the ammonium nitrate mass fraction as the
important parameters.
The level of particle acidity is estimated with the following considerations: A theoret-
ically predicted ammonium (NH4,pred), which is needed to neutralize all inorganic anion
mass concentrations when forming the corresponding ammonium salts is calculated using
equation 2.4. The ratio of actually measured NH4 concentration to NH4,pred serves as
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indicator for particle acidity. The ammonium nitrate mass fraction (ANMF ) in turn is
determined by equation 2.5. For ratios of NH4/ NH4,pred below 0.75, the CDCE is cal-
culated by equation 2.6. If NH4/ NH4,pred is between 0.75 and 1, CDCE is a function of
ANMF using equation 2.7.
NH4,pred = 18 · ((NH4/96) · 2 + NO3/62 + Chl/35.45) (2.4)
ANMF = 80/62 · NO3(NH4 + SO4 + NO3 + Chl + Org) (2.5)
CEdry = 1− 0.73 · ( NH4NH4,pred
) (2.6)
CEdry = 0.0833 + 0.9167 · ANMF (2.7)
In both cases, the minimum CE is defined to 0.45. In addition, it can be referred to as
dry CE or CEdry, since high relative humidities are not taken into account. Laboratory
and ambient measurements suggest, that at RH > 80%, CEdry should be modified to
CEwet by equation 2.8 (Middlebrook et al., 2012).
CEwet = (5 · CEdry − 4) + (1− CEdry)/20 ·RH (2.8)
In general, the ionization efficiency IE is the ratio of detected ions to the amount of
evaporated molecules and has to be calibrated periodically (see subsection 2.1.1.1). In
principle, the IE calibration has to be done for every aerosol species which is measured
by the AMS in order to calculate each individual mass concentration. In practice this
is not feasible, especially in case of the ambient organic fraction, because this fraction
is the sum of up to hundreds of thousands of different molecules, which have different
molecular weights and different IE’s. Instead, an IE calibration for nitrate is performed
to determine IENO3 . For all other aerosol species, the relative ionization efficiency (RIE),
that means relative to the IENO3 and specified for each species s is used, which results in
equation 2.9. Inserting equation 2.9 into 2.2 results in equation 2.10.
IEs
MWs





CE ·RIEs · IENO3 ·Q ·NA
(2.10)
The IENO3 calibration and the determination of the species RIE’s are described in
detail in subsection 2.1.1.1
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2.1.1.1. Mass concentration measurement and ionization efficiency calibration
Each aerosol species has a known specific ionization pattern due to the constant vapor-
ization and ionization conditions, which means that for example nitrate, NO3, mainly
fragments into the ions NO+ and NO2+. To calculate the total mass concentration of a
certain species using equation 2.3, the sum of the ion rates of all ions, which are contrib-
uting to this species have to be taken into account, as well as the individual ionization
efficiency and molecular weight. For the example of nitrate this leads to equation 2.11.
CNO3 =
MWNO3




For the calibration of the ionization efficiency IE of nitrate, the so called mass based
method was applied in this work (Jayne et al., 2000). For this, solutions with different
concentrations of ammonium nitrate (NH4NO3) are nebulized by a constant output at-
omizer (TSI 3076), dried by a diffusion dryer and size selected by a Differential Mobility
Analyser (DMA). The produced particles are measured by the AMS and a Condensation
Particle Counter (CPC, TSI 3022a) in parallel. Knowing the number concentration and
the size of the aerosols, the total aerosol mass introduced in the AMS can be calculated,
using the bulk density of NH4NO3 of 1.77 g cm−3. After comparing the calculated mass
with the sum of the signals of all nitrate ions, measured by the AMS, a linear regression
leads to a scaling factor which represents IE and is in the order of 10−7 ions per molecule.
That means that one molecule out of a million is actually detected as an ion.
This procedure assumes that all particles are spherical and have a CE of 1. This is
justified considering that sub-micron aerosols of pure NH4NO3 are known to be liquid or
metastable liquid droplets (Matthew et al., 2008), which do not tend to bounce off the
vaporizer and are well focused by the aerodynamic lens.
As already mentioned, the V-mode has a higher sensitivity than the W-mode, which
means that both modes have also different ionization efficiencies. In practice, an actual
IE calibration is only done for the V-mode (IEV ). For the calculation of the correspond-
ing W-mode value (IEW ), the signal of the air beam, measured in both modes (ABV ,
ABW ) is taken into account. Assuming a constant concentration of N2 in the sampled
air over time, IEW is calculated via equation 2.12. The uncertainties deriving from this
simplified way to calculate IEW is acceptable, since the W-mode is mainly used to answer
qualitative questions. In the following, the ionization efficiency IE is referred to as the
value determined from the calibration in V-mode, if not further specified.
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Instead of performing a mass calibration for every aerosol species, the relative ionization
efficiency (RIE) is used according to equation 2.10. The RIE of ammonium is determined
directly from each IENO3 calibration and resulted in an averaged value of 4.65 ± 0.21
and 4.24 ± 0.14 in this work, assuming that NH4NO3 particles produced from aqueous
solutions are fully neutralized. That means, that IENH4 is approximately four to five times
higher than IENO3 .
During the campaigns at the CESAR tower in Cabauw in 2011 and 2012, IENO3 cal-
ibrations of the AMS and the determination of RIENH4 were done weekly. Table 2.1
shows the averaged calibration results and used RIE’s from each species. These values
are used for the evaluation of mass concentrations for the data set. Since it would have
been too complex to determine the RIE’s for the organics, sulphate, chloride, and partic-
ulate water, specific for the AMS used in this work, the RIE values of 1.4, 1.2, 1.3, and
2, respectively, were taken from the literature (Alfarra et al., 2004; Canagaratna et al.,
2007; Mensah et al., 2011). The value of 1.1 for nitrate arises from the fact that in IE
calibrations, only the signals from the NO+ and NO2+ ions are accounted for the nitrate
mass in the AMS, which contribute approximately 90% of the total ion signal from the
NO3 group. Detailed calibration results are provided in the appendix (A.1.1 and A.2.1):
The detection limits (DL, 3σ) of each species were determined by using the standard
deviation (σ or SD) of all mass concentrations measured from particle free ambient air.
An overview of the DL’s for each campaign is given in the appendix (table A.13).
Table 2.1.: Summary of averaged calibration results and RIE’s used for the AMS data during the campaigns in Cabauw
in November 2011 and from May to July 2012, respectively. RIENH4 is directly calculated during IE calibrations, the RIE
values of nitrate, sulphate, organics, and chloride were taken from Alfarra et al. (2004) and Canagaratna et al. (2007).
RIEH2O was determined by Mensah et al. (2011).
November 2011 May to July 2012
IEV 1.10·10−7 9.16·10−8
IEW 2.98·10−9 5.96·10−9








2.1.1.2. AMS fragmentation table
The determination of mass concentration of each species requires the unambiguous assign-
ment of ion signals to an aerosol compound. The mass resolution of the HR-ToF-AMS,
either in V- or W-mode, is sufficient enough to separate and quantify most ions within the
whole acquired mass spectra. However, some ions can have different sources, including the
air beam signal. The CO2+ ion for example can originate from gaseous CO2 in the sample
air or from the fragmentation of organic molecules. Also the H2O+ ion can originate from
the air beam, particulate water, or the fragmentation of organics or sulphuric acid. To
account for that, Allan et al. (2004) introduced the so called fragmentation table. This
table is a matrix which defines qualitatively and quantitatively, how the signal of such
ions is distributed to each possible origin. For initial assumptions, results from laboratory
experiments and known fragmentation patterns are taken into account. For example, in
case of sulphate, the contribution to the H2O+ ion signal is calculated via the signal in-
tensities of the SO+ and SO+2 ions. However, if possible, the entries in the fragmentation
table have to be individually adjusted for a particular data set to account for the specific
environmental and instrumental conditions. For example, the contributions of the gas
phase to a specific ion is determined by measuring particle free sampling air. This is done
by using a High Efficiency Particulate Air filter (HEPA-filter) in the inlet line. If supple-
mentary measurements of gas phase compounds like CO2 or the relative humidity (RH)
are available, time dependent corrections can be done additionally for these entries. All
adjustments on the AMS fragmentation table values done in this work are summarized in
appendix (tables A.6 and A.12).
2.1.1.3. Particle size measurement and calibration
As mentioned above, the measurement of the particle size distribution in the PToF-mode
needs to be calibrated. This is done by determining the time of flight, that particles with
known diameters and narrow size distributions need for the known distance lc between
the chopper and the vaporizer. Since the combination of vaporization, ionization and
acquisition of the ion signals are in general much faster, these processes are considered to
happen without any delay after particles are impacting on the vaporizer.
In the presented work the PToF calibrations were done by introducing spherical Poly-
styrene Latex spheres (PSL, Thermo Scientific) of monodisperse diameters between 80 nm
and 600 nm and a constant density of 1.05 g cm-3 into the instrument. Suspensions of the
PSL’s are nebulized by a constant output atomizer (TSI 3076) and the generated particles
are dried with a diffusion dryer containing silica gel. Because of the thermal stability of
the PSL material the AMS vaporizer temperature has to be increased to 900◦C. The cal-
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ibration of the vacuum aerodynamic diameter Dva with the flight velocity v is performed








In this equation, tp is the measured particle time of flight, vl the velocities inside and
vg after the aerodynamic lens. D∗ and b are calibration parameters and, as well as vl
and vg , are determined when the plot of the velocities versus the aerodynamic diameters
is fitted. A summary of PSL standards used in this work and results from particle size
calibrations are presented in tables A.3 and A.9.
2.1.1.4. Elemental analysis of HR-ToF-AMS data
The Time-of-Flight detector resolves and identifies almost all organic fragments containing
C-, H-, and O- atoms in various amounts. In a mass spectrum acquired by the AMS, the
signal intensity Ii, as well as the elemental composition of each ion i are known. The mass
fraction FE of each element E can therefore be calculated for each ion. By summing up
these mass fractions FE,i, weighted by the respective signal intensity Ii, for all ions across
the whole mass spectrum, the relative mass concentration ME of E for a given organic




Ii · FE,i (2.14)
Dividing the relative mass concentrations by the corresponding molar weight MWE of





Divisions of the respective atomic fractions are done to obtain elemental ratios like
O/C, H/C, N/C, and S/C. Aiken et al. (2007) and Aiken et al. (2008) established cor-
rection factors for each elemental ratio by comparing results from laboratory experiments
to theoretically calculated elemental ratios of various standards measured by the AMS.
The correction factors, which are also used in this work, are 0.75, 0.91, and 0.96 with
uncertainties of 31%, 10%, and 22% for O/C, H/C and N/C, respectively. A potential
correction factor for S/C was not published yet. Therefore the calculated S/C ratios in
this work can only be used qualitatively. These elemental ratios are suitable parameters to
estimate and describe atmospheric organic aerosol chemistry like the degree of oxidation
of hydrocarbons or the degree of ageing.
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2.1.1.5. Inorganic and organic nitrate fractions
Particulate nitrate measured by the AMS can be of organic (OrgNO3) or inorganic (mainly
NH4NO3) origin. Nitrate is mainly detected on its major fragments NO+ (m/z 30) and
NO+2 (m/z 46). Several studies reported, that the fragmentation pattern of nitrate is
depending on its origin (Alfarra et al., 2004). The NO+2 /NO+ ratio of purely organic
nitrates (ROrgNO3) was found to be approximately 0.1 in chamber experiments, measuring
SOA from the reactions of BVOC’s with NO3 with an HR-ToF-AMS (Fry et al., 2009;
Mensah, 2011; Fry et al., 2011). The corresponding ratio for pure NH4NO3 (Rcalib) was
observed to be around 0.4 within the IE calibrations during all AMS campaigns presented
in this work. Using these threshold values of both extremes, the fraction of organic nitrates
to total measured nitrate OrgNO3frac can be determined by the equation 2.16, adopted
from Farmer et al. (2010).
OrgNO3frac =
(1 +ROrgNO3) · (Rmeas −Rcalib)
(1 +Rmeas) · (ROrgNO3 −Rcalib)
(2.16)
Here, Rmeas is the measured intensity ratio of NO+2 and NO+ ions as a function of time.
Multiplying OrgNO3frac with the total nitrate mass concentration NO3total results in the
OrgNO3 mass concentration, according to equation 2.17.
OrgNO3mass = OrgNO3frac ·NO3total (2.17)
Note, that this value represents only the mass of the NO3 fragment of OrgNO3 and
does not include the mass from the varying organic fragments of OrgNO3.
Knowing the organic nitrate fraction, the mass concentration of the inorganic nitrate
fraction (InOrgNO3mass) can be determined by equation 2.18.
InOrgNO3mass = NO3total −OrgNO3mass (2.18)
Potential interferences on the NO+2 /NO+ ratio originate from other inorganic nitrate
salts like Mg(NO2)2, NaNO3, or Ca(NO3)2, whose NO+2 /NO+ ratios are reported to be
0.09, 0.03, and 0.02, respectively (Alfarra, 2004). The contribution and relevance of these
salts are estimated by MARGA (Monitor for Aerosol and Gases, see subsection 2.4.1)
measurements of particulate Mg, Na, and Ca, done in 2012 and 2013.
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2.1.1.6. Aerosol ion balance
An important aerosol property is the acidity, that means the concentration of H+ ions. The
concentration of H+ ions can be determined directly using the ion balance of all inorganic
compounds measured by the AMS. The sensitivity of the AMS for salts containing alkali
metal or alkaline earth metals cations is very low due to the high evaporation temperature
of these salts. Thus it is acceptable to consider only the main inorganic aerosol anions
NO3−, SO42−, and Cl− and the cation NH4+. In case of nitrate, only the inorganic
nitrate (InOrgNO3) ions are used for this ion balance, since organic nitrates are already
neutralized by their organic fragments. The determination of inorganic nitrate mass
concentrations is described in subsection 2.1.1.5.
If less of the aerosol species NH4 is measured than necessary to neutralize all anions to
form NH4NO3, (NH4)2SO4, and NH4Cl, remaining anions are considered to be neutralized
by H+ ions, assuming that aerosols are generally neutral. On the other hand, a higher
NH4 contribution than needed for neutralizing the negative ions indicates the presence of
so called excess ammonium (Excess-NH4). Its mass concentration (eNH4) is calculated by
equation 2.19, where MWNH4 represents the molecular weight of NH4 and ni the molar
concentration of species i.
eNH4 = MWNH4 · [nNH4 − (nNO3 + nChl + 2 · nSO4)] (2.19)
Excess-NH4 was observed in several periods of both AMS campaigns and is discussed
in chapter 4.
2.2. The Aerosol Chemical Speciation Monitor
Though the Aerosol Mass Spectrometer (AMS) is a powerful instrument to measure am-
bient aerosol chemical composition with high time and mass resolution, it requires a high
amount of maintenance from skilled and trained personnel due to its complexity. In ad-
dition, the costs of the instrument and its operation are relatively high. That is why
measurement campaigns using an AMS are usually not exceeding one or two months (Sun
et al., 2012). The Aerodyne Aerosol Chemical Speciation Monitor (ACSM) built upon
AMS is specially designed for long-term continuous measurements of mass concentrations
and composition of NR-PM1 species (Ng et al., 2011b), including the organic fraction
(Org), particulate water (H2O), ammonium (NH4) nitrate (NO3), sulphate (SO4), and
chloride (Chl). Recent studies showed good agreements of ACSM data with data from
other aerosol instruments like HR-ToF-AMS in ambient measurement campaigns, even
in highly polluted areas like Beijing (Sun et al., 2011, 2012). An intercomparison of two
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collocated ACSM’s resulted in strong correlations (r2 = 0.8) and agreements within 27%
(Budisulistiorini et al., 2013). These results indicate that the ACSM can be used as a
suitable and cost-effective alternative for aerosol composition measurements due to its
capability of stable and reproducible operation. A schematic scheme of the ACSM is
given in figure 2.2.
Compared to the AMS the ACSM uses the same aerosol sampling, vaporization, and
ionization modules. That includes an identical particle inlet, a Liu-type PM1 aerodynamic
lens, and a vaporizer operated at 600◦C, where NR-PM1 components are flash vaporized
and ionized by 70 eV electron impact (see also section 2.1). Due to the same critical orifice
of a diameter of 100 µm, a similar inlet flow of approximately 80 cm3 min−1 is achieved.
Differences arise from the fact that the ACSM is not equipped with a spinning chopper
wheel. Hence, it is not possible to determine particle size information. Since no PToF
measurements are performed, there is no need for a long sizing chamber. Because of
that, the ACSM chamber has only 2/3 of the length of the AMS, and needs therefore
only three turbomolecular pumps instead of five to be evacuated. On the other hand this
causes higher air beam concentrations and lower signal-to-noise ratios (SNR). To achieve
reliable data, acquired mass spectra are therefore averaged to a time resolution of 30
minutes.
Figure 2.2.: Schematic drawing of the ACSM. Sub-micron particles that enter the aerodynamic lens are focused into a
narrow beam that impacts a hot vaporizer. The resulting vapour is ionized with electron impact and chemically characterized
with an RGA quadrupole mass spectrometer. Adopted from (Ng et al., 2011b)
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Figure 2.3.: The 3-way valve system is alternately switched between filter position and sample position at the completion
of each full mass scan. This results in a “particle” mass spectrum and a “particle free” mass spectrum. The difference
between these two spectra contains the particle composition information; Picture is taken from Ng et al. (2011b)
The second function of the chopper wheel in an AMS, namely blocking the aerosol
beam to obtain background measurements, is replaced by an automated zeroing system
as shown in Figure 2.3.
It consists of an automated 3-way valve system placed in the ACSM inlet line. It
switches frequently between the sample mode, where the sample air is directly sent into
the instrument, and the filter mode, in which particles are removed by a HEPA-filter
to gain particle free sample air measured by the ACSM. Similar to the AMS, differential
spectra are obtained by subtracting spectra acquired with filtered sample air from spectra
of unfiltered air. Using this procedure the resulting differential spectra already exclude
signals deriving from internal background and gas phase molecules in combination, so
that additional frequent particle free measurements acquired with a HEPA-filter, like in
case of the AMS, are not necessary.
Instead of a Time-of-Flight Mass Spectrometer, a commercial grade Quadrupole Re-
sidual Gas Analyser (RGA) is employed in the ACSM. It provides unit mass resolution
(UMR) mass spectra by scanning consecutively a defined range of m/z (usually up to
200 amu) in a given time. The applied scan rate of the ACSM is chosen to be much
slower (0.5 s amu−1) compared to a Quadrupole AMS (Q-AMS; 1ms amu−1). In general,
the sensitivity of the RGA type analyser is approximately ten times lower compared to
the high-performance quadrupole used in Q-AMS instruments and a hundred times lower
than in ToF-AMS systems (Ng et al., 2011b). This is another reason for choosing a time
resolution of 30 minutes in ACSM measurements. The RGA is known to have a mass
dependent ion transmission efficiency. To correct for that, an internal calibration source
containing an effusive source of naphthalene is located nearby the vaporization/ionization
region. Thus, naphthalene signal is always present in the mass spectra acquired from
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both the filtered and unfiltered air. The NIST data base provides reference 75 eV elec-
tron impact mass spectra of naphthalene. By comparing the fragments of naphthalene
measured with the ACSM with the reference fragmentation pattern, the transmission ef-
ficiency can be determined as a function of m/z. During data analysis the mass spectra
are corrected using this function for the varying ion transmission efficiency. In addition,
the parent peak of naphthalene on m/z 128 is used as a reference for the m/z calibration
and, assuming constant naphthalene concentration in the detection region, to account for
the degradation of the detector (Ng et al., 2011b; Sun et al., 2012).
The detection limits (3σ) for each species are reported to be 0.148 µg m−3, 0.284 µg m−3,
0.012 µg m−3, 0.024 µg m−3, 0.011 µg m−3 for organics, ammonium, nitrate, sulphate, and
chloride, respectively, at an averaging time of 30 minutes (Ng et al., 2011b). A comparison
of AMS and ACSM detection limits is given in the appendix (table A.13).
2.2.1. Quantification with the ACSM
Since the ACSM is a modification of the AMS and has the same principles in terms of
aerosol sampling, vaporization/ionization and detection techniques, the determination of
mass concentrations of each aerosol species is similar to procedures described in subsection
2.1.1.
Due to the slower detection electronics (no capability to time resolve single ions) of the
ACSM, the calibration is based on determining the instrument response factor, RF using
NH4NO3 as calibration substance (Ng et al., 2011b). The measured RFNO3 in units of
amps of NO3 signal (sum of NO+ and NO2+) per µg m−3 of sampled aerosol is propor-
tional to the ionization efficiency of NO3 (IENO3 , in ions/molecule), when normalized to
the volumetric sample flow rate Qcal [cm3 s−1] and multiplier gain Gcal (typically approx-
imately 20000) via equation 2.20, again with the Avogadro constant NA and the specific
molecular weight of nitrate MWNO3 . The RFNO3 calibration procedure itself is adopted
from the IE calibration with the AMS, as described in subsection 2.1.1.1. Briefly, monod-
isperse ammonium nitrate particles are generated with an atomizer and passed through a
diffusion dryer. The particles are then size selected with a DMA (320 nm) and delivered
into both a CPC and the ACSM, where the sum of the ion signals representing the NO3
moiety is recorded. Knowing particle size and number concentrations of the particles, the






The RF value for each species s is then determined in form of relative ionization
efficiencies RIEs according to 2.1.1.1. RIENH4 is again deriving from each calibration. In
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contrast to the AMS campaigns, the relative ionization efficiency of sulphate (RIESO4)
was measured during the ACSM campaign in this work. Through measurements of pure
ammonium sulphate particles, directly after a calibration using NH4NO3, the relative
ionization efficiency for sulphate relative to ammonium (RIESO4/NH4) is calculated. Since
the RIE of NH4, relative to NO3 (RIENH4/NO3), is known, the RIE of SO4, relative to





Table 2.2 shows the averaged calibration results during the ACSM campaign from
July 2012 to June 2013 at the CESAR Tower in Cabauw. These values are used for the
evaluation of mass concentrations for the whole data set. Although the ACSM has in great
parts a similar design and similar modules like the AMS, the ACSM has a few significant
conceptional differences. These may result in a not full suitability of the calibration
procedure, used in this work, for this relatively new instrument. For example, the ACSM
is not equipped with a chopper, which blocks the aerosol beam in the particle chamber
of an AMS. In addition, the ACSM filter cycle was not used during the RF and RIE
calibrations with generated NH4NO3 and (NH4)2SO4 particles. This made it impossible
to account for instrument and also gas phase background signals. During calibration,
pure (NH4)2SO4 particles showed to produce a high and long-lasting SO4 background
signal inside the instrument, which would potentially result in too low determined relative
ionization efficiencies of SO4 (RIESO4) and therefore low reported mass concentrations for
this compound.
Table 2.2.: Summary of averaged calibration results and RIE’s used for the ACSM data during the campaigns in Cabauw
from July 2012 to June 2013. While RIENH4 and RIESO4 is directly calculated during the RF calibrations, the same RIE
values of nitrate, organics, and chloride were chosen as used for AMS data sets.
RFNO3 2.74·10−11
RIENH4 7.53 ± 0.21
RIENO3 1.1




Taking the correction for the m/z dependent ion transmission efficiency of the quadru-
pole RGA (Tm/z) into account, mass concentrations for each species s can be calculated















In practice, Q and G during operation are set to their corresponding values during the
RFNO3 calibrations. Hence, these variables effectively cancel out each other.
Despite the smaller vacuum chamber, the effects and component parameters, which
influence the collection efficiency CE, are the same for the ACSM and the AMS. Thus, a
time resolved CE correction using the algorithm developed by Middlebrook et al. (2012)
(see subsection 2.1.1) was tested for this particular data set, but was found to be not
suitable here. The reason is, that in the ACSM data set, the ratio NH4/ NH4,pred is seen to
be around 0.75 in some periods. In the Middlebrook algorithm, this value is defined as the
threshold, at which the algorithm changes between two different equations to determine
the CE, resulting in large jumps of CE values during the mentioned periods, and in
consequence, unreasonable jumps in aerosol mass concentrations. Previous campaigns
using a HR-ToF-AMS at the CESAR tower in Cabauw, published byMensah et al. (2012),
developed a site specific CE correction algorithm, using SMPS data as reference. If the
mass fraction of nitrate MFNO3 is below or equal to 0.3, the CE is set to 0.5, the former
recommended constant value for ambient AMS measurements. IfMFNO3 is above or equal
to 0.78, CE is set to 1.0, in respect to pure ammonium nitrate particles. At nitrate mass
fractions between 0.3 and 0.78, equation 2.23 is used to determine time resolved CE.
CE = 0.1875 + 1.0417 ·MFNO3 (2.23)
Since this algorithm produced more appropriate results, it was used to provide a time
resolved CE correction of the mass concentrations from this campaign.
All ACSM data processing and analysis within this work was performed using software
provided by Aerodyne Research (ACSM Local, version 1.531)2 within IGOR Pro version
6.2.3.
2.2.1.1. ACSM fragmentation table
In contrast to high resolution AMS, the RGA detector of the ACSM acquires only UMR
mass spectra. That means, the ACSM is not able to resolve contributions of different
molecular ions to the total signal of a certain nominal m/z within the recorded mass
spectra. As an example, signals from m/z 43 and m/z 44, measured by different AMS
models, are shown in figure 2.4, taken from DeCarlo et al. (2006).
2https://sites.google.com/site/ariacsm
26
2.2. The Aerosol Chemical Speciation Monitor
Figure 2.4.: Mass spectrometric signals at m/z 43 (and m/z 44) acquired from different AMS types, where the Q-AMS
signals (straight line) can be seen as a representative for ACSM signals. Taken from DeCarlo et al. (2006)
The mass resolution of a RGA detector is in the same range as the mass resolution of
a Q-AMS. While the HR-ToF-AMS, either operating in V-mode or in W-mode, clearly
separates the most prominent individual ions contributing to m/z 43, the limited mass
resolution of a unit mass resolution instrument is not able to resolve these ions. That is
why an elemental analysis like the determination of O/C and H/C ratios (Aiken et al.,
2008) cannot be achieved with ACSM mass spectra. In addition, ions contributing to a
certain species can interfere with ion signals from gas phase or from other species. For
example, the following ions contribute most likely to the total signal at m/z 16: O+, NH+4 ,
and CH+4 . The last two derive from NH4 and organics, respectively. The O+ ion may be
a fragment of sampled gas phase O2 or H2O, but is also formed in minor concentrations
from particulate organics, water, and sulphate. Such interferences occur at many m/z <
100. Thus, an UMR version of the already mentioned fragmentation table (subsection
2.1.1.2), introduced by Allan et al. (2004), has to be applied and individually adjusted to
a specific data set. Again, this table defines the distribution of the ion signals measured
at each m/z to the individual species.
In contrast to the AMS UMR fragmentation table, an older version, as described by
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Allan et al. (2004), was used due to the restrictions of the ACSM software (see subsection
2.5.2). Due to the automated zeroing system used for the ACSM within this work (section
2.2), adjustments of the fragmentation table entries concerning interferences from air beam
molecules are not needed (Ng et al., 2011b). Other adjustments were not possible since
the ACSM software does not support proper changes of the fragmentation table.
2.2.1.2. Aerosol ion balance
Similar to AMS data, the aerosol acidity and/or the presence of Excess-NH4 was determ-
ined for ACSM data using the equations described in subsection 2.1.1.6. Different to the
AMS, all measured nitrate anions were used for the ion balance and not only the inorganic
nitrate fraction, since no certain determination of this fraction could be achieved.
In principle, it is possible to determine time resolved OrgNO3 (see subsection 2.1.1.5)
using UMR AMS data (Mensah, 2011), resulting in a higher ambiguity due to the in-
terference of both the NO+ (m/z 30) and NO+2 (m/z 46) ion with organic fragments on
these nominal masses. An average 46/30 ratio of approximately 0.2 was found for pure
NH4NO3 particles used at ACSM IE calibrations during the presented campaign. This is
significantly lower than observed with the AMS (0.4) in this work. It indicates that the
use of a ROrgNO3 value of 0.1 would result in a too high uncertainty for the determination
of the organic nitrate fraction from ACSM data, which was therefore not performed in
this work.
2.3. The TD-PTR-ToF-MS
The Thermal-Desorption Proton-Transfer-Reaction Time-of-Flight Mass Spectrometer
(TD-PTR-ToF-MS) is a modified version of a commercially available PTR-TOF8000 in-
strument (Ionicon Analytik GmbH, Austria, further referred to as ‘PTR-MS’). It is able
to detect quantitatively organic compounds alternately from gas and aerosol phase and
was already used in several campaigns (Holzinger et al., 2010a, 2013).
A full description of a PTR-MS and its functionality is given elsewhere (Jordan et al.,
2009; Graus et al., 2010). Briefly, this instrument allows for precise measurements of
volatile organic compounds (VOC) in air or nitrogen. The soft chemical ionization using
H3O+ ions to protonate VOC’s is a proven technique of ionization with limited fragment-
ation. In the ion source region of the instrument, water molecules are ionized to form
H3O+. These ions are extracted to the so called drift tube where proton transfer reactions
take place with gas molecules from sampled air, according to equation R2.7 and resulting
in ions with (m/z)AH+ = (m/z)A + 1. Proton transfer occurs only on analytes (A), if A
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has a higher proton affinity (PA) than water (PAH2O = 691 kJ mol−1, Hunter and Lias
(1998)), which is not the case for the main components of ambient air. On the other hand,
most of the common VOC’s have higher proton affinities than water (Hansel et al., 1998;
Lindinger et al., 1998), meaning that the PTR-MS ionizes selectively the compounds of
interest in this work. As the difference of PAH2O and PAA is usually small, little energy
is available in proton transfer reactions, which results in low fragmentation and a high
abundance of protonated parent ions AH+.
A + H3O+ −→ AH+ + H2O (R2.7)
The generated analyte ions (AH+) are then transferred to the Time-of-Flight Mass
Spectrometer (ToF-MS), where they are separated by their mass to charge ratio and
detected by a Multichannel Plate (MCP). The working principle of a ToF-MS is described
in section 2.1. The version used here allows high mass resolutions up to 4000 (FWHM).
The modification of the TD-PTR-MS consists of an additional dual aerosol inlet which
was operated as described in (Holzinger et al., 2010b). Centrepiece of each of both aerosol
inlets is a Collection Thermal Desorption cell (CTD, Aerosol Dynamics, Berkeley, CA,
USA), on which humidified ambient particles of a size range between 70 nm to 2 µm are
collected by impaction onto a stainless steel collection surface using a sonic jet impactor.
The humidification to approximately 70% is achieved by a Nafion based humidifier and
reduces particle rebound. A schematic drawing is presented in figure 2.5.
Figure 2.5.: Schematic drawing of the TD-PTR-MS, taken from Holzinger et al. (2013)
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After collection, the particles are immediately desorbed by heating up the CTD cell
in steps of 50◦C for a duration of 3 minutes, starting at 50◦C and going up to 350◦C.
A flow of nitrogen (8mL min−1, standard conditions) transfers the desorbed species to
the PTR-MS. The transfer lines and the PTR-MS drift tube are heated to 200◦C to
prevent semi-volatile compounds from condensing on the walls inside the instrument. As
a result a thermogram is obtained, defined as measured mixing ratio profile over a range
of temperatures. Figure 2.6 shows example time series of the total product ion signal
at m/z 59.049 (protonated acetone) over a full measurement cycle including gas phase
and aerosol background measurements for one aerosol inlet, derived from Holzinger et al.
(2013). This cycle was also applied in the presented campaigns with minor differences.
Since the TD-PTR-MS is equipped with two aerosol inlets (Inlet A and B), it is possible
to collect particles with one inlet, while the particles sampled from the second one are
analysed at the same time, enhancing the time resolution by a factor of two in comparison
of using only one aerosol inlet. Background measurements were done by passing ambient
air through a Teflon membrane filter located in the system (one filter per inlet). The
filters were changed once per week during the campaign. Background signals can originate
from contamination from semi-volatile air beam components sticking at the CTD cell or
instrumental background contamination (Holzinger et al., 2013).
Figure 2.6.: Part of a time series of the total product ion signal at m/z 59.049 (protonated acetone). The inlet A sampled
through a particle filter while inlet B samples unfiltered ambient air, taken from Holzinger et al. (2013)
The sampling time during the campaigns described here were approximately 40 minutes
and 60 minutes, collecting 217L and 300L of sample air for inlet A and B, respectively.
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The resulting time resolution for organic aerosol measurement using both aerosol inlets
was approximately 105 minutes.
2.3.1. TD-PTR-ToF-MS data treatment
The performance of the measurement and the data collection itself during the campaigns
in Cabauw in 2011 and 2012 were not part of this work, but the processing and evaluation
of the achieved data. This was done with Interactive Data Language (IDL, version 8.2,
ITT Visual Information Solutions), using custom made routines described by Holzinger
et al. (2010a). There, a so called „unified mass list“ was created, containing a list of high
resolution ions, which are present in each mass spectrum and detected within the limits
of the instrument precision. Based on analysis of the whole datasets from the Cabauw
campaigns in 2011 and 2012, all m/z < 40 were excluded, because of high instrument
contaminations and/or interferences with inorganic ions (J. Timkovsky and R. Holzinger;
personal communications). Exceptions are m/z 27.023 (C2H3+), m/z 28.039 (HCNH+),
m/z 31.017 (CH2OH+), and m/z 33.032 (CH4OH+). Additionally, m/z values associated
with inorganic ions and higher water clusters of H3O+ (NO+2 and (H2O)2H3O+, respect-
ively) were excluded. After these corrections, the ion mass list contained 648 ions with
the highest mass at m/z 1143, and 296 ions with the highest mass at m/z 283 for 2011 and
2012, respectively. The full lists of ions used for data analysis including most probable
assignments of sum formulas is given in appendix (see subsection A.4). The discrepancy
between 2011 and 2012 can be explained by the use of a degraded MCP inside the TD-
PTR-MS in 2012, which was not able to detect ions with m/z higher than 283 with a
sufficient signal-to-noise (SNR) ratio.
Since it is not feasible to calibrate the instrument for every organic compound x occur-
ring in ambient aerosols, the volume mixing ratios VMRx (in nmol mol−1) were calculated
according to equation 2.24 (Holzinger et al., 2010b).
VMRx =
Sx
(SH3O+ · kH3O+ + S · k(H2O)2H+) · tr ·N
· 109 (2.24)
Here, Sx, SH3O+ , and S(H2O)2H+ are the ion count rate (in s−1) of compound x, H3O+, and
(H2O)2H+. kH3O+ and k(H2O)2H+ are the reaction rate constants (in cm−3 s−1 molecule−1)
of compound x with H3O+, and (H2O)2H+, respectively. The protonated water dimer
(H2O)2H+ was taken into account as second primary ion, since its signal intensity can
reach up to 20% of the H3O+ signal (Holzinger et al., 2010b). Reaction rate constants are
reported to be in a range of 1.7 to 2.5· 10−9 cm−3 s−1 molecule−1 for most of the organic
compounds of interest (Zhao and Zhang, 2004). Within this work, a standard reaction
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rate constant of 2·10−9 cm−3 s−1 molecule−1 was used. Furthermore, tr represents the
residence or reaction time of H3O+ in the drift tube (typically 9.5·10−5 s) and N is the
number density of the sample gas in the drift tube (typically 1.35·1016 molecules cm−3).
The mixing ratio of each detected ion was calculated separately for the different desorp-
tion temperatures (50◦C, 100◦C, 150◦C, 200◦C, 250◦C, 300◦C, and 350◦C), sample types
(filtered or unfiltered), and inlets (A or B) in respective matrices where one dimension
represents time and the other dimension represent the mass to charge ratio. The aerosol
signals were computed by subtracting the signals of filtered sample periods (background)
from signals of unfiltered sample periods. The background signals were taken from the
nearest measurement of the corresponding unfiltered sample measurement. In contrast
to Holzinger et al. (2013), all aerosol signals were considered. Also negative values were
allowed for the mixing ratios that were sometimes obtained after background subtraction.
The corresponding error value matrices, which were used later for Positive Matrix
Factorization (PMF, see section 2.5), were calculated as follows: First, the standard
deviation SDBG,iT,I as the median of all background measurements of the whole particular
campaign is determined for each ion (i) signal at each desorption temperature T and inlet
I. These standard deviations were combined with the corresponding statistical errors
Estat,iT,I via error propagation to form the „final error“ EiT,I (equation 2.25).
EiT,I =
√
(Estat,iT,I )2 + (SDBG,iT,I )2 (2.25)
The statistical error associated with the count rates is obtained from equation 2.26,
using the mean signal of a given ion i (mSi, in s−1) and the dwell time DT in seconds,




To convert the volume mixing ratio values (VMRiT,I , in nmol mol−1), measured by
the PTR-MS, into mass concentrations (CiT,I , in µg m−3), the corresponding molecular
weight (M iT,I , in g mol−1) of the ion i, the flow through the CTD cell during desorption
(Finlet, typically 8mL min−1), the sampled volume (S, in m3), and the duration of a
single temperature step (t, typically 3 minutes) have to be taken into account, resulting
in equation 2.27. This was done for the data matrices, containing the mixing ratios from
background subtracted aerosol signals, as well as for the error matrices.
CiT,I =
VMRiT,I · Finlet · t ·M iT,I
22.4 · S · 1000 (2.27)
From the data matrices for each desorption temperature and each inlet, containing the
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mass concentrations, new matrices, called summed matrices SMI , were obtained. The
mass concentrations of each ion from a given time point and inlet was summed up over





For comparisons with other instruments like the AMS and ACSM, the total organic
aerosol (OAtotal) mass concentrations at a given time point and inlet (CTotal,I) were de-
termined by summing up the mass concentrations CiI from the summed matrices SMI of
all ions measured at that time point (equation 2.29). Since the PTR-MS usually measured
the aerosol signals from inlet A and B alternately, OAtotal data sets from both inlets were
combined and the data points were sorted by their acquisition date and time, to gain a





In order to perform the analysis based on different classes of chemical compounds, the
detected mass peaks were associated with molecular formulas based on the mass library
developed by Holzinger et al. (2010a, 2013). It contains hydrocarbon molecules with up
to 8 atoms of oxygen, including also their corresponding 13C isotopes, and up to 2 atoms
of nitrogen. An empirical formula was attributed to a mass peak, when the difference
between its exact mass to the measured m/z was less than 2σ. The whole signal at a
given m/z was ascribed to one sum formula. In case multiple formulas were plausible for
a given ion mass, the following rules were used to prioritize and ascribe signal to one ion
for the presented data sets:
1. The formula containing two N atoms is not attributed.
2. A possible 13C ion is only attributed, if the corresponding 12C isotope is detected
and attributed, and the signal of the 13C ion reaches at least 50% of the total signal
at the respective m/z. This rule was also applied, when a 13C isotope is the only
possible formula to be associated.
3. Since the PTR-MS is more sensitive to organics with lower O/C ratio, the formula
containing less oxygen atoms is favoured.
4. In all cases, if several formulas passed criteria were available, the formula with the
smallest deviation from the considered mass was chosen.
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2.3.1.1. Elemental analysis of TD-PTR-MS data
The elemental analysis of TD-PTR-MS data sets were done similar as described in sub-
section 2.1.1.4 for AMS data, except that in case of the TD-PTR-MS no correction factors
were used to determine the elemental ratios O/C, H/C and N/C, since potential necessary
corrections were not investigated yet for the TD-PTR-MS.
2.4. Measurement site: Cabauw, NL
Figure 2.7.: Left: Measurement location; colours define different land use; taken from Vermeulen et al. (2011); Right:
Picture of CESAR tower
The CESAR tower is about 220m high and managed and operated by the Royal Nether-
lands Meteorological Institute (KNMI). It is located in a rural site (51.970°N, 4.926°E),
about 20 km south-west of the city of Utrecht in the Netherlands and about 45 km south
east of the Dutch North Sea cost, while the direct surroundings of the tower have a relat-
ively low population density. The site conditions are typical for North Western Europe.
They can either be maritime or continental, depending on the wind direction. The nearby
region is used mainly by agriculture, with a mixture of intensively and extensively man-
aged grassland (see Figure 2.7). These are used also for animal keepings like cattle and
sheep, besides nearby located chicken farms. The surface elevation changes in the sur-
rounding are at most a few meters over 20 km. Because the tower ground is approximately
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0.7m below sea level, the diurnal variation of the temperature is relatively stable (Ver-
meulen et al., 2011).
2.4.1. The Cabauw Experimental Site for Atmospheric Research
(CESAR) tower
Two intensive measurement campaigns of aerosol composition were performed at the
Cabauw Experimental Site for Atmospheric Research (CESAR) Tower in Cabauw, us-
ing a HR-ToF-AMS. The first campaign took place from 08.11. to 01.12.2011, the second
from 11.05. to 17.07.2012. During these periods, a collocated TD-PTR-MS was operated
by the Institute for Marine and Atmospheric research Utrecht (IMAU, Utrecht Univer-
sity, The Netherlands). Finally, an ACSM, provided also from IMAU, was measuring
between 11.07.2012 to 03.06.2013, meaning six days of temporal overlap with the AMS
and TD-PTR-MS.
Additionally, data from collocated aerosol instruments, which are deployed at the
CESAR tower for routine measurements, are presented and compared to data from the
instruments mentioned above: a Monitor for Aerosol and Gases (MARGA, Applikon
Analytical BV), a Multi-Angle Absorption Photometer (MAAP, Thermo Scientific Model
5012), both operated by the Energy Research Centre of the Netherlands (ECN) and a
Scanning Mobility Particle Sizer (SMPS, TSI 3034), operated by the Netherlands Organ-
isation for Applied Scientific Research (TNO). Figure 2.8a shows a detailed overview of
the data coverage of each aerosol instrument.
The MARGA measures water soluble components of both the gas and aerosol phase
simultaneously, including the aerosol species nitrate, ammonium, sulphate, and chloride.
It uses a Wet Annular Denuder (WAD) followed by a Steam Jet Aerosol Collector (SJAC).
The operational and calibration procedures, as well as details of the data analysis are
given by Trebs et al. (2004). It was collecting alternately the PM1 and PM2.5 fraction
of ambient particles at ambient RH and temperature, each fraction sampled hourly with
a measurement error smaller than 10% (Schaap et al., 2011). The MARGA inlet was
equipped with a PM10 size selective head (Rupprecht and Pataschnick, R&P), placed on
the roof of the CESAR tower building at approximately 5m height. The sample air is
sucked into the instrument within a polyethylene („Polyflo“) tube with an inner diameter
of 0.5” (= 1.27 cm) and a sample flow of 1m3 h−1. To compare with the PM1 instruments
AMS and ACSM, only MARGA data containing PM1 composition is considered within
this work.
The MAAP instrument has been introduced by Petzold and Schönlinner (2004) and
Petzold et al. (2005) for the determination of the so called black carbon (BC) fraction
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of PM1 particles. It measured simultaneously the radiation penetrating through and
scattered back from a particle-loaded fibre filter. The definition of BC is still ambiguous.
Petzold et al. (2013) proposed to distinguish between different kinds of BC according
to the method of measurement. According to Petzold et al. (2013), BC determined by
MAAP is referred to as so called equivalent black carbon. Here, it is assumed, that this
fraction, further referred to as BC, cannot be not measured by the AMS, ACSM or TD-
PTR-MS and can have several origins, most likely incomplete combustion of fossil fuels
and biomass burning. During the presented campaigns the MAAP was connected to the
common aerosol inlet sampling at 60m height (see subsection 2.4.2.1), achieving a time
resolution of 5 minutes with an uncertainty of 12% (Petzold and Schönlinner , 2004).
The SMPS was also connected to the 60m sampling line. As a sequential combination
of an impactor, neutralizer, Differential Mobility Analyser (DMA) and a Condensation
Particle Counter (CPC), it determined the size distribution of particles in a range of
9.37 nm to 515.6 nm. The DMA classified the sampled particles according to their elec-
trical mobility, while the CPC measures the number concentration of each size. The
number concentrations were converted into volume distributions, from which the aerosol
mass concentration was calculated. For this purpose, the particle density has to be de-
termined, using the aerosol composition information derived from the AMS/ACSM and
the MAAP at each data point. Assuming spherical particles, the total density is computed
by using the densities of the aerosol species, weighted by their mass fractions. Bulk dens-
ities of NH4NO3 (1.72 g cm−3) and (NH4)2SO4 (1.77 g cm−3), and the density of organics
(1.4 g cm−3, Hallquist et al. (2009)) were taken into account. Inorganic salts containing
chloride are likely not detected by AMS and ACSM systems due to their low capability to
flash vaporize these salts, meaning that most of the AMS/ACSM chloride originates from
organic chlorides. Considering its low fractional abundance (usually 1% to 3% at this
site, Mensah et al. (2012)) and therefore its low influence on the total particle density, it
is acceptable to set the density for chloride to 1 g cm−3. Finally, a density of 2 g cm−3 for
BC (D’Almeida et al., 1991) was used for the determination of SMPS total aerosol mass
concentration.
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Figure 2.8.: Data coverage from a) aerosol and b) gas phase instruments deployed at the CESAR tower
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2.4.1.1. Supplementary instruments at the CESAR tower
The CESAR tower is equipped with external platforms and booms at 2m, 10m, 20m,
40m, 80m, 140m, and 200m. At all these levels, meteorological observations of standard
parameters like wind speed, wind direction, dew point temperature, and ambient temper-
ature are routinely performed (Ulden and Wieringa, 1996). These data sets are available
at the CESAR data base3. In addition, other meteorological data like precipitation, ra-
diation and remote sensing are acquired at the tower and submitted to the CESAR data
base. Meteorological data at 60m height was obtained by averaging measured data at
40m and 80m. Also concentrations of gaseous compounds, including greenhouse gases,
are monitored at CESAR (Russchenberg et al., 2005; Vermeulen et al., 2011). The Na-
tional Institute for Public Health and the Environment (RIVM, the Netherlands) provided
hourly data from CO, NO, NO2, SO, SO2, and O3, but also daily PM1 measurements.
Data of ambient CO2, CH4 (both measured at 20m, 60m, 120m, and 200m height), and
Radon 222 (222Rn, measured at 20m and 200m height) is determined by ECN on a time
scale of 30 minutes. Figure 2.8b gives an overview of the available data of gas tracers
used within this work.
The following subsections explain the sampling conditions and the experimental set-ups
for the AMS, ACSM, and TD-PTR-MS during the respective measurement campaign at
the CESAR tower.
2.4.2. Experimental set-ups of the HR-ToF-AMS at the CESAR
tower
Because the exact location of the AMS and the used sampling inlets differed between the
campaigns in 2011 and 2012, the descriptions regarding the AMS are given separately for
each campaign.
2.4.2.1. November 2011
During the campaign in November 2011, the AMS was located in the basement of the
tower building and connected to the common aerosol inlet which samples at 60m height.
This inlet consisted of four PM10 size selective heads at the top, followed by a Nafion
dryer to keep the relative humidity (RH) of the sample air below 40%. The stainless
steel pipe, ranging from the aperture at 60m to the basement, has an inner diameter
of 0.5” (= 1.27 cm) and ends in a manifold, where the sampled air is distributed to a
variety of different instruments, each with its own sample flow. An overall sample flow
3http://www.cesar-database.nl
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of 60 L min−1 was adjusted inside the 60m pipe, assuring laminar conditions. The AMS,
the MAAP and the SMPS were connected to this manifold, together with instruments
providing temperature and RH data. For the AMS, the sample air was piped through
3m of a stainless steel tube (6mm inner diameter), before reaching a remote controlled
4-port valve to switch between measurements of sample air directly and particle free air
by using 2 HEPA filters in a row. Behind the valve, the remaining inlet was shared by
the AMS and a Butanol CPC (TSI 3022a), which data was acquired directly with the
AMS data acquisition software (DAQ4, version 3.1.0). Furthermore, a Vaisala HMP 235
was installed in-line between the remote valve and the CPC and provided temperature
and RH information of the sample air in the basement, again acquired directly with
the AMS DAQ. The CPC was equipped with an external pump to maintain an overall
sample flow of 380 mL min−1 within the whole inlet system between the manifold and
the two instruments. The total residence time of the sample air within this set-up was
approximately 84 seconds. The AMS acquired MS data using V- and W-mode alternately,
in addition to the determination of the size distribution in V-mode. Regarding the V-
mode only, a time resolution of 7 minutes was achieved. Measurements of filtered air were
performed every 2 to 3 days at different day and night times to determine representative
gas phase background, acquiring 4 to 5 data points of both MS modes. AMS calibration
intervals and results for 2011 and 2012 are described in subsection 2.1.1.
Very recent investigations showed that aerosol measurements through the 60m sampling
line underestimate each aerosol species by approximately 33%, most likely due to wall
losses and/or evaporation (Alex Vermeulen, ECN, personal communication). Therefore,
aerosol species and total masses obtained from this sampling line are divided by a factor
of 0.66 to account for these losses. This is done for all data derived from the MAAP and
SMPS, as well as AMS data from 2011.
2.4.2.2. May to July 2012
In contrast to 2011, the AMS was placed next to the MARGA and the TD-PTR-MS in the
tower ground level during the 2012 campaign, sharing the MARGA inlet (see subsection
2.4.1). Close to the MARGA entry of the polyethylene tube, a tee was installed with an
additional 50 cm long stainless steel tube (6mm inner diameter) towards the AMS remote
valve mentioned in subsection 2.4.2.1. The residence time was approximately 20 seconds.
Besides a different CPC model (here, a TSI 3786 was used), the set-up and all measuring
conditions remained the same as described in subsection 2.4.2.1. CPC data acquisition




2.4.3. Experimental set-up of the TD-PTR-MS at the CESAR tower
During the campaigns in 2011 and 2012, the TD-PTR-MS was located beside the MARGA
and sampled ambient aerosol and gas phases with separated inlets on the roof of the tower
building next to the MARGA inlet aperture at 5m height. Each aerosol inlet head was
equipped with a PM2.5 cyclone (URG-2000-30EN, URG Corporation, Chapel Hill, USA)
to remove coarse mode particles. Ambient aerosols are sucked through 10m long non-
insultated copper lines with an inner diameter (ID) of 6.5mm to the CTD collection
device. The sample flow of each aerosol inlet was maintained at 8 L min−1. The gas phase
inlet was located next to the aerosol inlet and consisted of a 10m PEEK tubing (ID =
1mm), which was heated to a temperature of 150◦C. From the sample flow of the gas inlet
(50mL min−1) the PTR-MS sub-sampled at a rate of 8mL min−1 (standard conditions).
Using this set-up, residence times of approximately 10 and 38 seconds for each aerosol
inlet and the gas phase inlet, respectively, were achieved.
2.4.4. Experimental set-up of the ACSM at the CESAR tower
Between July 2012 and June 2013, the ACSM was also located near the MARGA and
its sampling line was equal to the aerosol sampling set-up of the TD-PTR-MS. It used
also a PM2.5 cyclone and a 10m long copper line (ID = 6.5mm) with a sample flow of
9 L min−1 within this line, achieved by a bypump. From this flow, a subsample flow
of 1 L min−1 was diverted to a Nafion dryer and again splitted, resulting in a flow of
approximately 80mL min−1 introduced into the ACSM. This resulted in a total residence
time of approximately 18 seconds. The calibration procedures and results are stated in
subsection 2.2.1. As mentioned in section 2.2, the gas phase and instrument background
were excluded using an automated zeroing system (figure 2.3).
2.5. Statistical methods of organic aerosol data analysis
Ambient aerosols contain up to hundreds of thousands of different organic molecules,
which makes it impossible to distinguish between all these compounds using mass spectra
acquired either by the AMS, ACSM or TD-PTR-MS. Over the past years, the statist-
ical tool called Positive Matrix Factorization (PMF, Paatero and Tapper (1994); Paatero
(1997)) has been successfully used in ambient studies apportioning the measured organic
mass spectra in terms of source/process-related components (Zhang et al., 2011). PMF
assumes, that the original data set, containing variable mass spectra over time, is a linear
combination of a given number of so called factors, each with a constant mass spectrum,
but varying contributions over time. A scheme explaining the PMF factorization is shown
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in figure 2.9. These factors are attributed to different sources or processes for interpreta-
tion of ambient observations. Especially in the AMS/ACSM community, PMF has been
established and applied in numerous chamber (e.g. Chhabra et al. (2010); Craven et al.
(2012)) and ambient investigations (e.g. Aiken et al. (2009); Ulbrich et al. (2009); Mohr
et al. (2012)) of organic aerosols as a source apportionment technique, since these instru-
ments produce large data sets with high numbers of variables, precisely m/z. PMF is a
bilinear model, using a least squares algorithm. It does not need a priori information,
except that the variables have to be non-negative, representing real data sets.
Figure 2.9.: Scheme of Positive Matrix Factorization, applied to AMS/ACSM/TD-PTR-MS data sets; taken from Ulbrich
et al. (2009)
All three aerosol instruments mentioned above produce data sets of averaged mass
spectra, varying between each time point. This can be expressed by a matrix Xij where
the columns j are the variables (here the m/z) and each row i represents one averaged data
point (here a time point). In PMF Xij is approximated by the product of the matrices Gip
and Fpj, in addition to a matrix Eij as the model residual (equation 2.30). Each column
j of the matrix G represents the time series of a factor, and each row i of F represents
the profile (mass spectrum) of this factor. p is then defined as the number of factors of
the chosen model.
Xij = Gip · Fjp + Eij (2.30)
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The elements of G and F are fitted by iteratively minimizing the quality of fit parameter









Here, eij are the elements of the m · n residual matrix E and σij are the respective
uncertainty (or error) values, containing the measurement and model uncertainty. If all
points in the residual matrix are fit to within their expected error, then abs (eij/σij) ≈ 1
and the expected Qexp equals the degrees of freedom of the fitted data (m ·n−p · (m+n))
(Paatero et al., 2002). In case of the AMS and ACSM data sets, the product of the
matrix dimensions m · n are much higher than the term p · (m+ n), meaning that Qexp is
approximated by m ·n, the number of points in the data matrix X. As a result, the ratio
Q/Qexp should be around 1, assuming accurate error estimation (Ulbrich et al., 2009). If
Q/Qexp 1, the errors are underestimated or the degree of freedom, i.e. the number of
factor profiles, is chosen too low. An overestimation of the errors or overfitting by too
many factors is indicated by values Q/Qexp 1. In practice, error estimations are difficult
to perform in case of aerosol measurements. Therefore, instead of just gaining a Q/Qexp
value of 1 as quality parameter for the PMF analysis, the relative change of this ratio is
investigated across different model runs to choose a proper and reasonable PMF solution
by means of a relatively low Q/Qexp value and other criteria, which will be discussed
below. On the other hand, it is possible, that multiple local minima of Q/Qexp exist. To
find the global minimum, so called seed runs, that means additional solutions, can be
explored by starting the PMF2 algorithm from different pseudorandom values (Ulbrich
et al., 2009).
In this work, the PMF2- and the Multilinear Engine 2 (ME-2) solver (Paatero, 1999)
were used to solve the PMF algorithm. Neither the PMF nor the ME-2 solver gives inde-
pendently the one and only „right“ or „wrong“ solution. In fact, the user has to determine
a suitable and reasonable solution, including a proper number of factors. Choosing too
few factors may not explain every possible source or process by one factor (here a MS),
but may merge these information in one factor. When too many factors are chosen, „true“
factors may be split into two or more factors, which seem to have the same source or can-
not be assigned to known specific sources. In general, a higher number of factors means a
higher degree of freedom and thus, a lower quality parameter Q. But a strong decrease of
Q/Qexp after the addition of another factor indicates that a high amount of unexplained
variation is now embedded within the factors of the particular solution. That means, that
the minimization of the residual values, or in other words the unexplained variations are
used as another metric to determine a proper solution.
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Furthermore, PMF solutions are not unique due to rotational ambiguity (Paatero et al.,
2002). For these rotations, Q stays invariant with respect to rotations in space (explained
in equations 2.32, where T is a transformation matrix and T−1 is its inverse).
GF = G · T · T−1 · F (2.32)
There are two possibilities to reduce the ambiguity. A user-specific parameter called
FPEAK, denoted by ϕ for the global control of such approximate rotations (Ulbrich
et al., 2009; Paatero and Hopke, 2009), should be explored. FPEAK allows for examining
approximate or “distorted” rotations that do not strictly follow equation 2.32. Reff et al.
(2007) reported, that FPEAK values range between -1 and 1.
Another way to reduce rotational ambiguity is the addition of a priori information into
the model in form of constraining one or more profile factors or time series (all with non-
negative values), so that it does not rotate and it provides a rather unique solution. This
is done within the ME-2 solver (Paatero, 1999), which uses also the PMF2 algorithm and
provides a more efficient and sensitive exploration of the model space than is possible
with the global FPEAK tool. With the ME-2 solver it is possible to introduce a priori
information with a user given degree of freedom, defined by the a-value (Canonaco et al.,
2013). The a-value determines how much the output factor profiles fj,solution or time series
gi,solution are allowed to vary from the reference inputs (fj, gi), according to equations 2.33
and 2.34.
fj,solution = fj ± a · fj (2.33)
gi,solution = gi ± a · gi (2.34)
A ME-2 approach with all factor profiles (MS) fully constrained, meaning with an a priori
a-value = 0, is equal to the so called Chemical Mass Balance (CMB) approach (Canonaco
et al., 2013).
Besides the mathematical metrics mentioned above, factors need to be explored and val-
idated by means of their MS characteristics and/or by correlation of the time dependence
to so called external tracers, meaning time series of compounds like particulate nitrate,
sulphate, ammonium, chloride or black carbon. In addition, meteorological data like tem-
perature and wind direction, as well as gas phase tracers mentioned in subsection 2.4.1
and measured by collocated instruments are taken into account to assign the investigated
factors according to their source. As mentioned in chapter 1, the major sources for or-
ganic aerosols can be either of primary (POA) or secondary character (SOA). The first
group contains directly emitted organic aerosols like hydrocarbon-like (HOA), cooking
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(COA, Mohr et al. (2012); Sun et al. (2013)) or biomass burning organic aerosols (BBOA,
Aiken et al. (2010)). HOA subclasses are for example fossil fuel combustion or lubricating
oil. SOA are usually described by more oxygenated organic aerosols (OOA). The OOA
are categorized by their volatility and/or oxidation degree (e.g. O/C ratio), for example
into low-volatile OOA (LVOOA) and semi-volatile OOA (SVOOA) (Jimenez et al., 2003;
Lanz et al., 2007). Besides, also side specific OA like a methanesulfonic acid containing
factor (MSA-OA, Diesch et al. (2012); Schmale et al. (2013); Crippa et al. (2013c)) or
very oxidised OOA factors which correspond to humic-like substances (HULIS, Paglione
et al. (2014)) can be achieved from PMF/ME-2 calculations.
Reference mass spectra for PMF factors are available on the AMS mass spectral data
base (Ulbrich et al., 2009; Crippa et al., 2014), which can be used for comparing PMF
factor profiles, derived from AMS/ACSM data sets, with mass spectra obtained from
laboratory, chamber and ambient studies. Reference mass spectra from this data base are
also used as constrained factor profiles within the ME-2 solver in this work. Up to now,
no such data base is known for PTR-MS mass spectra.
2.5.1. Application of PMF to AMS data
For the present AMS data sets, the PMF2-solver software PMF Evaluation Tool (PET5,
Ulbrich et al. (2009)), version 2.06 beta, was used within Igor Pro 6.2.3.
The data and error matrices were extracted from the AMS high resolution data, eval-
uated according to subsection 2.1.1, as mass concentrations in µg m−3 over time, using
PIKA software. Before using the PMF algorithm, the matrices need to be prepared ac-
cording to Ulbrich et al. (2009). Briefly, a minimum counting error of 1 ion is applied,
and all isotopes are removed from the m/z list, since they do not contain any additional
information. After deleting values equal or below 0, all m/z with a signal-to-noise ratio
(SNR) between 0.2 and 2 were downweighted by a factor of 2, while m/z with a SNR below
0.2 were downweighted by a factor of 10 (Paatero and Hopke, 2003). The downweighting
is performed by multiplying the particular error values with 2 or 10, respectively. Due to
the fragmentation table (subsection 2.1.1.2), some information is repeated one or more
times. In case of organics, fractions of the concentration on m/z 44 (in high resolution
spectra CO+2 ) are also attributed to m/z 16, 17, 18, and 28 (using the fragmentation table
from Aiken et al. (2008)). Including these ions in PMF therefore gives additional weight
to the strong signal at m/z 44. To downweight the columns of these m/z ’s, the errors of
all mass concentrations on m/z 16, 17, 18, 28 and 44 are multiplied with the square root
of 5, so that in total they only contribute the m/z 44 signal once (Ulbrich et al., 2009).
5http://cires.colorado.edu/jimenez-group/wiki/index.php/PMF-AMS_Analysis_Guide
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The strategy to perform factor analysis and explore PMF solutions on AMS data sets
was mainly taken from Zhang et al. (2011). Here, solutions with 1 to 10 factors and a
FPEAK between -1 and 1 for each number of factors were investigated. After taking all
metrics mentioned above into account to find a proper solution, a high number of seed runs
(at least 50) is used to find the global minimum of Q/Qexp. The most abundant solution
scheme has automatically the highest probability and can therefore be considered as the
most likely „true“ solution. Finally, the bootstrapping (BS) method with replacement of
MS was used to estimate quantitatively the uncertainty in both the factor mass spectra
and time series (Ulbrich et al., 2009). BS is used to detect and estimate disproportionate
effects of a small set of observations on the solution and also, to a lesser extent, effects
of rotational ambiguity. BS data sets are constructed by randomly sampling blocks of
observations from the original data set. As recommended by the PMF manual of the
Environmental Protection Agency (EPA6, USA), at least 100 bootstrapping runs were
performed to gain a proper uncertainty estimation.
AMS data sets usually contain a much higher number of both data points and m/z
than ACSM data sets for example. Especially the high amount of variables increases the
computational time for using the PMF2 algorithm drastically. Because of these reasons,
the use of the ME-2 solver for AMS data was not part of this work.
2.5.2. Application of PMF/ME-2 to ACSM data
The extraction of ACSM data and error matrices as mass concentrations in µg m−3 over
time, as well as their preparation for PMF, was done within the ACSM Local software,
version 1.531 within IGOR Pro, version 6.2.3. The preparation procedure was almost
equal to that of AMS data sets (subsection 2.5.1). The only difference is due to the use
of a slightly different version of the fragmentation table (Allan et al., 2004) in the ACSM
software. Here, the information at m/z 44 is repeated only on m/z 16, 17, and 18, and
not on m/z 28. That means that in this case the error values of m/z 16, 17, 18, and 44
are multiplied with the square root of 4.
In contrast to AMS PMF, the IGOR Pro based ME-2-solver Source Finder (SoFi,
Canonaco et al. (2013)), version 4.8, was used to perform the PMF2 algorithm on ACSM
data. The overall source apportionment strategy was developed by Crippa et al. (2014)
and was used here in large parts. Briefly, unconstrained PMF runs were first investigated
with 1 to 10 factors and a moderate number of seeds (10 to 15) for each factor number.
If POA factor profiles like HOA or BBOA were found, site specific POA mass spectra




a-values. Since SOA factors have much higher variations between measurement sites in
terms of their MS than POA, it is not appropriate to constrain SOA factor profiles using
reference spectra derived from different locations (Canonaco et al., 2013). The scanning of
a-values for each constrained factor is called sensitivity test, where the degree of freedom
for each constrained factor is explored, at which reasonable solutions can still be obtained.
According to Crippa et al. (2014), HOA and COA MS should be more constrained (a-
value between 0 and 0.2) than BBOA MS (a ≈ 0.3), since the global variation of BBOA
by means of its profile is larger. In each step, either in unconstrained or constrained
approaches, the following criteria for finding a proper solution were used in this work:
• Q/Qexp was minimized.
• Factor profiles have reasonable mass spectra, as expected for the measurement site.
• Factor time series have high correlations with respective external data sets as de-
scribed in section 2.5.
• When a proper solution is found, seed runs (typically 50) are necessary to find the
global minimum for Q/Qexp.
2.5.3. Application of PMF to TD-PTR-ToF-MS data
Only few studies are reported in the literature, where PMF factor analysis was performed
on organic aerosol, measured by other than AMS or AMS based aerosol instruments. Wil-
liams et al. (2007) and Williams et al. (2010b) applied PMF to aerosol composition data
derived from the thermal desorption aerosol gas chromatograph (TAG), using standard
electron impact ionization similar to AMS. In the context of PMF, PTR-MS data was used
by Slowik et al. (2010) and Crippa et al. (2013a) for combined gas-particle phase source
apportionment. For that, a limited number of ion signals, derived from PTR-MS gas
phase measurements were implemented into the data/error matrices of a collocated AMS.
Factor analysis of these combined matrices provided information about organic aerosol
sources and their corresponding precursor VOC. Difficulties arose from the fact, that two
different aerosol instruments with different responses on organic compounds were com-
bined. That means that care has to be taken when weighting the uncertainties estimated
by each instrument (Slowik et al., 2010).
Due to the unique character of the thermal desorption PTR-MS used in this work,
a factor analysis of organic aerosol compounds, measured with proton transfer reaction
ionization technique, was not reported so far. There are a number of publications showing
reference mass spectra derived from laboratory gas phase measurements with a commercial
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PTR-MS (e.g. Spanel et al. (2002a,b); Dryahina et al. (2004)). Though, it is not certain,
to what extend these spectra are comparable with mass spectra, derived from aerosol
phase PMF solutions of a TD-PTR-MS.
The values in the data and error matrices were calculated as mass concentrations in µg
m−3. Mass concentrations which were obtained at a thermal-desorption temperature of
50◦C were completely discarded due to a generally low signal-to-noise ratio at most m/z.
In principle, AMS organic fraction contains all compounds which vaporize at a temper-
ature of 600◦C. To compare factor analysis results of AMS and TD-PTR-MS total organic
fractions, the PTR-MS mass concentrations of each ion were summed over all thermal-
desorption temperatures, derived from one sampling period, but still separated by the






The preparation, performance and investigation of PMF analysis on TD-PTR-MS data
was also done with the PMF2-solver software PMF Evaluation Tool (PET, version 2.06
beta). Here, all values equal or below 0 are deleted. After that, all m/z with a signal-
to-noise ratio (SNR) between 2 and 0.2 were downweighted by a factor of 2, while m/z
with a SNR below 0.2 were deleted. Due to different peak fittings and attributions of
formulas to ion signals comparing to AMS data evaluation, 13C isotopes are not removed
in TD-PTR-MS matrices. For each approach, PMF solutions with 1 to 15 factors and a




In the following sections the observations of the measurement campaigns at CESAR are
described separately for the periods November 2011 (section 3.1), May to July 2012 (sec-
tion 3.2) and the ACSM campaign 2012 to 2013 (section 3.3). The aerosol composition
results obtained by the AMS, the ACSM, and the TD-PTR-MS are compared to each
other. Furthermore, the observations are compared and related to meteorological events
and other collocated instruments mentioned in section 2.4.1. Details on the corresponding
calibration results and data analysis are given in the appendix (sections A.1, A.2, and
A.4). Times are in UTC (Universal Time, Coordinated), if not otherwise stated.
3.1. AMS Campaign 2011
3.1.1. Meteorological conditions and aerosol composition as
observed with the AMS
Figure 3.1 gives an overview of the meteorological conditions during the campaign in
November 2011, including wind speed and wind direction (a), temperature (b) and relative
humidity (c), measured at both the inlet and at the manifold of the 60m sample line.
The bottom graph (d) displays precipitation (time resolution: 10 minutes) and Radon-222
data.
From 08.11. to 20.11.2011 the air originated mainly from southerly and easterly direc-
tions with moderate wind speeds between 0.4m s−1 and 10.2m s−1 (average: 5.0m s−1).
On 20.11. and 21.11.2011, only low wind speed was observed with changing directions,
followed by a period which was dominated by southerly and westerly wind directions and
wind speeds varying from 5 to 15m s−1. The temperature and RH at the manifold was
obtained with a Vaisala HMP 235 (operated by TNO, The Netherlands), reflecting the
actual conditions of the sample air when entering the instruments. Detailed information
on the temperatures and relative humidities is presented in table 3.1. At the manifold
















































































Figure 3.1.: Meteorological overview of the 2011 campaign: a) Wind direction (0°/360°, 90°, 180°, and 270° represent
North, East, South, and West, respectively) and wind speed (grey) at 60m height. b) and c) temperature (red) and relative
humidity (blue), measured at the inlet (ambient, dark colours) and at the manifold (light colours) of the 60m sampling
line. d) Precipitation (turquoise) and Radon-222, measured at 20m (dark green) and 200m (light green). The period with
the highest aerosol mass loading (see below) is highlighted in light green.
Table 3.1.: Overview of the temperatures and relative humidities in 2011, measured at 60m height and at the sampling
line manifold in the basement of the tower.
Minimum Maximum Average
Ambient temperature [°C] 4.2 9.5 6.7
Temperature manifold [°C] 16.9 21.3 18.7
Ambient relative humidity [%] 64.2 104.7 87.1
Relative humidity manifold [%] 26.2 59.3 36.6
The average diurnal variation of both temperatures, the ambient at 60m and at the
manifold (see figure A.1), shows the highest values in the afternoon at around 2 to 3 pm
and the lowest at around 4 to 5 am (local time, LT). The difference between the inlet at
60m and the manifold is approximately 12◦C, as also seen in table 3.1.
Vertical profiles of the ambient temperature and relative humidities are routinely meas-
ured at the CESAR Tower with a time resolution of 10 minutes. Here, the so called equi-
valent potential temperature θ was considered, determined according to Bolton (1980).
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There, θ is defined as the temperature an air parcel would reach if it was brought adia-
batically to standard pressure and the water content of the parcel would condense.
The left plot of figure 3.2 illustrates height profiles of θ, obtained during the night to
23.11.2011, the other at 11 am (LT) on 22.11.2011 and at 12 am (LT) on 23.11.2011. The
picture on the right shows the CESAR tower at 11 am (LT) on 22.11.2011. The first two
profiles show so called temperature inversion. That means, the potential temperature is
rising with height, opposite to the expected behaviour. Such profiles were characteristic
for this campaign and seen in several periods, mainly in the night-time and mornings. In
general, a temperature inversion can be used as an indicator for the height of the so called
stable boundary layer (SBL), because an inverted temperature profile prevents mixing of
air masses to higher levels (Stull, 1988). Details of the SBL and the vertical structure of
the atmosphere are given e.g. by Stull (1988) and Wallace and Hobbs (2006). According
to Wallace and Hobbs (2006), the observed first two profiles in figure 3.2 indicate that the
AMS was sampling within the stable boundary layer. Later during the day of 23.11., the
stable layer rose due to radiative heating, and the so called mixed layer grew from the
ground to above the 60m inlet line. This causes the almost invariant temperature profile
up to 200m at 12 am (LT) on 23.11.2011. Similar observations were seen in previous
studies at the CESAR tower (Ulden and Wieringa, 1996), defining the height of the SBL
as done here.
The cloud layer seen in the picture on the right at around 40m - 80m may be a visual
sign for the transition between the stable boundary layer with the residual layer. A
confirmation for the assumption above would be given by remote sensing measurements
using LiDAR instruments, which are able to determine the layer heights more precisely
(Seibert et al. (2000), and references herein). Unfortunately, such data was not available














Equiv. pot. Temperature [°C]
 22.11., 11 am (LT)
 22.11., 10 pm to 23.11., 3 am (LT)
 23.11., 12 am (LT)
AMS sampling height
Figure 3.2.: Left: Height profiles of ambient temperature, averaged between 22.11., 10 pm to 23.11., 3 am (LT, red), on
22.11., 11 am (LT, blue), and on 23.11., 12 am (LT, black). Right: Picture of the tower, made on 22.11., 11 am (LT).
Figure 3.3 shows the temporal evolution of mass concentrations (stacked) and mass
fractions of black carbon (BC, black), organics (Org, green), nitrate (NO3, blue), sulph-
ate (SO4, red), ammonium (NH4, orange), and chloride (Chl, pink) as measured by the
AMS in November 2011. Different meteorological conditions are indicated by different-
coloured backgrounds, while precipitation events are displayed through sharp blue rect-
angles. AMS mass concentrations were determined using the composition dependent
collection efficiency (CDCE) correction by Middlebrook et al. (2012) and a correction for
sampling line losses as described in subsection 2.4.2.1. The AMS collection efficiency as
a function of time is given in figure A.4 in the appendix. The average CE over the entire
campaign was 0.49. Particulate water is also added to the plot and was calculated using
a RIE of 2 (Mensah et al., 2012).
Gaps in the time series are caused by a power supply problem (12.11. and 14.11.) and
routine calibrations and maintenance (16.11. and 22.11.). Shorter data gaps occurred
because of filter measurements, which data was excluded in all of the following data plots.
All time series of data measured from other instruments than the AMS were synchronized
to AMS data.
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Figure 3.3.: Aerosol composition during the 2011 campaign. Top panel: Time series of mass fractions individual species.
Bottom panel: Stacked time series of mass concentrations of aerosol species. Particulate water was not considered for the
determination of the total mass and mass fractions due to its large uncertainty. The time period with southerly and easterly
wind directions is highlighted in beige. The time of calm northerly winds is indicated by a red background. The period
with southerly and westerly wind directions is illustrated in green. The sharp blue rectangles represent precipitation events.
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The average fractional abundance of each individual species is displayed on figure 3.4
(a), together with the average diurnal patterns (b). Detailed information about Excess-
NH4 is given in subsection 3.1.1.2. An average total mass concentration of 9.26 µg m−3
was observed, dominated by BC and organics, which together contributed 50%. Note,
that particulate water was not considered for the determination of total mass loadings
and mass fractions of individual species. The characteristic diurnal behaviour of nitrate
(night time maximum) and sulphate (maximum during the day) can be seen, reflecting
their different formation and loss mechanisms (see also chapter 1). While SO4 is produced
mainly photochemically from gaseous SO2, particulate NO3 is formed by heterogeneous
conversion of N2O5 in the night and from HNO3 during day-time. Despite the high
volatility of NH4NO3, NO3 did not decrease significantly during the day. This may be
due to small differences in temperature between day- and night-time (only < 1◦C outside
the tower and slightly > 1◦C at the manifold). In total, an anti-correlated temporal
behaviour of NO3 and SO4 is seen, as also shown by the variation of the mass fractions
in figure 3.3, upper panel. The diurnal pattern of the total particulate mass, as well as
of BC and organics, had maxima during the night and in the morning/noon-time. The
maxima of BC can be attributed to traffic (morning and evening rush hours) and biomass

































Figure 3.4.: a) Average contributions of aerosol species and b) their diurnal variations (LT) in 2011
Mainly four scavenging precipitation events are identified, which may explain the rapid
drops of the particulate masses (down to about 0.4µg m−3) in the evenings of 25.11.,
27.11., and the night of 30.11.2011. High mass loadings (up to approximately 27 µg m−3)
were observed between 22.11. to 24.11.2011, corresponding with high concentration of
Radon-222 (222Rn), measured at 20m height (see figure 3.1d). Since soil is known to
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be the main source of 222Rn, this inert radioactive compound is commonly used as a
tracer for atmospheric vertical mixing (Williams et al. (2010a), and references herein).
The high 222Rn concentration and large differences between 222Rn values at 20m and
200m may therefore be an evidence, that at this time the AMS sampled within the stable
boundary layer. Thus, it measured the fresh surface emissions accumulating in the stable
boundary layer, resulting in high aerosol mass concentrations. This may explain the high
mass loadings found during the nights within the diurnal pattern of the total particle
mass and individual species like BC and organics (figure 3.4b). The drop of the total
aerosol concentration during the day of 23.11. is accompanied by a large drop of 222Rn
concentration at 200m, emphasizing this assumption. The interim high mass of 222Rn
concentration at 20m during this day may be a result of the rising SBL, transporting air
with high 222Rn concentration to the 20m sampling position. The height profiles of the
equivalent potential temperature θ as shown in figure 3.2 suggest this whole scenario as
well.















































































Figure 3.5.: Polar graphs of individual species in 2011, colour-coded by time. The radii represent the respective mass
concentration in µg m−3, the angles show the cardinal directions, with the tower in the centre of the plots. Attention should
be paid on the different radius scales.
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As mentioned, the air masses originated from the West, South, or East during the
2011 campaign. Figure 3.5 shows polar graphs of individual species, illustrating their dir-
ectional origins, weighted by the respective mass loading. All plots are colour-coded by
time. It is not surprising, that the highest average contributions of each compound origin-
ated from these three directions (West, South, and East), while SO4 mass concentrations
showed the highest values coming from easterly and southern easterly directions.













Figure 3.6.: Average diurnal variations (LT) of the AMS or-
ganic and inorganic nitrate fraction in 2011.
Following the procedure described in sub-
section 2.1.1.5, the total NO3 content was
sub-classified to its organic (OrgNO3) and
inorganic fraction (InOrgNO3). Figure 3.7
displays the campaign time series of both
fractions, figure 3.6 shows their averaged
diurnal patterns. An average mass frac-
tion of 40% was observed for OrgNO3 (av-
erage concentration: 0.91µg m−3) in re-
spect to total NO3 in November 2011, and
in consequence 60% of total nitrate was
inorganic (average concentration: 1.39 µg
m−3). Most periods with high total NO3
mass concentration showed high InOrgNO3
fractions. During precipitation events, the
InOrgNO3 concentration decreases to zero,
while organic nitrates were still observed (approximately 0.1 µg m−3). This indicates, that
inorganic nitrate, which can be assumed to be NH4NO3, is more effectively scavenged by
precipitation than organic nitrates. Both nitrate fractions show maximum concentration
in the afternoon and night-time, followed by a decrease until the morning hours. Note
that the decrease of OrgNO3 had a slight delay of one hour compared to the inorganic
fraction. Furthermore, an additional maximum of OrgNO3 at around 1 pm was seen.
Unfortunately, no MARGA data was available for November 2011. Therefore, the
presence of other inorganic nitrate salts like Mg(NO2)2, NaNO3, or Ca(NO3)2 could not
be estimated. However, MARGA data from 2012 to 2013 showed only low concentrations
of particulate Mg+, Na+, and Ca+ (sum average = 0.1µg m−3). Thus it can be assumed
that these salts do not have a significant influence on the NO+2 /NO+ ratio at this site
although it could not be excluded explicitly.
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Figure 3.7.: Time series of the AMS organic and inorganic nitrate fraction in 2011. The time period with southerly and
easterly wind directions is highlighted in beige. The time of calm northerly winds is indicated by a red background. The
period with southerly and westerly wind directions is illustrated in green. The sharp blue rectangles represent precipitation
events.












Figure 3.8.: Average diurnal variation (LT) of the Excess-
NH4 mass concentration in 2011.
An ion balance of the inorganic aero-
sol compounds was determined using the
equation described in subsection 2.1.1.6.
Consequently, only the inorganic nitrate
fraction was considered to neutralize NH4
to NH4NO3. In figure 3.9a, the measured
NH4 mass concentration is plotted against
the predicted NH4 concentration resulting
from the ion balance. Within the meas-
urement accuracy, a significant excess of
NH4 was obtained during almost the whole
campaign. The time series of this Excess-
NH4 is displayed in figure 3.9b and had an
average of 0.13 µg m−3. The average con-
tribution to total NH4 reached 12%, rep-
resenting 1% of the total aerosol mass in
November 2011. Figure 3.8 shows a maximum at 7 pm and a minimum at 8 am of the
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diurnal variation of Excess-NH4. Note, that using the total NO3 for the aerosol ion bal-
ance, the predicted NH4 concentration would exceed the measured NH4. As shown in the
appendix (figure A.2), this would indicate acidic particle conditions almost over the entire





















11.11.2011 16.11.2011 21.11.2011 26.11.2011 01.12.2011
Date
Fit:



























Figure 3.9.: a) Correlation plot of measured against predicted NH4 in 2011. Error bars represent uncertainties of the NH4
prediction. A slope of 1.15 ± 0.00 was determined. b) Time series of Excess-NH4 in 2011. The time period with southerly
and easterly wind directions is highlighted in beige. The time of calm northerly winds is indicated by a red background. The
period with southerly and westerly wind directions is illustrated in green. The sharp blue rectangles represent precipitation
events.
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3.1.1.3. Chemical size distribution
Averaged size distribution of each AMS species is shown in figure 3.10. A mode diameter
of around 500 nm for all inorganic compounds was found. For unknown reasons, the
size distribution of the organic fraction showed a high scattering in most periods of the
campaign, as well as for the campaign average. On 08.11. and 09.11.2011, the scattering
was less dominant, and therefore the size distribution during this time was used in figure
3.10. The averaged size distribution for organics over the entire campaign is shown in the
appendix (figure A.3). The grey line represents the size distribution of the total inorganic
signal. In contrast to the inorganics, significant contribution to the organics arose from
particles smaller than 100 nm (Dva). Below a diameter of 270 nm organics dominated
over inorganic contributions. During the period of 08.11. to 09.11.2011, particles with a
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Figure 3.10.: Average size distribution of individual species and the total inorganics, measured by the AMS in November
2011. The green line represents the average for organics on 08.11. and 09.11.2011.
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3.1.2. Comparison of measurements of total PM1 mass
The SMPS system was measuring at the manifold of the 60m sampling line during the
whole campaign in November 2011. Data was processed as described in subsection 2.4.1,
including the application of a correction for sampling line losses, mentioned in subsection
2.4.2.1. The time resolved particle density, used for the determination of the SMPS mass
concentration, had an average of 1.61 g cm−3 and is given in the appendix (figure A.6),
as well as the SMPS size distribution (figure A.5).
Over the whole AMS campaign, an average SMPS mass concentration of 17.4µg m−3
was found with a minimum value of 0.46 µg m−3 and a maximum of 65.4 µg m−3. Figure
3.11 shows the time series (a) and a correlation plot (b) of the AMS + MAAP and SMPS
total aerosol mass.
Though a good correlation is observed (R2 = 0.89), the combined mass concentrations
measured by AMS and MAAP, only explains approximately 52% of the total SMPS
observation. The SMPS measured particles with electro-mobility diameters (Dem) in
the range of 9.4 nm to 516 nm. By definition, the electro-mobility diameter needs to be
multiplied with the particle density (%P ) and the particle shape factor (SF ) to calculate
to corresponding vacuum aerodynamic diameters (Dva), according to equation 3.1. This
equation is used assuming spherical particles (DeCarlo et al., 2004).
Dva = Dem · %P · SF (3.1)
Using the determined average particle density of 1.61 g cm−3 and a shape factor of 1,
the Dva range of particles measured by the SMPS was between 15 nm to 830 nm. As
mentioned in section 2.1, the transmission of the AMS aerodynamic lens was reported
to decrease for particles with a Dva smaller than 50 nm and larger than 500 nm (Jayne
et al., 2000). A specific transmission curve for the aerodynamic lens used in this work
was not determined. Further analysis showed that only approximately 50% of the SMPS
total mass originated from aerosols with sizes between 60 nm to 600 nm over the entire
campaign. To account for the transmission losses of the AMS, particles outside this
size range were excluded from SMPS mass data. The resulting correlation to the AMS,
displayed in figure 3.12, shows a high quantitative agreement. This illustrates, that the
differences observed between both instruments are most likely due to the different cut-off
sizes.
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MassAMS+MAAP = 0.94 x MassSMPS + 1.03
R2 = 0.79
 1:1
Figure 3.12.: Correlation plot of of AMS+MAAP and SMPS mass concentrations in 2011. Here, only a Dva range of
60 nm to 600 nm was considered for the determination of the SMPS mass.
3.1.3. Comparison of organic aerosol mass measurements
Suitable data from the TD-PTR-MS was available from 02.11. to 01.12.2011, where 648
ions with m/z between 27 and 1143 were detected. A list of the detected ions is shown
in the appendix (see section A.4). The total signal of organic aerosol was calculated as
the sum of all organic ions and is referred to as PTR-OA hereafter. PTR-OA concentra-
tions from both inlets show good agreement (see figure A.7). Thus their time series can
be combined, sorted by the acquisition time. The merged PTR-OA showed an average
of 0.91µg m−3 over the whole TD-PTR-MS campaign, and an average of 0.86µg m−3,
considering only the time period of the AMS campaign (08.11. to 01.12.). A comparison
with AMS-OA is given in figure 3.13.
While an R2 of 0.70 indicates a good correlation between the two instruments in terms
of time trends, the TD-PTR-MS measured only approximately 31% of the AMS-OA. This
is in agreement with previous studies, where the same TD-PTR-MS system was compared
with an HR-ToF-AMS in ambient measurements at CESAR in Cabauw 2008 (R2 = 0.64;
PTR-OA/AMS-OA ≈ 30% - 85%; Mensah et al. (2012)) and during the CalNex 2010
campaign in Los Angeles, USA (R2 = 0.60; PTR-OA/AMS-OA ≈ 50%; Holzinger et al.
(2013)).
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As discussed in Holzinger et al. (2010b) and Holzinger et al. (2010a), lower mass con-
centrations of the TD-PTR-MS can be expected due to the following reasons:
(i) Only detected ions were accounted for the calculation of TD-PTR-MS mass con-
centrations. In contrast, the AMS data analysis considers the contribution of neutral
fragments to the ion signals, based on the well known properties of electron impact ion-
ization.
(ii) While the AMS vaporizer was set to 600◦C, the CTD cells of the TD-PTR-MS
operated at 350◦C, meaning that low-volatile compounds were potentially only partially
vaporized by the CTD cell and therefore not detected properly by the PTR-MS.
(iii) Both, the CTD cell and the vaporizer of the AMS produce species like CO2 and H2O
due to thermal combustion of organic molecules. These can be detected and accounted














Figure 3.14.: Averaged diurnal variations (LT) of PTR-OA
from both inlets and from merged data in 2011. Note that
PTR-OA data was pre-averaged to a resolution of 3 hours.
Due to the low time resolution, PTR-OA
data was pre-averaged to 3 hours before a
determination of the diurnal pattern. Fig-
ure 3.14 displays the daily variation, ob-
tained from both inlets separately and from
merged data. Similar to their time series,
also the averaged variations over the day
agree well. PTR-OA shows maxima in the
late evening/night-time and minima dur-
ing the morning/noon-time. The last is in
contrast to the AMS-OA diurnal variation,
where a second maximum at noon-time was
observed. This discrepancy can be used to
further investigate which fraction of OA is
detected or discriminated by the TD-PTR-
MS in more detail in subsection 4.1.3.1.
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3.2. AMS Campaign 2012
3.2.1. Meteorological conditions and aerosol composition as
observed with the AMS
The meteorological overview in figure 3.15 shows more frequent wind direction changes
with longer periods of northerly winds than in 2011, especially from the beginning until
27.06.2012. After that day, southerly and westerly wind directions dominated until the
end of the campaign. Wind speeds remain moderate with an average of 4m s−1 and a
maximum of 13m s−1. Ambient humidity and temperature data were obtained at 2m
height, while the inlet was monitored by an in-line installed Vaisala HMP 235. Since the
sample air was not dried in 2012, higher RH values than 2011 were measured in the inlet,
but still ca. 30% of RH lower than outside the building, as also seen in table 3.2. This
difference is a result of the temperature gradient between both positions of ca. 9◦C.
Table 3.2.: Overview of the temperatures and relative humidities in 2012, measured at 2m height and from the Vaisala
HMP 235, connected in-line of the AMS inlet.
Minimum Maximum Average
Ambient temperature [°C] 2.4 28.0 15.3
Temperature AMS inlet [°C] 20.5 29.1 24.0
Ambient relative humidity [%] 30.5 101.3 77.0
Relative humidity AMS inlet [%] 23.0 86.7 47.6
Higher variations of ambient temperature and humidity were observed comparing to
2011, as also seen in the averaged temperature diurnal variation in the appendix (figure
A.8). The daily minima and maxima are located as expected. As mentioned in subsection
3.1.1, a vertical temperature inversion is used as an indicator of the stable boundary
layer height, as often seen during the 2011 campaign (see figure 3.2). In 2012, only
minor differences within the temperature height profiles were found, which means that
the ambient air was well mixed at this height at most times. This is also seen in the 222Rn
data obtained at 20m and 200m height, where 222Rn at 20m is only rarely higher than
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Figure 3.15.: Meteorological overview of the 2012 campaign: a) Wind direction (0°/360°, 90°, 180°, and 270° represent
North, East, South, and West, respectively) and wind speed (grey) at 10m height. b) and c) temperature (red) and relative
humidity (blue), measured at 2m height (ambient, dark colours) and at the AMS inlet (light colours). d) Precipitation
(turquoise) and Radon-222, measured at 20m (dark green) and 200m (light green). High mass periods are indicated by
green backgrounds. The time period with easterly wind directions and high organic contribution is highlighted in red.
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Similar to the AMS campaign in 2011, filter measurements, maintenance and calibra-
tions caused data gaps in the 2012 time series from May to July 2012. Furthermore, a
power failure prevented measurements from 03.07. to 04.07.2012. Additional gaps oc-
curred due to problems concerning the MARGA, which was sharing the same inlet with
the AMS, and a problem with the water-CPC (16.05.). An overview of the aerosol com-
position, including mass concentrations and mass fractions of individual species is given
in figure 3.16. The AMS collection efficiency during this campaign had an average of 0.48,
its time series is shown in the appendix (figure A.10). Since the AMS measured at 5m
height in 2012, no correction for sample line losses was applied.
The average total mass concentration in 2012 was 6.40µg m−3. Several periods with
high aerosol mass loadings were observed. Between 20.05. to 23.05. in the afternoon,
the total mass concentration increased continuously up to 35.0µg m−3 with an average of
19.0 µg m−3. During this time, northerly and north westerly wind directions dominated
and NO3 and organics were the dominant species. NO3 and organics also dominated the
aerosol composition during the high mass period on 05.07. and 06.07.2012. This period
showed high 222Rn, which would argue for a stable boundary layer height of at least 20m
and explain the high mass loadings (see subsection 3.1.1). On the other hand, no signi-
ficant temperature inversion was seen in any height between 2m and 200m at this time.
High night-time mass concentrations of NO3 caused other peaks in mass concentration,
like in the nights on 31.05., 15.06, and the nights between 19.06. to 21.06.2012.
During most periods with low mass loadings, the relative abundance of sulphate in-
creased and had sometimes even the highest contributions. The rapid decrease of particle
mass on 31.05., 21.06., or 06.07. is correlated with precipitation events (see figure 3.15,
bottom graph). The mass concentration drop on 23.05. is most likely due to the change
to easterly winds until 28.05.2012. During this period the total mass decreased to an
average of 6.60 µg m−3, while the contribution of organics was the highest observed in the
entire campaign (average: 60%, maximum: 78%).
As seen in figure 3.17a, organics, nitrate and sulphate were the dominant species over
the entire campaign in 2012, contributing 32%, 21%, and 24%, respectively. The diurnal
variation of NO3 (figure 3.17b) shows a night-time/morning maximum and low values
during the day and in the evening, as a result of the volatility of NH4NO3. BC shows
a maximum in the morning, while high sulphate concentrations were observed during
noon and the afternoon. The variation of the total particulate mass followed largely the
pattern of NO3 and the organics. The polar graphs in figure 3.18 show that high mass


















































































































Figure 3.16.: Aerosol composition during the 2012 campaign. Top panel: Time series of mass fractions of BC, Org,
NO3, SO4, NH4, Chl, and particulate water. Bottom panel: Stacked time series of mass concentrations of aerosol species.
Particulate water was not considered for the determination of the total mass and mass fractions due to its large uncertainty.
High mass periods are indicated by light green backgrounds. The time period with easterly wind directions and high organic
contribution is highlighted in red. The sharp blue rectangles indicate main precipitation events.
68






























Figure 3.17.: a) Average contributions of aerosol species and b) their diurnal variations (LT) in 2012















































































Figure 3.18.: Polar graphs of individual species in 2012, colour-coded by time. The radii represent the respective mass
concentration in µg m−3, the angles show the cardinal directions, with the tower in the centre of the plots. Attention should
be paid on the different radius scales.
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Figure 3.19.: Time series of the AMS organic and inorganic nitrate fraction in 2012. High mass periods are indicated by
green backgrounds. The time period with easterly wind directions and high organic contribution is highlighted in red. The















Figure 3.20.: Average diurnal variations (LT) of the AMS
organic and inorganic nitrate fraction in 2012
The times series of the organic (OrgNO3)
and inorganic nitrate fraction (InOrgNO3)
obtained in 2012 can be seen in figure 3.19,
the respective average diurnal variation in
figure 3.20. An average OrgNO3 mass con-
centration of 0.22 µg m−3 was observed,
less than comparing to 2011 (0.91µg m−3).
Simultaneously, the average concentration
of InOrgNO3 increased slightly (1.47 µg
m−3; 2011: 1.39 µg m−3). This results in
a contribution of OrgNO3 to the total NO3
mass of 13%, which is much less than seen
in 2011 (40%). As in 2011, periods with
high total NO3 concentrations were dom-
inated by inorganic nitrates. The diurnal
variation of InOrgNO3 showed a maximum
during the morning hours and minima at noon time and at 7 to 8 pm. Due to the low
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mass concentration of OrgNO3, a distinctive diurnal pattern could not be observed.
MARGA PM1 measurements during May and July 2012 showed, that the sum of Mg,
Na, and Ca mass concentrations have low contribution to particulate mass (average sum:
0.09 µg m−3). Thus significant influence of their nitrate salts to total nitrate and the
variability on the NO+2 /NO+ ratio can be excluded.












Figure 3.21.: Average diurnal variation (LT) of the Excess-
NH4 mass concentration in 2012.
Figure 3.22a shows the measured NH4 mass
concentration plotted against the predicted
NH4 concentration resulting from the de-
termined ion balance of all inorganic aer-
osol species. A slope of 1.05 indicates the
presence of Excess-NH4 in 2012 within the
measurement uncertainty. As expressed
in figure 3.22b, the highest mass concen-
tration of Excess-NH4 were observed espe-
cially during the high mass periods high-
lighted in green. An average Excess-NH4
concentration of 0.05µg m−3 was determ-
ined, resulting in average mass fractions of
5% and 1% with respect to total NH4 and
total aerosol mass. Excess-NH4 occurred
mainly in during the high mass events from
20.05. to 23.05. and on 05.07. and 06.07.2012. Therefore, a representative diurnal vari-
ation could not be achieved (figure 3.21).
Due to the low OrgNO3 fraction of 13% over the entire campaign, the use of the total
NO3 mass for the ion balance instead of the InOrgNO3 concentration (see A.9) did not





















































Figure 3.22.: a) Correlation plot of measured against predicted NH4. Error bars represent uncertainties of the NH4
prediction. A slope of 1.05 ± 0.00 was determined. b) Time series of Excess-NH4 in 2012. High mass periods are indicated
by green backgrounds. The time period with easterly wind directions and high organic contribution is highlighted in red.
The sharp blue rectangles represent precipitation events.
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3.2.1.3. Chemical size distribution
Figure 3.23 displays chemically resolved size distributions, measured by the AMS and
averaged over the whole campaign. The curve of the total mass, as well as of the organics
and SO4, shows a mode diameter of approximately 460 nm. For NO3 and NH4, slightly
higher mode diameters are seen (around 490 nm). Organics showed the largest contribu-
tion in particles with diameter below 290 nm. Aerosols with diameters ≤ 100 nm (Dva)
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Figure 3.23.: Average size distribution of individual species and the total mass, measured by the AMS from May to July
2012
3.2.2. Comparison of measurements of total PM1 mass
The time series of the total masses, derived from the SMPS on the one hand and from the
sum of aerosol species, measured from the AMS and MAAP, on the other, are displayed
in figure 3.24a. The SMPS mass concentration, which was again determined using the
AMS particle density (average: 1.64 g cm−3; see figure A.12), had a campaign average
of 12.1 µg m−3, a minimum of 0.92 µg m−3 and a maximum of 73.6 µg m−3. One should
note, that the SMPS was sampling at the 60m inlet, meaning that its data was again
corrected for particle losses at this sampling line. This correction was also done for BC
data, but not for AMS mass concentrations, since the last was sampling at 5m height.
Although the instruments were sampling at different heights, the correlation, as shown in
figure 3.24b, is in agreement with the comparison between the data sets in 2011. Again,
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the combination of AMS and MAAP data resulted in about 52% of the SMPS mass over
the entire campaign, showing a good correlation coefficient (R2 = 0.85 using 8160 data
points). In case when only particles of a Dva range from 60 nm to 600 nm are considered
for the determination of SMPS mass (see subsection 3.1.2), the comparison between the
data sets shows high quantitative agreement over the whole campaign (figure 3.25). Again,
this shows the large impact of the different cut-off sizes on this particular correlation.
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MassAMS+MAAP = 0.52 x MassSMPS + 0.41
R2 = 0.85
 1:1
Figure 3.24.: Time series (a) and correlation plot (b) of AMS+MAAP and SMPS mass concentrations in 2012
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MassAMS+MAAP = 1.10 x MassSMPS + 0.10
R2 = 0.84
 1:1
Figure 3.25.: Correlation plot of AMS+MAAP and SMPS mass concentrations in 2012. Here, only a Dva range of 60 nm
to 600 nm was considered for the determination of the SMPS mass.
3.2.3. Comparison of inorganic aerosol mass
The Monitor for Aerosol and Gases (MARGA) shared the AMS inlet during the whole
campaign in 2012, acquiring hourly data alternately with a PM1 and a PM2.5 inlet. Due
to technical problems, no MARGA data is available between 26.05.; 9 pm to 12.06.; 2 pm
and between 13.06.; 1 am to 15.06.; 11 pm (all in UTC). In this work, only PM1 MARGA
results are presented to compare with AMS data, which is considered a PM1 instrument.
The time series of particulate Chl, NH4, SO4, and NO3 from the MARGA (black lines)
and AMS (coloured dots) can be seen in figure 3.26. Table 3.3 shows the slopes, intercepts,
and the correlation coefficients (Pearsson R2) from the comparison of inorganic aerosol
species between the AMS and the MARGA. For every comparison, 396 data points were
used. The corresponding correlation graphs are given in the appendix (figure A.13). Both
instruments showed good qualitative agreement during the whole campaign in case of all
four investigated compounds. Comparing to the MARGA, the AMS measured 51% to
61% of individual species and 60% of the total inorganic mass, which is consistent with






































Figure 3.26.: Time series of particulate Chl, NH4, SO4, and NO3, measured by the AMS (coloured dots) and the MARGA
(black lines) between May to July 2012
Table 3.3.: Results of the AMS to MARGA comparison from four particulate inorganic species and the total inorganic
mass (396 common data points) between May to July 2012
slope intercept [µg m−3] R2
Chl 0.51 0.02 0.83
NH4 0.61 0.14 0.93
SO4 0.55 0.23 0.83
NO3 0.60 0.09 0.92
Total Inorganics 0.60 0.38 0.92
The quantitative discrepancies between the AMS and the MARGA may be explained
by the different measurement techniques themselves. The MARGA detects the water sol-
uble particle components, while the AMS measures the non-refractory fraction. During
periods with high particulate water, such as in the end of May and around 05.07. (see
figure 3.15), the largest differences in the mass concentrations were observed. Although
both instruments are supposed to be PM1 instruments, size cut-offs are achieved using
different modules. The aerodynamic lens is known to have transmission efficiencies sig-
nificantly lower than 100% at particle sizes larger than 700 nm (Dva). If particles with
sizes of 700 nm to 1µm have high contribution to aerosol mass, this fraction would be un-
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derestimated by the AMS. A comparison between MARGA PM1 and PM2.5 data showed
higher PM1 concentration than PM2.5 in some periods. That might be due to the dif-
ferent sampling periods, because the MARGA sampled changes hourly between its PM1
and PM2.5 inlet. Alternatively, the PM1 inlet was not properly characterized and sampled
particles larger than 1µm, which would also explain the discrepancy to AMS data.
Another possible reason arises from the fact, that the AMS inlet was connected to
the MARGA inlet with a T-formed connection. Taking into account, that the flow rate
into the MARGA is much higher (16.7 L min−1) than within the AMS inlet (AMS+CPC:
380mL min−1), the AMS may under-sample especially large particles.















Figure 3.27.: Averaged diurnal variations (LT) of PTR-OA
from both inlets and from merged data in 2012. Note that
PTR-OA data was pre-averaged to a resolution of 3 hours.
The TD-PTR-MS was measuring between
21.05. and 17.07.2012, detecting 296 ions
with the highest mass at m/z 283. A list
of the detected ions is shown in the ap-
pendix (see section A.4). Between 11.07.
and the end of the campaign, a contam-
ination was observed in one of the inlets
(B). Thus, data derived from inlet B dur-
ing this period was excluded from further
analysis. The PTR-OA time series from
both inlets are given in the appendix (fig-
ure A.14). After exclusion of data con-
taining contaminations, the remaining OA
concentrations of both aerosol inlets agree
well. Thus, they are merged and displayed
in figure 3.28a. From the merged data set,
an average PTR-OA mass concentration of 0.24 µg m−3, a maximum of 1.45µg m−3, and
a minimum of 0.02µg m−3 were observed.
A very high correlation compared to AMS-OA (R2 = 0.88 for 733 data points) is seen
in figure 3.28b, with PTR-OA of 14% of AMS-OA. As mentioned in subsection 2.3.1, a
relatively high degradation of the PTR-MS MCP resulted in a low sensitivity for ions
with high masses (m/z > 250). Because of the low fragmentation in the PTR-MS, high
contributions from larger m/z to PTR-OA mass concentrations are expected. Losing these
ions during the measurements may bias total PTR-OA low. This would explain why the
TD-PTR-MS measured only approximately 14% constantly over the whole campaign,
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compared to AMS-OA, which is less than half of the percentage seen in 2011 (PTR-
OA/AMS-OA = 31%, subsection 3.1.3). Figure 3.27 shows the 3-hourly averaged diurnal
patterns from both inlets separately and from merged data. The highest values were
obtained during the night, in addition to a small maximum at around noon-time/early






























































AMS Organic Aerosol [µg/m3]
Fit: 






Figure 3.28.: Time series (a) and correlation plot (b) of PTR OA (both inlets combined) and AMS OA mass concentrations
in 2012
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3.3. ACSM campaign 2012-2013
Figure 3.29 gives an overview of the meteorological conditions during the ACSM campaign
at CESAR from 11.07.2012 to 03.06.2013. A separation of the campaign into five time
periods was done for practical reasons mentioned below. Moderate wind speeds at around
5 m s−1 were seen over the entire year, with long periods of southerly and westerly
winds (mostly in the first half of the campaign), alternating with periods of northerly
wind directions, like between 21.10. to 25.10.2012 and between 16.01. to 27.01.2013
(highlighted in green).
A clear annual ambient temperature and RH cycle can be seen, as expected. Higher
daily variations of both parameters were obtained in Spring and Summer (see figure A.15),
as also showed by the comparison between Autumn 2011 and Spring 2012 in sections 3.1
and 3.2. Table 3.4 shows an overview of the ambient conditions all of the defined periods
and for the whole campaign. The ACSM sample inlet was dried using a Nafion dryer
over the whole campaign. Though no measurements of temperature and RH were made
within the inlet during ambient sampling, a RH of maximum 40% is expected as a result
of previous laboratory tests on the efficiency of the dryer.
Table 3.4.: Overview of the ambient temperatures and relative humidities during the ACSM campaign, measured at 2m
height.
Period Minimum Maximum Average
Temperature [°C]
1 (11.07. - 30.09.2012) 6.7 32.2 16.5
2 (01.10. - 29.12.2012) -6.1 21.3 7.7
3 (08.01. - 15.02.2013) -12.3 12.4 0.6
4 (18.02. - 25.04.2013) -5.1 19.5 3.5
5 (25.04. - 03.06.2013) 2.9 22.3 10.9
Entire campaign -12.3 32.2 9.2
RH [%]
1 (11.07. - 30.09.2012) 35.7 100.6 79.3
2 (01.10. - 29.12.2012) 51.3 102.6 88.6
3 (08.01. - 15.02.2013) 58.9 102.9 86.2
4 (18.02. - 25.04.2013) 23.2 101.2 72.5
5 (26.04. - 03.06.2013) 35.9 100.3 80.2
Entire campaign 23.2 102.9 82.2
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Figure 3.29.: Meteorological overview of the ACSM campaign: a) Wind direction (0°/360°, 90°, 180°, and 270° represent
North, East, South, and West, respectively) and wind speed (grey) at 10m height. b) and c) temperature (red) and relative
humidity (blue) at 2m height. d) Precipitation (turquoise) and Radon-222, measured at 20m (dark green) and 200m (light
green). High mass periods are indicated by green backgrounds (see below).
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Figure 3.30.: Overview of the ACSM campaign from July 2012 to June 2013. a) Pie charts of average fractional abundances
of aerosol species, separated in five periods. b) Stacked time series of mass concentrations of aerosol species. The temporal
overlap with the AMS and TD-PTR-MS is highlighted in red. High mass periods are indicated by green backgrounds.
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Figure 3.30 shows the average contributions of individual species in form of pie charts
in a) and the stacked time series in b). Particulate water could not be calculated or
displayed with the ACSM software used in this work. The time period, where the ACSM
sampled simultaneously with the AMS and TD-PTR-MS, was from 11.07. to 17.07. and
is highlighted in red. A technical problem of the MAAP instrument was responsible for
the lag of BC data from 18.02.2013 to 31.02.2013. Because of that, the campaign was not
divided strictly season-wise, but into five periods to determine properly average species
contributions shown in figure 3.30a. The first two sections represent the summer (July-
August-September) and autumn (October-November-December) 2012, while the first half
of 2013 was divided into periods with and without BC data.
Larger gaps in ACSM data occurred mainly due to problems with the RGA detector,
in addition to minor measurement gaps for maintenance and calibrations. Also for this
campaign, BC data was corrected for losses in the 60m sampling line as mentioned before,
while ACSM data was untreated in this regard, since this instrument sampled at 5m
height. The ACSM CE was determined using the algorithm developed by Mensah et al.








Figure 3.31.: Average contributions of aerosol species from
ACSM data over the entire campaign
On average, a total mass concentration
of 9.50µg m−3 was measured, with a max-
imum of 78.4 µg m−3 and a minimum of
0.2µg m−3. The average fractional abund-
ances of individual species over the en-
tire campaign is given in figure 3.31. As
mentioned before, NO3 and organics are
the dominant species, representing 39%
and 29% of the total aerosol, respectively.
Both compounds show equal contributions
in Summer and Autumn 2012, whereas
in Winter (January-February-March) and
Spring (April-May-June) the NO3 fraction
increased up to an average of 46% of the
total particulate mass, and the organic and
BC fractions decreased. The contributions of the other components show only small vari-
ations between the seasons. The most significant high mass periods are highlighted in
green in figure 3.30. During the times with high mass concentrations (21.10. to 25.10.2012,
16.01. to 27.01.2013, and 05.05. to 08.05.2013), northerly and north-easterly winds dom-
inated. The second of these periods showed also the coolest temperatures (average: -4◦C)
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with respect to the whole campaign and a temperature inversion between 2m and 40m
height in the mornings of 16.01. and 25.01.2013. This fact can be used again as an in-
dicator for the stable boundary layer height (see subsection 3.1.1). On the other hand,
no significant temperature inversion seems to be responsible for very high (> 40µg m−3)
aerosol mass loadings, even in winter times. Many drops of the particulate mass can be
either explained by changes in wind directions and/or precipitation events, like in case of
the two latter high mass periods (16.01. to 27.01.2013, and 05.05. to 08.05.2013).
No preferred wind direction was seen for most of the species in polar plots in figure
3.32. Chloride showed short distinctive plumes from 225 ° to 0 °.















































































Figure 3.32.: Polar graphs of individual species of ACSM data, colour-coded by time. The radii represent the respective
mass concentration in µg m−3, the angles show the cardinal directions, with the tower in the centre of the plots. Attention
should be paid on the different radius scales.
Figure 3.33 shows the diurnal patterns of each individual species and the total partic-
ulate mass for the whole campaign and separately for the five chosen periods mentioned
above (see table 3.4). Overall, NO3 shows the largest diurnal variations, with a maximum
during the night/morning hours and a minimum during the day due to the volatility of
NH4NO3. Thus NH4 has a similar pattern. SO4, which is mainly formed photochemically
during the day from gaseous SO2, has a daytime maximum, although its overall variation
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is rather low. BC shows also a maximum during the morning again, while the minimum
of the organic fraction is seen during the day. Within period 3, no clear diurnal variation
is observed for any compound. This might be a result of the strong influence of the high













































































































Period 5: 25.04. - 03.06.2013
Figure 3.33.: Diurnal variation (LT) of individual species and the total mass, averaged over the whole ACSM campaign
and over the five periods, which are explained in table 3.4. Note the different scales of y-axes between the periods.
3.3.0.1. Aerosol ion balance
Plotting the measured NH4 mass concentration against the predicted NH4 results in a
slope of 0.83 (figure 3.34), which indicates relatively high aerosol acidity during the cam-
paign. In turn, no Excess-NH4 could be observed. As mentioned in subsection 2.2.1.2, it
was not possible to differ the total NO3, measured by the ACSM, into the organic and
inorganic fraction. Therefore, the total NO3 mass concentration was used to determine
the ion balance for the ACSM data set. For the AMS campaign in 2011 (see subsection
3.1.1.2), the use of all nitrate ions to form NH4NO3 for the ion balance leads to a similar
grade of acidity like presented here. In contrast, Excess-NH4 was obtained when the in-
organic fraction of AMS NO3 was taken into account only. That means, that uncertainty
remains for the acidity observed for the ACSM campaign, when assuming that all nitrate
ions are of inorganic origin.
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Predicted NH4 (implemented total NO3) [µg/m3]
01.09.2012 01.11.2012 01.01.2013 01.03.2013 01.05.2013
Date
Fit:
NH4measured = 0.83 x NH4predicted + 0.06
R2 = 0.97
 1:1
Figure 3.34.: Correlation plot of measured against predicted NH4 during the ACSM campaign. Error bars represent
uncertainties of the NH4 prediction.
3.3.1. Comparison of measurements of total PM1 mass
The particle density during the ACSM campaign was determined using the chemical
composition data from the ACSM and the MAAP. The time series of the density is given
in the appendix (figure A.18). It shows a significant scattering due to the relatively
low signal-to-noise ratio of the ACSM, especially during periods with low mass loadings.
Therefore, the campaign average of the particle density (1.50 g cm−3) was used to calculate
the SMPS total mass concentration from its measured volume concentration throughout
the campaign. An average SMPS mass of 11.3µg m−3 (maximum: 55.1 µg m−3, minimum:
0.17 µg m−3) was determined. Figure 3.35 shows the time series of the SMPS mass,
together with its correlation with the combined mass concentrations measured by AMS
and MAAP. A correction for wall losses within the 60m sample line was applied to SMPS
and MAAP data. Since the ACSM measured at 5m height, no correction was applied.
Using 12275 common data points, a very high qualitative and quantitative agreement over
the whole campaign within the expected errors was observed.
In case when only particles of a Dva range of 60 nm to 600 nm are considered for the
determination of SMPS mass (see subsection 3.1.2 and 3.2.2), the comparison between
the data sets shows slightly less qualitative agreement over the whole campaign (R2 =
0.76; figure 3.36). More important, the SMPS mass concentrations decreased to around
74% of the total mass, which is obtained when using all particles detected by the SMPS.
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In November 2011 and from May to July 2012, the corresponding decrease was higher
(about 50%). That means, that over the entire ACSM campaign the contribution of the
excluded particles to the total SMPS mass is less than in the previous campaigns. This
explains partly why the quantitative agreement between the SMPS with the ACSM is
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SMPS Total Mass [µg/m3]
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Figure 3.35.: Time series (a) and correlation plot (b) of ACSM+MAAP and SMPS mass concentrations between July
2012 and June 2013
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SMPS Total Mass [µg/m3]; considering particles with Dva = 60-600 nm
01.09.2012 01.11.2012 01.01.2013 01.03.2013 01.05.2013
Date
Fit:
MassACSM+MAAP = 1.16 x MassSMPS - 1.10
R2 = 0.76
 1:1
Figure 3.36.: Correlation plot of ACSM+MAAP and SMPS mass concentrations between July 2012 and June 2013. Here,
only a Dva range of 60 nm to 600 nm was considered for the determination of the SMPS mass.
3.3.2. Comparison of inorganic aerosol mass
Since the MARGA measures routinely the water soluble aerosol compounds, data from
ACSM inorganic species can be compared to corresponding MARGA data for the whole
year of measurement. Besides smaller gaps one large gap in the MARGA data occurred
between 26.09. to 06.11.2012. Figure 3.37 shows the time evolution of particulate PM1
concentrations of Chl, NH4, SO4, and NO3, measured by the ACSM (coloured dots) and
the MARGA (black lines).
The correlation parameters of inorganic aerosol species and the total inorganic masses
are given in table 3.5. For every comparison, 1943 data points were used. The corres-
ponding correlation graphs are shown in the appendix (figure A.19).
Table 3.5.: Results of the ACSM to MARGA comparison from four particulate inorganic species and the total inorganic
mass (1943 common data points) during 2012-2013
slope intercept [µg m−3] R2
Chl 0.49 0.11 0.24
NH4 0.88 0.07 0.93
SO4 0.63 -0.08 0.86
NO3 1.23 -0.37 0.96

























































































Figure 3.37.: Time series of particulate Chl, NH4, SO4, and NO3, measured by the ACSM (coloured dots) and the
MARGA (black lines) between July 2012 and June 2013
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Except for chloride, very high qualitative correlation coefficients were achieved. A com-
parison between the respective sums of all four inorganic species (total inorganics) shows
a very high qualitative and quantitative agreement. While the quantitative difference in
case of ammonium is rather low, the ACSM underestimates sulphate by 37% and overes-
timates nitrate by 23%, comparing to the MARGA. These discrepancies are within or not
far away from the stated ± 30% accuracy of the ACSM. Similar variations were also found
by Budisulistiorini et al. (2013) from the comparison between two collocated ACSM’s (±
27%, R2 = 0.21 for Chl, R2 > 0.8 for the other species) and between these ACSM’s and
a continuous Tapered Element Oscillating Microbalance (TEOM, PM2.5) instrument.
The differences in the cases of NO3 and SO4 may arise from calibration issues. The mass
calibration procedure used in this work was mainly adopted from AMS procedures which
may not be directly suitable for the ACSM. As mentioned in subsection 2.2.1, the RIE
of sulphate might be overestimated due to high observed background signals during the
calibration using (NH4)2SO4 particles. An overestimated RIESO4 results in underestim-
ated mass concentrations. This would in turn explain the low SO4 mass concentrations
comparing to the MARGA. Additionally, the ACSM fragmentation table could not be
adjusted for interferences of ions from different aerosol species on the same m/z, but the
standard table had to be used. This can also be a reason for discrepancies between the
MARGA and the ACSM. It should be noted, that chloride concentrations can originate
from particulate organic and inorganic chloride components. For the latter, the ACSM is
much less sensitive than the MARGA, which would explain the low agreement between
the two instruments in case of Chl.
3.3.3. Comparison of measurements of PM1 chemical contribution
In this section, ACSM data is compared with data derived from the collocated AMS
and TD-PTR-MS during the time from 11.07. to 17.07.2012, which is shown in figure
3.38. As it is shown in figure 3.30 above, this overlap time represents a period with low
mass concentrations (average of ACSM total mass: 3.5 µg m−3). Nevertheless and despite
the relatively low amount of correlated data points (294), a good agreement is observed
between individual species (R2 = 0.71 - 0.89), obtained from the AMS and ACSM, except
for chloride. The corresponding correlation parameters are summarized in table 3.6, while
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Figure 3.38.: Time series of individual species, measured by the ACSM (coloured lines) and the AMS (black lines) between
11.07. and 17.07.2012. The bottom graph contains also the corresponding PTR-OA (red line with dots).
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Similar results were already achieved from the comparison between the ACSM and the
MARGA, described in subsection 3.3.2. Again, the quantitative differences between the
NO3 and NH4 data sets were within the uncertainty, with a slight overestimation of NO3
(17%) and underestimation of NH4 (12%). Also, a strong underestimation of ACSM-SO4
is seen comparing to the AMS. Here, the ACSM measures only 49% of the AMS-SO4.
As explained in subsection 3.3.2, this variation might occur because of an overestimated
RIESO4 . A remarkably high agreement between the ACSM and AMS organic mass con-
centrations was achieved. Also a visual qualitative agreement of the ACSM-OA to the
PTR-OA time series can be seen, while their mathematical correlation results in a low
correlation coefficient (R2 = 0.37) and a high intercept (0.61µg m−3). This is mainly due
to the low time resolution of the TD-PTR-MS resulting in few common data points (49),
which makes it difficult to get representative correlation results. On the other hand, the
low PTR-OA percentage (compared to ACSM-OA: 7%) is consistent with the comparison
between the TD-PTR-MS and the AMS over the entire AMS campaign 2012 (14%).
Table 3.6.: Results of the ACSM to AMS/TD-PTR-MS comparison from individual species between 11.07. and 17.07.2012
slope intercept [µg m−3] R2 (common data points)
Chl 0.67 -0.01 0.31 (294)
NH4 0.82 0.01 0.71 (294)
SO4 0.49 -0.18 0.76 (294)
NO3 1.17 -0.02 0.89 (294)
Org (AMS) 1.00 0.07 0.73 (294)
Total (AMS) 0.90 0.02 0.84 (294)




4.1. Analysis of organic aerosol
The following sections describe the results and solutions obtained by the application of
Positive Matrix Factorization (PMF) and Multilinear Engine 2 (ME-2) to the AMS and
ACSM data sets, respectively. Since PMF results can be biased by local short term events,
AMS data was averaged to hourly data sets prior to PMF analysis to avoid so called
spikes in the organic time series. The time resolution of ACSM data was approximately
30 minutes. Thus, an additional averaging was not applied. Note, that the m/z values
given here are in UMR and not the exact HR masses.
4.1.1. PMF results for AMS data in 2011
Using the criteria parameters mentioned in subsection 2.5.1 three factors (FPEAK 0.2)
were found from PMF calculations of the AMS organic fraction in November 2011: (i) a
hydrocarbon-like organic aerosol (HOA) factor, (ii) a biomass burning factor (BBOA), and
(iii) an oxygenated organic aerosol (OOA) factor. Figure 4.1 shows the mass spectra (a)
and the time series (b) of each factor. The last contains also the time series of important
external tracers. The average contributions and diurnal patterns are displayed in figure
4.2.
To assure that the presented solution represents the global minimum of Q/Qexp, a set
of 50 PMF seed runs of 3-factor solutions were performed. The variance of the factor
mass contributions is shown in the appendix (figure A.22). All factor mass fractions vary
within 1% between the seed runs, with Q/Qexp values varying within 0.005%. This is
clear evidence that the global minimum solution was found. Finally, 100 bootstrapping
runs were performed to estimate the uncertainty of the 3-factor solution by terms of each
m/z and time series data point. Results are presented in the appendix (figure A.23).
There, all values of the final solution are lying within their errors. As discussed in the
following, the attribution of the individual factors was performed based on both, the
mass spectral features and the correlation of the factor time series with external tracers.

















































































Figure 4.1.: Mass spectra (a) and time series (b) of PMF factors from AMS data and tracers of November 2011. The HR
mass peaks in a) are stacked at each unit mass m/z and coloured by their chemical family (gt1 = greater than 1). The
time period with southerly and easterly wind directions in b) is highlighted in beige. The time of calm northerly winds is
indicated by a red background. The period with southerly and westerly wind directions is illustrated in green. The sharp
blue rectangles represent precipitation events. The bottom of each tracer axes is set to zero.
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Figure 4.2.: A) Average contributions of AMS PMF factors and b) their diurnal variations (LT) in 2011
The HOA factor contributed about 35% to the total organic fraction over the entire
campaign. Typical for a HOA factor, its mass spectrum (MS) has the highest contribu-
tions of ions from the CH-family, which means ions only containing carbon and hydrogen
atoms (Docherty et al., 2011; Mohr et al., 2012). The dominant ions from the CH-family
are C3H+3 (m/z 39), C3H+5 (m/z 41), C3H+7 (m/z 43), C4H+7 (m/z 55), and C5H+9 (m/z 57),
which are typically seen in spectra of aliphatic hydrocarbons (Canagaratna et al., 2004;
Zhang et al., 2005). This is expected for a HOA factor, since it is considered as a primary
organic aerosol (POA), which is emitted directly into the atmosphere. Another typical
HOA characteristic is the fact, that these m/z are respectively separated by 14 amus (cor-
responding to the separation of by a CH2 group), e.g. the ion series m/z 29 (C2H+5 ) to
m/z 43 (C3H+7 ) to m/z 57 (C5H+9 ). The biggest difference between HOA reported in the
literature and the observed HOA MS is the high signal from the CO+2 ion (m/z 44), which
is usually attributed to SOA factors. This ion is the main reason of a relatively high O/C
ratio (0.15), compared to typical HOA factors (0.02-0.08; Docherty et al. (2011); Mohr
et al. (2012); Setyan et al. (2012)). On the other hand, Aiken et al. (2009) reported a
high O/C ratio (0.16) of the HOA factor, obtained during the MILAGRO campaign in
March 2006. Note that the AMS fragmentation table defines the CO+ (m/z 28) signal
equal to the CO+2 signal. Therefore, both ions are correlated in every organic MS.
The HOA time series shows the highest correlations with BC (R2 = 0.79), Chl (R2 =
0.69), gaseous NOx (R2 = 0.66), and CO data (R2 = 0.54). The maxima in the morning
and evening hours and the minimum during the day of the HOA diurnal variation lead to
the conclusion, that this factor is mainly emitted by traffic during rush hours.
BBOA is another POA factor and contributed on average 12% of the total organic
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mass. Its MS is dominated by CHO+ (m/z 29) and CO+2 (m/z 44), which is characteristic
for BBOA factors (Schneider et al., 2006; Saarikoski et al., 2012; Ng et al., 2011a; Crippa
et al., 2013b; Canonaco et al., 2013). Note that mass spectra of BBOA factors are known
to vary strongly depending on the measurement site (Crippa et al., 2014). In addition, the
BBOA MS has high contributions of the ions C2H4O+2 (m/z 60) and C3H5O+2 (m/z 73).
These fragments are characteristic of anhydrosugars such as levoglucosan (Alfarra et al.,
2007) which are established markers of wood combustion processes (Simoneit et al., 1999;
Simoneit and Elias, 2001). Therefore, these ions are commonly used as BBOA tracer ions.
The high correlations of the time series of both ions (R2 = 0.88 and 0.83, respectively) with
the BBOA time series underlines that the main source of this factor is biomass burning.
The BBOA diurnal behaviour shows an increase during the late afternoon, consistent with
domestic heating activities, as expected especially in cold seasons.
The highest contribution to AMS-OA in 2011 (53%) was obtained from the OOA factor
(O/C = 0.59). Its MS is dominated by the CO+2 ion (m/z 44), which results from the
thermal decomposition and fragmentation of highly oxygenated species such as organic
acids (Ng et al., 2010). Typically high CO+2 contributions to OA factor MS are observed
for low-volatile oxygenated organic aerosol (LVOOA, Lanz et al. (2007)). The OOA MS
showed very good correlations with AMS LVOOA factors found by Mensah (2011) and
Crippa et al. (2014) in May 2008 (R2 = 0.93 and 0.97, respectively) at the CESAR tower
in Cabauw.
On the other hand, the correlation of the OOA time series with SO4 is rather low (R2
= 0.40), and the diurnal variation shows no clear day-time maximum (photo-oxidative
sources), as it would be expected for a classical LVOOA behaviour. In fact, the diurnal
behaviour and the higher correlation to NO3 (R2 = 0.55) is characteristic for a semi-volatile
OOA (SVOOA) factor. In turn, the correlation of OOA to the sum of the secondary
inorganic species NO3 and SO4 is better (R2 = 0.66), emphasizing that this factor has
SOA characteristics. High agreement was also seen between the OOA factor and the time
series of OrgNO3 (R2 = 0.72) and Excess-NH4 (R2 = 0.66, see table A.16).
The polar graphs presented in figure 4.3 show that most of HOA and OOA masses
originated from directions between 45° to 225° in respect to the CESAR tower. The
highest concentrations of BBOA were observed in a plume coming from south-south-east.
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Figure 4.3.: Polar graphs of PMF factors from AMS data of November 2011, colour-coded by time. The radii represent
the respective mass concentration in µg m−3, the angles show the cardinal directions, with the tower in the centre of the
plots.






























































































Figure 4.4.: Mass spectra of PMF factors from AMS data from May to July 2012. The HR mass peaks are stacked at
each unit mass m/z and coloured by their chemical family (gt1 = greater than 1).
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The PMF analysis of the AMS organic fraction in 2012 obtained six factors (FPEAK =
0). Their mass spectra and time series are displayed in figures 4.4 and 4.5, respectively.
The latter contains also the time series of important external tracers. Besides the POA
factors HOA and BBOA, three more oxidised organic profiles were found with increasing
O/C ratios: a SVOOA, a LVOOA and a HULIS factor (see subsection 4.1.1). All SOA
factors (SVOOA, LVOOA, HULIS) together contribute 77% to the total organic fraction.
The sixth factor was attributed to methanesulfonic acid (CH3SO3H, MSA), thus called
MSA-OA. The average contributions and diurnal variations of each factor are displayed
in figure 4.6. A summary of time series correlations is given in the appendix (table A.17).



















































Figure 4.5.: Time series of PMF factors from AMS data and tracers between May and July 2012. High mass periods
are indicated by light green backgrounds. The time period with easterly wind directions and high organic contribution is
highlighted in red. The sharp blue rectangles indicate main precipitation events. The bottom of the tracer axes is set to
zero.
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Figure 4.6.: a) Average contributions of AMS PMF factors and b) their diurnal variations (LT) in 2012
The HOA profile is very similar to the HOA factor found in 2011, including the O/C
and H/C ratio. Again, a high CO+2 (and consequently a high CO+) signal is seen, which
is in contrast to HOA spectra commonly reported in the literature (Docherty et al., 2011;
Mohr et al., 2012). The diurnal pattern shows a maximum in the morning, indicating a
traffic source, which is emphasized by the good correlation to the time series of the traffic
related tracer NOx (R2 = 0.60). The correlation coefficients (R2) of the HOA times series
with the other POA tracers BC and CO were 0.49 and 0.25, respectively.
The dominant CHO+ ion of the BBOA MS is characteristic for this factor class. In
contrast to 2011, a lower contribution of the CO+2 ion was observed, resulting in a lower
O/C and a higher H/C ratio than 2011. Together with a higher contribution of the
C2H3O+ ion (m/z 43), a higher agreement with BBOA reference spectra from Crippa et al.
(2014) (2011: R2 = 0.59; 2012: R2 = 0.85) was achieved. Better time series correlations of
BC and CO were obtained with the BBOA factor (R2 = 0.61 and 0.51, respectively) than
with the HOA factor. Furthermore, a high agreement with the biomass burning tracer
ions C2H4O+2 (m/z 60, R2 = 0.78) and C3H5O+2 (m/z 73, R2 = 0.79) was achieved. The
night-time maximum of this factor matches also the expectations of a biomass burning
source.
The mass spectrum of the MSA-OA factor was dominated by the CH+3 ion (m/z 15)
and had very high contributions from organic sulphate fragments, such as CHS+ (m/z
45), CH2SO+2 (m/z 78), CH3SO+2 (m/z 79), and CH4SO+3 (m/z 96). This resulted in a
very high S/C ratio of 0.03 of this profile, whereas the other factors had S/C ratios of less
than 0.001. Note that the determination of the S/C ratio was not investigated and verified
by laboratory experiments yet. A potential correction factor for the calculation of the
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S/C ratio from AMS data could not be applied here (see subsection 2.1.1.4). Excluding
the high signals derived from CO+2 and CO+, the MS of this factor has high qualitative
similarity to reference spectra of MSA, measured with an AMS in laboratory experiments
(Phinney et al. (2006); Zorn et al. (2008); MS data not available). As seen in figure
4.5, the MSA-OA factor in the 2012 campaign showed only few high mass concentration
events, e.g. from 23.05. to 24.05.2012. That is why this factor contributes little (4%) to
total organics and shows no clear diurnal pattern over the whole campaign. This event is
also accompanied by a high mass peak of particulate chloride. Further details are given
in chapter 4.1.5.
The SOA factors SVOOA and LVOOA showed mass spectra similar to those observed
in a number of AMS campaigns (Crippa et al., 2013b; Mohr et al., 2012; Docherty et al.,
2011), including campaigns at the CESAR tower in Cabauw (Mensah, 2011; Paglione
et al., 2014; Crippa et al., 2014). Achieved MS correlation coefficients (R2) were 0.86 and
0.82 for SVOOA and 0.94 and 0.95 for LVOOA, compared to Mensah (2011) and Crippa
et al. (2014), respectively.
The SVOOA factor showed the lowest O/C ratio and higher contributions of CH fam-
ily ions than the other SOA factors. It is further characterized by a maximum during
the night-time/morning period and a daytime minimum like the semi-volatile NH4NO3
(see figure 3.17). The diurnal pattern of the LVOOA factor is mainly anti-correlated to
SVOOA, indicating its photo-oxidative formation during the day similar to the low-volatile
particulate SO4. Though, the corresponding mathematical correlations were rather low
(R2SVOOA−NO3 = 0.17; R2LVOOA−SO4 = 0.36). As observed in 2011, Excess-NH4 correlated well
with the LVOOA factor, while OrgNO3 had the best agreement with the SVOOA factor
time series.
The so called HULIS factor showed the highest O/C ratio of all factors, mainly result-
ing from a higher domination of the CO+2 ion than e.g. the LVOOA factor. The HULIS
factor class was first observed by Mensah (2011) in previous AMS campaigns at the
CESAR tower in May 2008 and March 2009. These findings were confirmed for 2008 by
a re-analysis using ME-2, published by Crippa et al. (2014). The identification and char-
acterization of this factor class was done by comparison with data from an ion-exchange
chromatographic method for direct quantification of humic-like substances (HULIS) and
from water-soluble organic carbon (WSOC) analysed offline on a set of filters collected
in parallel (Paglione et al., 2014). Such measurements were not done in the campaigns
reported here. A high correlation was found between the HULIS profile observed in 2012
and the reference HULIS spectra (R2 = 0.91 and 0.88, compared to Mensah (2011) and
Crippa et al. (2014), respectively). Similar to the results reported there, no significant
time series correlation was found for the HULIS factor in 2012. However, it showed a clear
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minimum in the morning hours and maximum during the day, which is in contrast to the
literature, where no clear diurnal variation was observed. The correlation of the sum of
the secondary inorganic species NO3 and SO4 with the sum of the SVOOA, LVOOA, and
HULIS time series gives a coefficient of R2 = 0.49 which is slightly higher than with the
sum of SVOOA and LVOOA only (R2 = 0.44). This might confirm the SOA character of
the HULIS factor.
Figure 4.7 displays the polar graphs of each individual PMF factor. No preferential
direction was observed except for the MSA-OA factor. Its plume from 22.05. to 23.05.2012
mentioned above originated from directions between 210° to 315°.










































































Figure 4.7.: Polar graphs of PMF factors from AMS data in 2012, colour-coded by time. The radii represent the respective
mass concentration in µg m−3, the angles show the cardinal directions, with the tower in the centre of the plots. Attention
should be paid on the different radius scales.
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4.1.3. PMF results for TD-PTR-MS data
This section presents the PMF results from TD-PTR-MS data from the campaigns in
2011 and 2012, using the data matrices summed over all thermal-desorption temperatures
(100◦C to 300◦C).
Although the measured mass concentrations of organic aerosol compounds sampled by
both PTR aerosol inlets (A and B) correlated well (see figures A.7 and A.14), slight
differences between concentrations measured with both inlets are not avoidable. For
example, these differences are responsible for the scattering of the factor time series of
the 3-factor PMF solution using the data and error matrices (see figure A.27), merged
from both PTR data sets of the PTR aerosol inlets (A and B). Therefore, only PMF data
derived from inlet A is considered here for both data sets. The high similarity of the
profiles between solutions obtained from inlet A data and merged data, and also to the
corresponding PMF solution from data of inlet B (not shown), legitimate this approach.
As mentioned, not every ion measured by the PTR-MS could be attributed to a chemical
formula. The mass fraction of all ions not explained by the used mass library was between
0.4% to 5% only. Thus the uncertainty of the elemental analysis for the PTR PMF factors
is fairly low. The differences between all PTR factors by means of O/C and H/C ratios
were smaller than between the AMS factors. On the other hand, the N/C ratios of the
PTR factors were much higher (0.02 to 0.15) than those from the AMS (0.006 to 0.012).
This was expected, since the TD-PTR-MS is known to be more sensitive for N-containing
organic compounds than the AMS (Holzinger et al., 2013).
For TD-PTR-MS data no PMF results were published so far. That means, that ref-
erence factor profiles deriving from PTR organic aerosol data are not available at this
point to compare with. This limits a precise assignment of a profile to a certain source.
Holzinger et al. (2013) compared time series of individual ions measured by the TD-PTR-
MS with PMF factors obtained by a collocated AMS. However, it is not assured that
PTR ions attributed to factor classes by Holzinger et al. (2013) can be taken as reference
fragments to confirm profiles obtained by a PMF analysis on TD-PTR-MS data itself. Yet
a comparison of single ions or PMF factors obtained from a collocated AMS is possible.
In a first approach, the number of factors observable in TD-PTR-MS data was assumed
to be the same as for the collocated AMS, using an FPEAK = 0 for both campaigns. In
this section therefore solutions for PTR PMF with three and six factors for 2011 and
2012, respectively, are discussed. The use of the AMS PMF results as reference solution
for PTR data is reasonable, since the criteria for finding proper PMF solutions are well
defined in case of AMS data due to the high level of experience and studies available in
the literature.
102
4.1. Analysis of organic aerosol
4.1.3.1. Campaign 2011
Three factors were found by factor analysis of AMS data in 2011. The profiles of the
3-factor solution of TD-PTR-MS data of inlet A are displayed in figure 4.8. Although the
PTR-MS detected m/z up to 1143, only m/z ≤ 300 are shown, as contributions of larger
ions are negligible. Respective factor time series are presented in figure 4.9.
Factor 1 (F1) showed the highest O/C ratio (0.45) with high contributions from ions
of the CHOgt1 family, like protonated acetic acid (C2H4O2H+, m/z 61), C5H4O2H+ (m/z
97), C4H2O3H+ (m/z 99), and C8H4O3H+ (m/z 149). Other prominent ions are pro-
tonated formaldehyde (CH2OH+; m/z 31), methanol (CH4OH+, m/z 33), and CHONH+
(m/z 44).
The highest signal of the F2 MS originated from C8H4O3H+ (m/z 149), followed by
protonated acetic acid (m/z 61) and CHONH+ (m/z 44). C5H4O2H+ (m/z 97) and
C4H2O3H+ (m/z 99) had lower contributions to F2 than to F1, as well as the CHO family
ions protonated formaldehyde (CH2OH+; m/z 31) and methanol (CH4OH+, m/z 33).
The signal of the third factor (F3) was broader distributed over the m/z than the other
PTR PMF factors, dominated by C5H4O2H+ (m/z 97). In addition, C4H4O2H+ (m/z 85)
showed high signal, which was not seen prominently in the MS of F1 and F2. The F3
MS showed also higher contributions of ions with m/z > 200, where ions of the CHOgt1N
family dominate. The mass fraction of these ions to the total F3 MS was 22% (F1: 3.1%,
F2: 3.5%). Holzinger et al. (2013) showed, that high mass fragments showed the highest
agreement with AMS POA factors, whereas lower m/z were rather attributed to LVOOA
factors, like in case of F1 and F2 described above. That means, that the occurrence of
high mass fragments in the F3 MS indicates that this factor can be rather attributed
to a primary organic aerosol. The relatively low O/C and N/C ratios emphasize this
assumption.
The mass contributions of each factor to total organic mass and the diurnal variations
are presented in figure 4.10. Note, that the TD-PTR-MS data ranged from 02.11. to
01.12.2011. That means the it started to measure 6 days earlier than of the AMS, which
started on 08.11.2011. Limiting the PTR data to match the AMS acquisition time did not
change the PMF results and the correlations to AMS and supplementary data significantly.
The obtained correlation coefficients (R2) of the comparison between AMS and PTR-
MS factor time series are summarized in table 4.1, the corresponding correlations with























































































































































Figure 4.8.: Mass spectra of the 3-factor PMF solution from TD-PTR-MS data (inlet A) in November 2011. The HR
mass peaks are stacked at each unit mass m/z and coloured by their chemical family (gt1 = greater than 1).
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Figure 4.9.: Time series of the 3-factor PMF solution from TD-PTR-MS data (inlet A) in November 2011. The time
period with southerly and easterly wind directions is highlighted in beige. The time of calm northerly winds has a red




















Figure 4.10.: a) Average contributions of TD-PTR-MS PMF factors and b) their diurnal variations (LT) in 2011
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Table 4.1.: Correlation coefficients (R2) of the comparison between AMS and PTR-MS factor time series in 2011
PTR-MS factors F1 F2 F3
HOAAMS 0.28 0.17 0.21
BBOAAMS 0.24 0.17 0.38
OOAAMS 0.35 0.63 0.22
The F1 time series shows a minimum between 07.11. and 09.11. which is in contrast
to factor 2 (F2). Another minimum was seen on the 20.11.2011, which is anti-correlated
to the time series of factor 3 (F3). The fact that F1 showed no clear diurnal pattern
would indicate regionally well mixed aerosol of long atmospheric lifetime. Additionally, F1
showed the highest agreement with the OOAAMS factor, although the achieved coefficient
was rather low (R2 = 0.35). Comparing to the most important tracers, F1 correlated best
with OrgNO3 (R2 = 0.40).
Factor 2 showed a better correlation with the OOAAMS factor (R2 = 0.63). Its diurnal
pattern showed a daytime maximum, which is an indicator for an oxidised LVOOA factor.
Likewise the OOAAMS factor, the R2 value to the AMS SO4 time series was about 0.4. In
contrast to F1, no significant F2 mass concentration was detected after the precipitation
event on 25.11.2011.
The diurnal pattern of factor 3 is similar to that of the AMS BBOA. F3 showed also the
highest correlation to this AMS factor (R2 = 0.38). The correlation coefficients with BC,
gaseous NOx and CO were 0.37, 0.52, and 0.48, respectively. These are the highest values
obtained between all PTR factors and these compounds, which are generally attributed
to POA.
Although similarities were found between PTR PMF factors and AMS factors, as well
as with a small number of tracer time series, an unambiguous assignment of the PTR
PMF factors to aerosol sources could not be achieved. Constraining the factor number
corresponding to the number of AMS PMF factors is not based on experience, but on
the assumption, that both PMF analyses identified the same number of factors, but with
mass spectra deriving from different ionization techniques. This may oversimplify the
situation, since the sensitivity of both instruments may well differ for individual aerosol
compounds and thus for PMF factor classes. A first exploration of solutions including a
higher number of factors up to 15 did not result in an unambiguous attribution of PTR
profiles to factor classes. In a next step, factor analysis should be done with PTR data
matrices separated by the thermal desorption temperature to distinguish PMF factors by
their volatility. This was not part of this work. Nevertheless, PTR profiles observed here
can be used as a first reference to compare with other PMF profiles obtained with the
TD-PTR-MS.
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4.1.3.2. Campaign 2012
Figure 4.11 shows the profiles derived from the 6-factor PMF solution of TD-PTR-MS
data in 2012. Due to the degraded MCP inside the TD-PTR-MS in 2012 (see subsection
2.3.1), no significant mass fractions of PMF factors were observed from ions with m/z
higher than 200.
The six highest mass peaks within the MS of the first factor (F1) belonged to the
CHOgt1 family, dominated by C5H4O2H+ (m/z 97) and C4H2O3H+ (m/z 99). Together,
these ions contribute 38.3% to the total signal of F1. This explains its relatively high
O/C and low H/C ratio.
The second factor (F2) is characterized by the highest observed N/C ratio (0.15). That
means, that the MS has high contributions from organic N-containing fragments. The
most dominant ions are CHONH+ (m/z 44), protonated acetic acid (C2H4O2H+, m/z 61),
and C4H2O3H+ (m/z 99). Additionally, a high signal of protonated acetonitril (C2H3NH+,
m/z 42) was seen. The F2 profile showed qualitative agreement with the F2 factor found
in the PMF results of PTR data in 2011.
The mass spectrum of F3 is dominated by C4H2O3H+ (m/z 99), followed by the signal
of protonated acetic acid (C2H4O2H+, m/z 61), and protonated acetaldehyde (C2H4OH+,
m/z 45). Qualitative similarity was observed to the spectrum of factor F1 in 2011.
F4 showed the highest O/C ratio and second highest N/C ratio. Its MS is in parts
in agreement with the F3 factor from PTR data in 2011. On exception is that for F4
the contributions from m/z higher than 150 were rather low. This is in contrast to all
other PTR PMF factors found in 2012. The F4 factor had the highest contribution from
protonated acetaldehyde (C2H4OH+, m/z 45), in addition to protonated formaldehyde
(CH2OH+; m/z 31) and the CHOgt1 ions C2H4O2H+ (m/z 61), C5H4O2H+ (m/z 97),
and C4H2O3H+ (m/z 99).
The mass spectra of F5 and F6 were dominated by C2H2OH+(m/z 43), C2H4OH+ (pro-
tonated acetaldehyde, m/z 45), and C3H6OH+ (protonated acetone, m/z 61), explaining
their low O/C (0.33 and 0.26, respectively) and high H/C ratios (both 1.33). Both N/C
ratios (0.02 and 0.04, respectively) were also low comparing to other factors. In addition,
the highest mass contribution of the F5 MS was seen from C2H4O2H+ (protonated acetic
acid, m/z 61). The mass contributions of each factor to the total organic mass and the
















































































Figure 4.11.: Mass spectra of PMF factors from TD-PTR-MS data from May to July 2012. The HR mass peaks are
stacked at each unit mass m/z and coloured by their chemical family (gt1 = greater than 1). The explanation for the
denotation is given in the text.
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Figure 4.12.: A) Average contributions of TD-PTR-MS PMF factors and b) their diurnal variations (LT) in 2012. The
explanation for the denotation is given in the text.
As can be seen in table 4.2, the time series of F2 correlated best with the BBOAAMS (R2
= 0.82) and the LVOOAAMS factor (R2 = 0.61) from the AMS PMF solution of 2012 (see
subsection 4.1.2). The time series of each PTR factor is presented in figure 4.13, together
with a number of correlating AMS factors. The good agreement with the time series of
AMS tracer ions C2H4O+2 (R2 = 0.63) and C3H5O+2 (R2 = 0.64) and a maximum during
the night within its diurnal variations leads to the conclusion, that F2 can be attributed
to biomass burning sources. The correlation coefficients (R2) to the other POA tracers
BC and CO were 0.57 and 0.51, respectively. A summary of correlations between PTR
PMF factors and tracer time series is given in table A.19.
F1 had similar correlations to AMS factors and most tracers compared to F2. Also its
diurnal pattern agreed with the pattern of F2. The time series correlation coefficient (R2
= 0.84) between F1 and F2 might give evidence, that both factors represent a splitting
of one parent factor.
The highest mass concentration of F3 was observed during the high aerosol mass period
on 05.06. and 06.06.2011. Its time series correlated best with SVOOAAMS, though the
coefficient was rather low (R2 = 0.39). In addition, OrgNO3, determined from AMS data
correlated better with F3 (R2 = 0.45) than with any other PTR factor in 2012. Except
for a small minimum in the afternoon, the diurnal pattern of F3 showed no clear trend.
F4 showed only little agreement with AMS factors and external data. The highest by
far was the correlation with the HULISAMS factor (R2 = 0.36). Both factors show no
distintive diurnal pattern and only low correlation with external data. F4 represents the
most oxidised PTR profile (O/C = 0.43) in 2012, likewise the HULISAMS factor during
the 2012 AMS campaign.
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Factor 5 is attributed LVOOA, since it showed the highest correlation with the LVOOAAMS
factor (R2 = 0.82) and less with BBOAAMS (R2 = 0.57). The diurnal maximum of F5
was observed during the day, confirming the assignment to a low-volatile factor. On the
other hand, mearly no agreement was seen between this factor and SO4 (R2 = 0.20), as
it would be expected for a LVOOA factor. Excess-NH4 had the best correlation with this
factor (R2 = 0.52), similar to the LVOOAAMS factor (see section 4.4).
The sixth PTR PMF profile (F6) had almost exclusively the highest agreement with the
AMS SVOOA factor (R2 = 0.67). The observed strong maximum during the night and
morning hours is a key characteristic for a semi-volatile factor, although the highest value
was found at 3 am, whereas the highest mass concentration peak of the AMS counterpart
was observed 3 hours later (see figure 3.4b).
No similarity was found between the AMS MSA-OA factor and a PTR PMF factor.
This is most likely a result of the fact, that the MSA-OA factor showed the highest mass
concentrations during a period (23.05 to 24.05.2012), which is not completely covered by
the TD-PTR-MS data acquisition.
In summary, three of six factors derived from PMF analysis of TD-PTR-MS data from
2012 could be attributed to certain factor classes: BBOA, LVOOA and SVOOA, explain-
ing together 55% to PTR total organics. Comparing the absolute mass concentration
of these three factors with the respective AMS factors, the TD-PTR-MS detects 22%,
12%, and 10% of the BBOA, LVOOA, and SVOOA respectively. This means, that the
sensitivity of the TD-PTR-MS for BBOA is higher than for other factor classes and the
total organics (14% with respect to AMS total organic mass).
However, large uncertainties remain because a number of PTR factors correlate similarly
with the same AMS factors. This may indicate that an unique attribution is not possible at
this point. Further investigations need to be done by exploring a different number of PTR
factors and by applying factor analysis on PTR data matrices separated by the thermal
desorption temperatures. Furthermore, laboratory experiments should be performed with
the TD-PTR-MS to obtain reference mass spectra (e.g. from pure MSA particles). These
PTR-MS spectra can be used to identify and assign observed PTR PMF factors to aerosol
sources.
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Table 4.2.: Correlation coefficients (R2) of the comparison between AMS and PTR-MS factor time series in 2012. High
values are colored.
PTR-MS factors F1 F2 F3 F4 F5 F6
HOAAMS 0.25 0.24 0.09 0.04 0.08 0.07
BBOAAMS 0.69 0.82 0.14 0.04 0.57 0.34
MSA-OAAMS 0.15 0.15 0.03 0.00 0.04 0.00
SVOOAAMS 0.10 0.10 0.39 0.01 0.16 0.67
LVOOAAMS 0.57 0.61 0.21 0.04 0.82 0.33





































































Figure 4.13.: Comparison of time series of PMF factors from PTR and AMS data between May and July 2012. High
mass periods are indicated by light green background. The time period with easterly wind directions and high organic
contribution is highlighted in red. The sharp blue rectangles indicate main precipitation events.
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4.1.4. Factor analysis of ACSM data
The ACSM data set was divided into four seasons prior to the factor analysis of the
organic fraction using PMF/ME-2:
(i) July-August-September 2012: Summer 2012
(ii) October-November-December 2012: Autumn 2012
(iii) January-February-March 2013: Winter 2013
(iv) April-May-beginning of June 2013: Spring 2013
This segmentation differs from „classical“ seasons (e.g. June-July-August for Summer
terms and so forth), since ACSM data acquisition started in July 2012. Therefore, it
was not feasible to combine the „classical“ Summer months July and August from 2012
with June 2013 as one season. Furthermore, the periods were chosen corresponding to
the appearance of gaps in the ACSM data set. As PMF/ME-2 is providing factors with
periodically occurring sources, long data gaps should be avoided for the application of
factor analysis.
Table 4.3 gives an overview about the observed PMF factors for every season. Two
POA factors (HOA, BBOA) and two SOA factors (OOA, HULIS) were found over the
whole year of data acquisition, except that BBOA was not found significantly in Summer
2012. The SOA factors showed always higher contribution (54% - 84%) to total organics
compared to POA (16% - 46%, see figure 4.14). The POA profiles were constrained
within ME-2 using the HOA and BBOA mass spectra found by ME-2 analysis by Crippa
et al. (2014) at the CESAR tower in Cabauw in March 2009. For the HOA profile, a
constant a-value of 0.1 was found to be most suitable for every season. If observed, the
BBOA a-value was set to either 0.2 (Autumn 2012) or 0.3 (Winter and Spring 2013).
Table 4.3.: Overview of ACSM PMF factors observed for each season. X means this factor was found. For the constrained
profiles HOA and BBOA, the applied a-value is written in brackets.
Season HOA BBOA OOA HULIS
Summer 2012 (11.07. - 30.09.2012) X (a = 0.1) - X X
Autumn 2012 (01.10. - 29.12.2012) X (a = 0.1) X (a = 0.2) X X
Winter 2013 (08.01. - 27.03.2013) X (a = 0.1) X (a = 0.3) X X
Spring 2013 (05.04. - 03.06.2013) X (a = 0.1) X (a = 0.3) X X
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Figure 4.14.: Average contributions of ACSM PMF factors for each observed season
Figure 4.15 shows factor profiles found in each season. As can be seen, the mass spectra
of all factor classes vary relatively little between all seasons. The reference profiles for
HOA and BBOA which were used as initial constrains are indicated by red bars. In
general elemental analysis cannot be performed with UMR spectra. Instead of elemental
ratios, the so called f44 and f43 values can be determined. These are the mass fractions
of m/z 44 and m/z 43 to the total respective MS. Since m/z 44 is dominated by the CO+2
ion and m/z 43 has the highest contributions of C3H+7 and C2H3O+ ions, these ratios can
be used as indicator for the magnitude of oxygen and hydrogen content of the particular
profile, comparing to its carbon fraction. In addition, the corresponding f60 value is used
as an indicator for BBOA influence, as m/z 60 is largely dominated by the BBOA tracer
ion C2H4O+2 (see subsection 4.1.1). Aiken et al. (2008) found a correlation between the
f44 value and the O/C ratio, using high resolution AMS data from ambient and chamber
studies. This justifies the use of f44 as a surrogate for the oxygen content of OA in data
sets in which only UMR AMS data are available. Table A.21 in the appendix shows the
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estimated O/C ratios of ACSM PMF factors for each season using the equation given by
Aiken et al. (2008).
The HOA profile varies less than the BBOA factor over the entire year by means of its
MS pattern, explaining its lower a-value. As expected for POA, the HOA MS shows a
low f44 (0.01 - 0.02) and a high f43 (0.10 - 0.12) comparing to the other factor classes.
Although the HOA profile was constrained relatively strict (a-value = 0.1), the estimated
O/C ratios of 0.12 - 0.16 are in the range of the corresponding values found by the AMS
PMF factors in 2011 and 2012 (0.15 and 0.16, respectively).
The BBOA factors showed a very high m/z 29 signal (10% - 11% contribution), using
almost the whole freedom of the ME-2 model given by the a-values. This is a typical
characteristic for a BBOA factor for this measurement site as also seen within the AMS
campaigns (12% - 17% contribution). The fraction of m/z 60 in Autumn 2012 (3.7%)
and Winter 2013 (3.2%) is higher than from the BBOA reference spectrum (2.5%). The
corresponding value in Spring 2013 was 2.4%. The calculated O/C ratios (0.23 - 0.31)
are lower than of the AMS BBOA factors for the previous campaigns in 2011 and 2012
(0.46 and 0.31, respectively).
The OOA profile was also observed in PMF results of the AMS campaign in November
2011, showing a MS pattern as expected for a LVOOA factor. It is dominated by m/z 44,
followed by m/z 43 and in most seasons m/z 29, but no significant contribution from m/z
higher than 50 (approximately 1% - 2%). The estimated O/C ratio varied between 0.81
to 0.96, which is higher than every O/C ratio of a PMF factor found by the AMS. The
correlation coefficients (R2) with the OOA and LVOOA MS given by Ng et al. (2011a) are
0.94 and 0.97, respectively. Similar agreement was found compared to the LVOOA factor
observed by Mensah (2011) and Crippa et al. (2014) (R2 = 0.97 and 0.94, respectively)
at the CESAR tower in May 2008. The comparison with the OOA profile found in 2011
resulted in R2 = 0.94.
The HULIS factor class is described in subsection 4.1.2. HULIS was not only observed
in 2012 at the CESAR tower, but also by Mensah (2011) and Crippa et al. (2014) in May
2008. The HULIS profile found here shows therefore high agreement to spectra from the
literature (R2 = 0.99 for both references), as well as with the findings in 2012 (R2 =
0.94). It is characterized by a very high f44, increasing from Summer 2012 to Spring 2013
from 0.23 to 0.35, and very low f43 and f60 values, confirming its high oxidised state. In
addition, very high O/C ratios (0.96 - 1.42) were obtained by the conversion of the f44
values according to Aiken et al. (2008).
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Figure 4.15.: Mass spectra of ACSM PMF factors for each season between 2012 and 2013. For the constrained profiles
HOA and BBOA, the applied a-value is written in brackets. Corresponding reference spectra are shown by red bars. F44,
f43, and f60 are the mass fractions of m/z 44, m/z 43, and m/z 60 of the particular MS, respectively. Note that the y-axis
scales of the POA are zoomed by a factor of 2 comparing to SOA profiles.
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In figure 4.16, the time series of PMF factor classes found for all seasons are merged in
one graph. Note that in Summer 2012, no significant BBOA influence was seen. Thus, no
BBOA time series exists for this season. For all other factors the time series are continuous
on 01.10.2012, i.e. analysis of separate data files leads to a consistent result in terms of
both factor profiles and concentrations. The diurnal patterns of each factor separated by
the seasons are shown in figure 4.17. A summary of time series correlations for the whole
year is given in the appendix (table A.20).
The HOA contribution to total organic mass decreased from Summer 2012 to Spring
2013 from 16% to 8%. It reached a campaign average of 14%. Relatively high mass
concentrations were seen during two of the highlighted high mass periods (18.08. to
22.08.2012, and 16.01. to 27.01.2013), in addition to two distinctive time periods in the
nights of 19.05. and 26.05.2013, where concentrations reached up to 8 µg m−3 (average
over the whole year: 0.33 µg m−3). The maximum on 19.05. was accompanied by very
high concentration peaks of both, particulate Chl and gaseous CO. All HOA diurnal
patterns show a maximum at 7 and 11 am (LT) and a slight increase in the evening. In
winter 2013, these maxima were less distinctive comparing to the other seasons. HOA
showed the highest agreements with the POA tracers BC, NOx and CO (R2 = 0.38, 0.47,
and 0.47, respectively) over the entire campaign.
The BBOA factor showed its highest contributions in the colder Autumn and Winter
seasons. This and the diurnal maximum during the evenings and nights match the expect-
ations for a factor linked with domestic heating activities. The mass fraction of BBOA
was higher in Autumn (23%) than in Winter (15%), although the ambient temperature
was generally lower in Winter 2013 (see figure 3.29). Averaged over the whole campaign,
the contribution to total organics was 12%, including Summer 2012, where its fraction
was set to zero. As expected, the BBOA time series agreed very well with the signal of
m/z 60 (R2 = 0.94), measured by the ACSM. Similar to the other POA factor HOA, the
highest correlations were observed with BC, NOx and CO (R2 = 0.39, 0.36, and 0.49,
respectively).
The OOA factor dominated in Winter and Spring 2013 (47% and 48% contribution,
respectively; 33% over the whole year). As seen in the AMS campaign in November 2011,
the OOA factor observed during the ACSM campaign showed a night-time maximum and
a day-time minimum. This is characteristic for a SVOOA behaviour, as well as the high
agreement with NO3 over the whole year (R2 = 0.63). The correlation to the LVOOA
associated compound SO4 is less (R2 = 0.48). During the defined high mass periods
(highlighted in green in figure 4.16), the increase of the OOA mass concentration (up to
11.8µg m−3), relative to the campaign average (1.05 µg m−3), is much stronger compared
to the other PMF factors, meaning that its mass fraction increases during these periods.
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The HULIS factor provided the highest contribution to the total organic mass over
the entire campaign (41%) and was the dominant factor in Summer and Autumn 2012.
The diurnal pattern of the HULIS factor showed no distinctive trend, except for a slight
night-time maximum in Autumn 2012. Also the comparison to the most important tracers
(table A.20) showed no particular preferential attribution, either to a low-volatile (R2 =
0.41 with SO4), semi-volatile (R2 = 0.47 with NO3) or even to primary organic aerosol
(R2 = 0.47 with BC). These characteristics were also reported for the HULIS factor found
at CESAR in Cabauw in May 2008 (Mensah, 2011; Crippa et al., 2014) and May to July
2012 (subsection 4.1.2). The correlation of the sum of the secondary inorganic species
NO3 and SO4 with the sum of the OOA and HULIS time series gives a coefficient of R2 =
0.70, which is slightly higher than with OOA only (R2 = 0.67). Again this might speak
for the SOA character of the HULIS factor.
For all PMF factors, no preferential wind direction was observed over the entire cam-
paign, as shown in figure 4.18. During the high mass periods mentioned above, OOA
originated mostly from the directions between 20° and 180° in respect to the tower. This
is not the case for HULIS, which origins vary throughout all directions, also during high
mass periods. The distinctive plume of HOA in the nights of 19.05. and 26.05.2013 came
from the north east.
117
4. Discussion













































































Figure 4.16.: Merged time series of ACSM PMF factors between 2012 and 2013. Note, that these plots were not obtained
from one PMF/ME-2 exploration. The temporal overlap with the AMS and TD-PTR-MS is highlighted in red. High mass
periods are indicated by green backgrounds, according to figure 3.30. Vertical lines represent the division into the four
seasons.
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Figure 4.17.: Average diurnal variations (LT) of ACSM PMF factors separated by season
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Figure 4.18.: Polar graphs of ACSM PMF factors between 2012 and 2013, colour-coded by time. The radii represent the
respective mass concentration in µg m−3, the angles show the cardinal directions, with the tower in the centre of the plots.
Attention should be paid on the different radius scales.
4.1.5. Summary and conclusions from organic aerosol analysis
Throughout all AMS/ACSM campaign periods at the CESAR tower in Cabauw, sec-
ondary organic aerosol (SOA) dominated the PM1 organic fraction over primary organic
aerosol (POA = HOA + BBOA). Here, SOA is considered as the sum of OOA, SVOOA,
LVOOA, and HULIS, depending on which factor classes were observed. Figure 4.19 shows
average abundances of particular factors during a number of high mass periods defined in
chapter 3.
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Figure 4.19.: Average contributions of PMF factors during selected high mass periods
HOA showed the highest average mass contributions in November 2011 (35%). Besides
2011, HOA had less influence, varying between 8% and 16% of total organics. The
characteristic maxima during the morning and evening rush hours and the relatively high
correlation to traffic related tracer compounds CO and NOx emphasizes that the main
source for HOA is attributed to traffic. Black carbon (BC) is related to both POA sources,
traffic and biomass burning. Its correlation to both factors is equal on average regarding
all campaigns. During the high mass period from 21.11. to 23.11.2011, the HOA fraction
increased to 40%, while the OOA fraction decreased with respect to its campaign average
(53%). As explained in subsection 4.1.1, the AMS was most likely sampling within the
stable boundary layer (SBL) in this period. Within the SBL, the AMS measured fresh
night-time emissions from the ground, which were not mixed with the upper layers. Thus,
high concentrations of POA were detected by the AMS within the SBL, resulting in a
high contribution of HOA at this time. This is in contrast to the other periods shown
in figure 4.19, where no evidence of such a scenario was seen. Hence, the HOA fraction
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was changing only marginally during the last three periods in figure 4.19 relative to the
respective seasonal average.
The BBOA factor showed a clear and expected annual variation. Except for the Summer
term in 2012, it was found in every campaign period, where it had largest contribution in
the colder seasons Autumn and Winter (12% - 23%). Together with its diurnal pattern,
this is within the expectations for a factor linked with domestic heating sources. The
relatively low temperatures during the AMS campaign between May and July 2012 and in
Spring 2013 (diurnal minima: 12◦C and 7◦C, respectively) explain, why this source could
also be reasonably seen there, but with lower contribution (8% and 9%, respectively).
In comparison, the average diurnal minimum temperature in Summer 2012 was 13.5◦C.
During periods with high total mass concentrations, the BBOA fraction is increased by
approximately 4-9 percentage points comparing to the respective seasonal or campaign
average.
Major mass contribution of SOA were seen during the seasons with high average temper-
atures, namely Summer 2012 (84%) and Spring 2013 (83%). The average SOA fraction
between May and July 2012 was still high (67%), but less than in Winter 2013 (75%).
In both Autumn periods (November 2011 [AMS] and Autumn 2012 [ACSM]), the lowest
contribution were obtained from SOA (53% and 51%, respectively), with the remainder
of OA attributed to POA sources (HOA, BBOA). These findings are in agreement with
PMF/ME-2 results by Crippa et al. (2014), where SOA factors contributed 61% and 70%
to total organics in Cabauw in May 2008 and March 2009, respectively.
The OOA factor found in 2011 and during all seasons during the ACSM campaign was
the most dominant OA besides the HULIS factor. As a result of the generally high OA
oxidation state seen at the CESAR tower the OOA profile showed a relatively high O/C
ratio and a dominance of the CO+2 ion (AMS), respectively a high f44 (ACSM). These
findings are typical for LVOOA factors presented by Zhang et al. (2011) and Ng et al.
(2011b). On the other hand, the OOA diurnal behaviour, which is anti-correlated with the
ambient temperature, and its high correlation with particulate NO3 links this factor with
a semi-volatile character. OOA is the most important factor when mass concentrations
increase during periods shown in figure 4.19.
A similar behaviour over time like OOA was observed for the SVOOA factor in 2012. In
addition, its profile matches the expectation for a semi-volatile factor (Zhang et al., 2011).
During the 2012 high mass period its contribution (12%) was less than the campaign
average (22%), which underlines that in 2012, the highly oxygenated LVOOA factor had
more influence on the total organic fraction than the semi-volatile factor.
The high OA oxidation state in Cabauw is underlined by the prominent abundance
of the very highly oxidised HULIS profile, seen both in 2012 and during the ACSM
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measurement time. This factor class was also found by Mensah (2011) and Crippa et al.
(2014) at CESAR. Since it had no distinct diurnal variation and preferential wind direction
at almost every investigated season, it can be considered as regional background aerosol
at this rural site. Additionally, the variation between the seasonal average concentrations
of HULIS within the ACSM data set is less than ±10%, as indicated in figure 4.16. The
reason why HULIS was the dominant factor in Summer and Autumn 2012, is due to the
lower mass concentrations of the other factors compared to the remaining periods. In
turn, OA mass increased during high mass periods mainly due to the increase of the other
SOA concentrations, resulting in higher mass fractions of especially OOA and LVOOA.
A number of studies are published with different theories on the formation and sources of
atmospheric HULIS. Graber and Rudich (2006) suggested that the formation of HULIS
happens by oligomerization of lighter organic acids in liquid droplets in the atmosphere
within time scales of hours to days. This is consistent with the findings reported in
this work, that HULIS is an ubiquitous background factor at this measurement site,
characterized as regionally well mixed aerosol of long atmospheric lifetime.
The MSA-OA factor is belonging to the SOA fraction, but was exclusively found in the
2012 AMS campaign, mainly at one distinctive plume between 22.05. 4 pm to 23.05.2012
10 pm. The high fraction of organic sulphates to the MSA-OA profile attributes this factor
to marine sources. MSA is an oxidation product of dimethyl sulphide ((CH3)2S, DMS),
which is released from the ocean into the atmosphere (Chasteen and Bentley (2004), see
also chapter 1). Thus, the source of an MSA-OA factor can be attributed to marine
air. This factor class was not only observed in marine environments Zorn et al. (2008);
Schmale et al. (2013), but also in the continental mega city of Paris (Crippa et al., 2013b).
Furthermore, the organic sulphate ions mentioned above are used as tracer ions for marine
aerosols. These organic sulphate ions were exclusively attributed to the MSA-OA factor.
As expressed in figure 4.7, MSA-OA originated from directions between 210° to 315°. This
is reasonable, keeping in mind that the Dutch sea coast ranges from the north to south
western directions with respect to the CESAR tower. At the time of the MSA-OA plume,
HULIS is the only factor with decreasing mass concentration (see figure 4.5), showing
that HULIS has no marine origin.
Overall, local POA emissions have less importance for the organic fraction comparing
to SOA sources throughout all seasons, as expected for this rural site (Mensah, 2011;
Crippa et al., 2014). The local reduction of organic aerosol mass is therefore challenging,
also because the ubiquitous HULIS fraction shows no designated local source.
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4.2. Aerosol composition during specific periods
4.2.1. High mass periods
Within this work, PM1 chemical composition data was obtained by the ACSM at the
CESAR tower in Cabauw for a period of almost one year. Several air quality standards
for particulate matter have been established so far. Table 4.4 summarizes the air quality
standard for PM2.5 mass, defined by the WHO air quality guideline (global update 2005,
WHO (2006)) and the EU Air Quality Directive 2008/50/EC1, respectively. For both
guidelines, a data coverage of 75% for one day and 90% for one calendar year, respectively,
is mandatory for a proper risk assessment. Although the last requirement could not be
achieved with the ACSM between July 2012 and June 2013 (70% coverage), the average
total PM1 mass of 9.5µg m−3 determined in this time might be an indicator, that the
WHO PM2.5 annual mean limit was at least approximated.
Table 4.4.: Air quality standards for PM2.5, established by the WHO and the EU
Guideline PM2.5 24h mean PM2.5 annual mean
WHO Air Quality Guideline, 2005 25 µg m−3 10µg m−3
EU Air Quality Directive 2008/50/EC - 25 µg m−3
Figure 4.20 shows the time series of the daily mean total mass derived from ACSM and
MAAP data, where the required data coverage of 75% was reached. The WHO PM2.5
daily mean limit was exceeded on 12 days, at least one time per season. 7 exceedances were
observed during the high mass period from 16.01. to 27.01.2013. In order to investigate
which sources have the largest impact on air quality at this rural site, it is important to
identify the aerosol components and their origins during these time periods, where the
highest mass concentrations were observed.
In subsection 4.1.5, the composition of organic aerosol during several periods, especially
with high particulate mass loadings, was discussed. Since the inorganic species dominated
the total mass on average throughout all seasons, it is important to investigate the total
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Figure 4.20.: Daily mean time series of ACSM+MAAP total mass between July 2012 and June 2013. The horizontal red
line indicates the WHO PM2.5 daily mean limit.
Figure 4.21 shows the average fraction of aerosol species observed at the high mass
periods corresponding the figure 4.19. Again, the special meteorological situation on
22.11. and 23.11. is clearly seen by the increased contribution of BC (25%), while the
sum of inorganics results in only 40% of total mass concentration. This is in contrast to
all other periods. The AMS was likely sampling within the SBL during the high mass
period in 2011. The observations emphasize that BC and POA (see subsection 4.1.5), to
which BC is linked, have a much higher influence on the total mass in the SBL than in
the upper layers. In the 2011 high mass period, the POA components HOA, BBOA and
BC contributed 41% to total aerosol mass, resulting in a concentration of 9.23 µg m−3 on
average.
Nevertheless, nitrate and organics remain as the dominant species in all these periods,
reaching up to 77% of total mass in August 2012. Since the inorganic species NO3 and
SO4 are produced by atmospheric processes, they are considered as secondary aerosols
(see chapter 1). Together with the high abundance of SOA during the periods in 2012
and 2013, chemically aged aerosol components have the largest impact on total particulate







































Figure 4.21.: Average contributions of individual aerosol species during selected high mass periods
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4.2.2. Precipitation events
An important removal process for atmospheric particles is wet deposition, or in other
words aerosols and their gaseous precursors are washed out by precipitation like rain.
Due to the equilibrium between the particulate and gas phase, a depletion of gases due
to e.g. rain causes a concentration gradient between gas and particles. This results in an
evaporation of corresponding particulate compounds. The different physical and chemical
properties of compounds like water solubility result in different removal efficiencies.
Figure 4.22 shows the relative decrease of aerosol species (a) and of PMF factors (b),
from concentration measurements averaged closely before and after selected precipitation
events, in these cases rain or sleet. Figures A.28 and A.29 in the appendix display the
corresponding fractional abundances. The following events were chosen:
(i) 25.11.2011: 165 mm rainfall within 2 hours.
(ii) 31.05.2012: 4266 mm rainfall within 3 hours
(ii) 26.01.2013: 117 mm rainfall (sleet) within 3 hours
These events were selected as the total masses changed significantly and the wind
direction was not changing. In this way the change in aerosol composition seen can be
considered to be mainly due to the varying efficiencies of organic and inorganic components
wet removal.
A large decrease of mass concentration was observed for NO3 at each examined event.
Further analysis of the rain events in 2011 and 2012 shows, that the inorganic nitrate
(InOrgNO3) fraction was more affected by wet deposition than the organic (OrgNO3)
fraction. The ratio of OrgNO3 to total nitrate mass increased from 27% to 73% and from
6% to 27%, respectively. This is not surprising, because particulate InOrgNO3 consisted
largely of NH4NO3 at this site, and has therefore a high water solubility (NH4NO3: 2089 g
L−1 at 25◦C, Adams and Gibson (1932)), whereas the alkyl fragments of OrgNO3 molecules
lower the water solubility compared to pure NH4NO3 (Roberts, 1990). As an example,
methyl nitrate (CH3ONO2) as the lightest organic nitrate has a water solubility of 1mg
L−1 (at 25◦C; Patty et al. (1982)). Although methyl nitrate is not expected within the
particulate phase, it illustrates the large decrease of hygroscopicity by adding one methyl
group compared to NH4NO3.
Particulate SO4 also mainly existed as its inorganic ammonium salt (NH4)2SO4, as
indicated by the presence of Excess-NH4 in the campaigns in 2011 and 2012. The mass
fraction of this compound (water solubility: 754 g L−1 at 20◦C, Haynes (2012)) decreased
during the precipitation event on 25.11.2011 and rose during the rain events in 2012 and
2013. This is also a result of the different organic composition (see below). The reduction
of NH4 is likely a result of scavenging of NH4NO3 and (NH4)2SO4, while Excess-NH4 was
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reduced almost completely. A remarkable low reduction was seen from BC during the
precipitation on 25.11.2011. This event is close after the high mass period from 21.11. to
23.11.2011 described above. The low scavenging effect on BC here underlines again the
assumption that the stable boundary layer consisted of fresh and less oxidised aerosols
This is reflected by their low water solubility, also of compounds contributing to black
carbon.
On average, the hygroscopicity of organic compounds is thought to be positively cor-
related with the O/C ratio, since oxygen atoms increase the polarity and thus the affinity
to water (Jimenez et al., 2009). On the other hand, this topic is more complex since
other parameters like molecular weight, size and the nature of functional groups influence
the water solubility as well (Pearlman et al., 1984). Besides oxygen, the most prominent
heteroatoms are sulphur and nitrogen. These elements have likely less impact on the
water solubility within the presented data compared to oxygen, because of their relative
low abundance as seen by the low N/C ratios and S/C ratios of the AMS PMF factors
(both 0.00 - 0.03; O/C = 0.16 - 0.74).
As expressed in figure A.29, HOA provided major contribution to total organics before
and after the rain event in 2011, thus the reduction is rather small. Although the HOA
profile had a relatively high O/C ratio (0.15, see subsection 4.1.1) it is still considered to
contain a high amount of rather hydrophobic hydrocarbons.
The largest decreases were seen for BBOA, especially for the events in 2011 and 2012,
although its O/C ratio (0.46 and 0.31, respectively) was lower than the O/C of the OOA,
LVOOA, or HULIS factor. This indicates that BBOA had higher contribution of water
soluble compounds than these SOA factors. Also LVOOA was more reduced than the
highly oxidised HULIS, which shows, that the elemental ratios should not be taken as
the only parameters to predict the removal efficiencies for wet deposition. The relatively
low efficiency of wet removal of HULIS is in accordance with the following consideration.
Atmospheric HULIS is reported to show similarities to terrestrial humic acids (HA) and
fulvic acids (FA) due to their (poly-) acidic nature, but with lower molecular weight
(< 1000 amu) than HA or FA (Graber and Rudich, 2006; Kiss et al., 2003). On the
other hand, solid-phase extraction protocols for HULIS associate them with the more
hydrophobic fraction of water-soluble aerosols (e.g. Varga et al. (2001)).
Note that the mass concentration of MSA-OA was below the detection limit for organics
(0.037µg m−3) both before and after the precipitation event on 31.05.2012. Thus, its
percentaged reduction should be neglected.
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Figure 4.22.: Relative reduction of mass concentrations from individual aerosol species and total mass (a), and from PMF




As seen in subsections 3.1.1.1 and 3.2.1.1, significant amounts of particulate organic ni-
trates were observed during the 2011 and 2012 AMS campaigns. There, concentrations
of 0.47 µg m−3 and 0.22 µg m−3 were determined, corresponding to 40.0% and 13% to
total nitrate mass, respectively. This is in agreement with Mensah (2011), where concen-
trations of 0.52µg m−3 and 0.36µg m−3 in May 2008 and March 2009 could be obtained
at CESAR, which resulted in OrgNO3 fractions of 31% and 27%, respectively. Within
the European Integrated project on Aerosol Cloud Climate and Air Quality Interactions
(EUCAARI; Kulmala et al. (2011)), organic nitrates were seen at almost all AMS meas-
urement sites across Europe, where the highest mass concentrations were determined in
central European sites like San Pietro Capofiume (Italy, average: 1.2µg m−3) and the low-
est in remote areas such as Jungfraujoch (Switzerland, average: 0.03µg m−3. In addition,
only little variations of the OrgNO3 fraction were seen for all sites when comparing the
measurement periods May 2008, October 2008, and March 2009 (38%, 44%, and 34%,
respectively). A summary is given by Kiendler-Scharr et al. [2014, in preparation].
The maxima during the night and at 1 pm (LT) of particulate OrgNO3 in 2011, as
seen in figure 3.6, indicate the two different formation processes of organic nitrates: The
oxidation of VOC’s by OH radicals (only at day-time) and ozone (at day- and night-time;
see chapter 1). Since the temperatures were generally low during the 2011 campaign,
losses of this aerosol compound class due to evaporation were less important than in
2012. The proposed semi-volatile character of organic nitrates is underlined by the fact,
that OrgNO3 correlated best with the semi-volatile OA factors OOA (2011, R2 = 0.72)
and SVOOA (2012, R2 = 0.47), as also seen by Mensah (2011) and Kiendler-Scharr et
al. [2014, in preparation].
The prominent presence of OrgNO3 suggests that the oxidation of VOC’s with NO3
radicals plays an important role for the formation of organic aerosols. Furthermore, the
findings of this nitrate fraction even in rural sites with less anthropogenic emissions of NOx
leads to the conclusion, that organic nitrates might also serve as a temporary reservoir
for NOx and could transport it into regions without primary emissions, as suggested by
Kiendler-Scharr et al. [2014, in preparation]. Overall, a potential reduction of the organic
nitrate fraction, which contribute significantly to organic aerosols, might be effectively




AMS data from November 2011 and from May to July 2012 showed the presence of Excess-
NH4 (see subsections 3.1.1.2 and 3.2.1.2) with average contributions of 2% and 1% to
total particulate mass, respectively. In 2011, Excess-NH4 was found throughout the whole
month apart from scavenging events near the end of the campaign, while in 2012 significant
concentrations were observed mainly within the high mass periods from 21.05.-24.05. and
on 05.07. and 06.07.2012. As described in subsection 2.2.1.2, the fraction of inorganic
nitrates to total nitrate could not be determined for ACSM data. Thus, the total nitrate
mass was used to determine the aerosol ion balance, which resulted in negative Excess-
NH4 throughout the whole ACSM campaign (subsection 3.3.0.1). Due to the uncertainty
by terms of the lag of InOrgNO3 information, it cannot be excluded, that Excess-NH4
might also be present during July 2012 and June 2013, which is emphasized by high
gaseous ammonia concentrations measured by the MARGA (see below).
Excess-NH4 was also found by Mensah et al. (2012) in May 2008 at CESAR with a
contribution of 4%. Parallel to the AMS measurements reported here, another AMS
was sampling in the afternoons of 21.05. and 22.05.2012 on-board a Zeppelin airship
around the CESAR tower and Cabauw at heights between 50m and 380m (Rubach,
2013). There, Excess-NH4 was found with average concentrations of 0.68µg m−3 and a
maximum of 1.5 µg m−3, representing 2.1% and 4.8% to total mass, respectively. Note,
that these findings could not be confirmed by collocated MARGA measurements, where
the aerosol ion balance showed long periods with acidic aerosols and some high peaks of
Excess-NH4, which are not in agreement with AMS data.
The precursor for particulate NH4 is gaseous ammonia (NH3), which condenses on aer-
osols in form of ammonium salts with sufficient low saturation vapour pressures. The
agricultural sector dominates as an emission source for ammonia, especially in the Neth-
erlands (van der Hoek, 1998). It is dominated by animal husbandry with a share in total
ammonia emissions in Europe of about 93.6%2. In agriculture, about 82% of emissions
originate from livestock farming. The remaining NH3 emissions stem from road transport,
the waste sector and industrial processes.
Besides its role as an aerosol precursor, ammonia contributes to acid deposition and
eutrophication (Fangmeier et al. (1994); Krupa (2003) and references therein). The sub-
sequent impacts of acid deposition can be significant, including adverse effects on aquatic
ecosystems in rivers and lakes, and damage to forests, crops and other vegetation. Eu-





cluding decreased biodiversity, changes in species composition and dominance, and tox-
icity effects. Therefore, a number of policies have been implemented within Europe that
either directly or indirectly act to reduce emissions of NH3. One is the Gothenburg
Protocol3 (1999) to the United Nations Economic Commission for Europe’s (UNECE)
Convention on Long-Range Transboundary Air Pollution (LRTAP Convention) to abate
acidification, eutrophication and ground-level ozone. There, the Netherlands obligated
themselves to reduce ammonia emissions to a level of 120 kt in the year 2020. This goal
was already reached in 2009, as well as for almost all EU-countries: the overall ammonia
emission within UNECE-Europe (including international shipping) was reported to be
5543 kt (Kuenen et al., 2014), where the contribution of the Netherlands was 115 kt. The
reduction between 2003 and 2009 was approximately 4% and 14% for Europe and the
Netherlands, respectively.
However, local concentrations of ammonia, especially in rural sites in North-West
Europe like Cabauw, reach relatively high levels. In May 2008, NH3 concentrations
showed an average of approximately 20 µg m−3 (Derksen et al., 2011). During the AMS
campaign 2012, the MARGA measured an average of 9.0µg m−3 of ammonia with its
PM1 inlet. Maxima of 53µg m−3 and 34 µg m−3 were seen during the high mass periods
between 21.-23.05.2012 and 04.-06.07.2012, respectively, where the highest concentrations
of Excess-NH4 were observed by the AMS. The MARGA showed also high ammonia con-
centrations during the ACSM campaign (average: 7.0 µg m−3), especially in August 2012,
where maxima up to 48µg m−3 were obtained. These observations likely result from the
high number of animal farms and the use of nitrogen containing fertilizers around the
CESAR tower.
By definition, Excess-NH4 cannot be bound in aerosols via neutralization by meas-
ured inorganic ions given by particulate NO3, SO4, and Chl. A pathway of NH3 uptake
to particles that does not include inorganic ions is an acid-base reaction of NH3 with
carboxylic acid groups. Carboxylic acid groups are considered to be detected as equal
amounts of CO+ and CO+2 ions by the AMS (Aiken et al., 2008). Note that CO+2 is
also produced from gas phase CO2 in the AMS. This contribution was accounted for by
the filter measurements described in subsection 2.1.1. The CO+2 signal deriving from the



















































Excess-NH4 = 0.71 x Org-CO2 - 1.00
R2 = 0.66
 1:1b)
Figure 4.23.: Correlation plots of molar concentrations of Excess-NH4 and Org-CO2 from AMS data in 2011 (a) and 2012
(b). Slopes of 1.11 ± 0.01 and 0.71 ± 0.01 were obtained, respectively.
A good correlation was found between the molar concentrations of Excess-NH4 (neNH4 )
and Org-CO2 (nOrg-CO2) in both AMS campaigns, as seen in figure 4.23. This is in good
qualitative agreement with observations by Rubach (2013), done partly in parallel with
the data presented here. Assuming that each available carboxylic acid group combines
with an Excess-NH4 molecule via an acid-base reaction, a ratio of neNH4 to nOrg-CO2 of 2
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would be expected. This is because a carboxylic acid group is fragmented within the
AMS either to a CO+ or a CO+2 ion, with a 50% chance for each case. The Org-CO2
concentrations shown here consider the signal of CO+2 only. The observed lower slopes
of 1.11 ± 0.01 and 0.71 ± 0.01 for 2011 and 2012, respectively, may have the following
reasons:
1. Organic acids, whose acid strengths are lower than the one of NH+4 (pKs(NH+4 ) =
9.26; Bates and Pinching (1950)) are not able to bind ammonia via an acid-base
reaction, but are still contributing to the Org-CO2 signal.
2. The abundance of Excess-NH4 might be limited by the available gas phase NH3, i.e.
the organic acids may not be fully neutralized by NH4. On the other hand, this
would only explain the varying neNH4 concentration, but not the good correlation to
organic acid groups. In other words, the theory of the acid-base reaction would not
be refuted.
3. Functional groups other than organic acid groups are also fragmented to CO+2 ions
and contribute to the CO+2 signal significantly. However, the good correlation
between neNH4 and nOrg-CO2 would then assume, that particulate molecules with such
groups have likely similar time series, or in other words, a similar source like partic-
ulate molecules with carboxylic acid groups, or these molecules are even identical.
Since organic aerosols measured in 2011 and 2012 were analysed by PMF (see subsec-
tion 4.1.1 and 4.1.2), correlations of different organic factors with Excess-NH4 can be
determined. This may give additional information on the nature of functional groups
within the PMF factors. Tables A.16 and A.17 illustrate the correlation coefficients of
AMS PMF factors found in 2011 and 2012. The highest correlations were obtained for
Excess-NH4 with the SOA factors OOA in 2011 (R2 = 0.66) and LVOOA in 2012 (R2
= 0.64). Additionally, moderate correlations were seen between Excess-NH4 and the re-
spective BBOA factor (R2 = 0.29 and 0.49 for 2011 and 2012, respectively). These results
can be explained by the relatively high contributions of CO+2 to these profiles, expressing
a significant amount of carboxylic acid groups within the factors (see figures 4.1 and 4.4).
An exception from this assumption was found by the low agreement between the time
series of Excess-NH4 and the HULIS factor in 2012 (R2 = 0.36), although its profile was
highly dominated by CO+2 . HULIS is characterized by a poly-acidity, similar to fulvic
acid. On the other hand, HULIS shows lower aromaticity, higher H/C molar ratios, and a
weaker acidic nature than fulvic acid (Graber and Rudich (2006) and references therein).




To quantify the assumption of the acid-base related binding of NH3, a correlation
between the molar concentrations of Excess-NH4 and SOA-CO2 has to be determined.
Knowing the fractional abundance of CO+2 in each factor profile, the time series of the
SOA-CO2 molar concentrations can be determined and correlated to the molar concentra-
tion of Excess-NH4. This was done for the OOA and LVOOA factors, respectively, shown
in figure 4.24.
In 2011 and 2012, slopes of 1.61 ± 0.05 and 0.90 ± 0.02 were observed, respectively.
These values are still lower than the expected ratio neNH4 to nOrg-CO2 of 2, but higher than
the slopes achieved by the correlation of Excess-NH4 and the total Org-CO2. Likely both
PMF factors contain components, which do not bind NH3, but are partly detected as
CO+2 by the AMS. These groups can derive from e.g. weak organic acids or esters, which
are likely detected partly as CO+2 by the AMS. A limitation of Excess-NH4 by ammonia
gas phase concentrations is not likely, since very high NH3 amounts were measured by
the MARGA at times with high Excess-NH4 concentrations (see above). Hence, it can
be assumed that the amount of Excess-NH4 is driven exclusively by the concentration of
carboxylic acid groups with sufficient acid strength.
As mentioned, the TD-PTR-MS has a higher sensitivity for nitrogen containing organic
aerosols than the AMS. This would lead to the conclusion, that PTR PMF factors (see
subsections 4.1.3.1 and 4.1.3.2) with a high N/C ratio should also show a good agreement
with either Excess-NH4 and/or the time series OOA and LVOOA/BBOA factors found
by the AMS in 2011 and 2012, respectively. In 2011, the correlation coefficients of the
PTR PMF factors F1 and F2 (both N/C = 0.09) with OOA were higher (R2 = 0.35 and
0.63, respectively) than of F3 (R2 = 0.22, N/C = 0.05). In 2012, the PTR factors F1 and
F2 with high N/C ratios (0.06 and 0.15, respectively) showed also good agreement with
Excess-NH4 (R2 = 0.42 and 0.43, respectively), as well as with the time series of the AMS
LVOOA factor (R2 = 0.57 and 0.61, respectively) and BBOA factor (R2 = 0.69 and 0.82,
respectively). An exception is the PTR factor F5, which shows also good agreement with
Excess-NH4, LVOOAAMS, and BBOAAMS (R2 = 0.52, 0.82, and 0.57, respectively) but the
lowest N/C ratio of 0.03. Despite that the PTR PMF solutions presented in this work
are a first approach and need further investigations, the agreements between factors with























































Figure 4.24.: Correlation plots of molar concentrations of Excess-NH4 and Org-CO2 fractions of the PMF OOA factor
found in 2011 (a) and the PMF LVOOA factor found in 2012 (b). Slopes of 1.61 ± 0.05 and 0.90 ± 0.02 were obtained,
respectively. Note that by definition, PMF factors only consist of positive data values.
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5. Summary and Outlook
This work provides long term mass spectrometric data of atmospheric aerosols (PM1)
acquired at the CESAR tower in Cabauw, the Netherlands, which is a representative site
for North Western Europe. This includes measurements from a High Resolution Time-
of-Flight Aerosol Mass Spectrometer (AMS), an Aerosol Chemical Speciation Monitor
(ACSM) and a Thermal-Desorption Proton-Transfer-Reaction Time-of-Flight Mass Spec-
trometer (TD-PTR-MS). Acquisition times ranged from months (AMS, TD-PTR-MS) to
almost one year (ACSM). Special focus was laid on the analysis and interpretation of the
chemical composition of the aerosol, providing insight into main aerosol sources. Qual-
ity assurance of overall mass concentration and aerosol composition was performed using
data from collocated SMPS and MARGA instruments, respectively.
It is demonstrated, that the nitrate and organic fraction were the dominant aerosol
species throughout almost all campaigns at this rural site. Nitrate showed the highest
contributions during Winter and Spring 2013.
The total PM1 aerosol mass exceeded the WHO PM2.5 daily mean limit twelve times
in total. An average total mass of 9.50µg m−3 was obtained during July 2012 and June
2013, close to the the WHO PM2.5 annual mean limit of 10 µg m−3. At high mass periods,
nitrate was mostly the major fraction, followed by organics, except for individual cases,
where organics and black carbon largely dominated. Inorganic nitrates consisted nearly
exclusively of ammonium nitrate. In addition, the observation of excess ammonium,
bound most likely by carboxylic acid groups within the particulate phase, indicates also
the high influence of nitrogen containing precursors such as NH3 and NOx on the formation
of inorganic (mainly NH4NO3 and (NH4)2SO4) and organic aerosols (e.g. OrgNO3) at this
rural measurement site. Controlling the emissions of anthropogenic nitrogen oxides and
ammonia should therefore have a very large effect on the reduction of particulate mass.
Further analysis of the organic aerosol (OA) fraction was performed by applying Pos-
itive Matrix Factorization (PMF) and Multilinear Engine 2 (ME-2), respectively, on all
data sets. It is shown that secondary organic aerosols (SOA) were the dominant factors
throughout all periods, including factors with semi-volatile, low-volatile, and HULIS char-
acteristics. The last is shown to be a highly oxidised regional background aerosol with no
designated local source. Major contribution of primary organic aerosols (POA) originate
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from traffic related hydrocarbon like (HOA) and biomass burning aerosol (BBOA), which
dominated the organic fraction at individual high mass periods. Besides this, primary
emissions played a minor role in Cabauw. Removal efficiencies of organic factors by wet
deposition are seen to differ largely. While BBOA showed the highest reduction due to
precipitation, HULIS is observed to rather remain in the particulate phase, underlining
its role as background aerosol. Since chemically aged organic aerosol showed the highest
contribution, a potential reduction of this fraction is challenging on a local scale. Hence,
the control of primary organic aerosol emissions should be performed together with the
reduction of secondary OA precursors.
First PMF analyses were performed with organic aerosol data obtained by the TD-
PTR-MS, indicating that especially nitrogen containing components could be identified
sensitively. PTR PMF results show reasonable correlations with factors from the colloc-
ated AMS. However, further investigations on this topic will be performed to gain the full
potential of the TD-PTR-MS system. This includes the exploration of PMF approaches
of data sets separated by the thermal desorption temperature. Hence, a pre-separation of
factors by their volatility will be achieved and simplify the PMF analysis. Furthermore,
reference mass spectra for expected factors (e.g. MSA-OA) need to be obtained with the
TD-PTR-MS to compare them with mass spectra found within PMF of ambient measure-
ments. This will help to understand and identify proper PTR-PMF solutions and deepens
the understanding of processes involved in organic aerosol mass formation and ageing.
The aerosol composition data sets and results obtained in this work can be used as basis
for regional chemical transport models. Using these models quantitative estimations can
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A.1. AMS calibration results and data analysis:
November 2011
A.1.1. Calibration results
Table A.1.: Results from AMS Ionization Efficiency (IE) calibrations of the V-mode during the campaign in Cabauw 2011
Calibration date Mode IEV Ratio IEV to AB RIENH4
08.11.2011 V 0.95·10−7 5.29·10−13 4.8
16.11.2011 V 1.19·10−7 6.35·10−13 4.8
22.11.2011 V 1.11·10−7 5.93·10−13 4.7
01.12.2011 V 1.14·10−7 5.98·10−13 4.4
Table A.2.: Results from AMS Ionization Efficiency (IE) calibrations of the W-mode during the campaign in Cabauw 2011
Calibration date Mode IEW Ratio IEW to AB RIENH4
08.11.2011 W 2.11·10−9 5.30·10−13 4.8
16.11.2011 W 3.13·10−9 6.35·10−13 4.8
22.11.2011 W 3.11·10−9 5.93·10−13 4.7
01.12.2011 W 3.57·10−9 5.98·10−13 4.4
Table A.3.: Results from AMS particle size distribution calibrations during the campaign in Cabauw 2011; Here, PSL’s
with diameters of 81, 97, 151, 220, 269, 350, 498, and 596 nm were used. n.m.: not measured.
Calibration date vl vg D∗ b
08.11.2011 n.m. n.m. n.m. n.m.
16.11.2011 10 300 57.17 0.49
22.11.2011 10 300 56.77 0.49




• List of masses (Diff spectra) used for m/z fitting in V-mode: C+, OH+, H2O+, O+2
Ar+, CO+2 , SO+, SO+2 , 182W+, 184W+, 186W+
• List of masses (Diff spectra) used for m/z fitting in W-mode: OH+, H2O+, O+2 , Ar+,
CO+2 , 182W+, 184W+
Baseline
• Mass defect wave set to CH







• Added m/z 30 to Region 2 only channel list
• Added m/z 33 to Region 2 only channel list
Air Beam (AB) correction
• Used N2 as MS AB reference
• Set manual values, determined of the average values from all ionization efficiency
calibrations:
Table A.4.: Manually set values used for AB correction of V- and W-mode for the 2011 AMS data
Mode MS AB IE Flow rate
V 187000 1.1·10−7 1.33
W 5030 3.0·10−9 1.33
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PToF determination
Set manual values, determined of the average values from all particle size distribution
calibrations:
Table A.5.: Manually set values used for PToF determination for the 2011 AMS data
vl vg D∗ b
10 300 56.97 0.49
UMR fragmentation table
Table A.6.: Correction factors used in the AMS UMR fragmentation table for the 2011 data








– Peak width fitting on C+, CH+, N+, OH+, H2O+, C2H+, N+2 , O+2 , Ar+, CO+2 ,
SO+, C4H+2 , SO+2 , 182W+, 184W+, 186W+
– Peak shape: O+2 , CO+2 , SO+2 (left wing); C+, CH+, OH+, H2O+, O+2 , Ar+,
C4H+2 (right wing)
• W-mode:
– Peak width fitting on N+, OH+, H2O+, N+2 , O+2 , Ar+, CO+2 , 182W+, 184W+,
186W+
– Peak shape: OH+, H2O+, O+2 (left and right wing)
HR fragmentation table
Correction factor for HR_frag_air[H2O]: 0.015·RH
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A.2. AMS calibration results and data analysis: May to
July 2012
A.2.1. Calibration results
Table A.7.: Results from AMS Ionization Efficiency (IE) calibrations for V-mode during the campaign in Cabauw 2012
Calibration date Mode IEV Ratio IEV to AB-signal RIENH4
09.05.2012 V 9.74·10−8 5.44·10−13 4.5
16.05.2012 V 9.78·10−8 5.15·10−13 4.2
24.05.2012 V 8.39·10−8 4.66·10−13 4.1
28.05.2012 V 8.96·10−8 4.98·10−13 4.3
05.06.2012 V 8.71·10−8 5.12·10−13 4.3
12.06.2012 V 8.45·10−8 4.69·10−13 4.3
19.06.2012 V 8.25·10−8 4.58·10−13 4.3
26.06.2012 V 9.37·10−8 5.21·10−13 4.1
04.07.2012 V 8.40·10−8 5.60·10−13 4.3
11.07.2012 V 9.53·10−8 5.61·10−13 4.3
17.07.2012 V 11.2·10−8 6.22·10−13 4.0
Table A.8.: Results from AMS Ionization Efficiency (IE) calibrations for W-mode during the campaign in Cabauw 2012
Calibration date Mode IEW Ratio IEW to AB-signal RIENH4
09.05.2012 W 4.35·10−9 5.72·10−13 4.5
16.05.2012 W 4.48·10−9 5.15·10−13 4.2
24.05.2012 W 4.38·10−9 4.66·10−13 4.1
28.05.2012 W 4.98·10−9 4.98·10−13 4.3
05.06.2012 W 4.97·10−9 5.12·10−13 4.3
12.06.2012 W 5.41·10−9 4.92·10−13 4.3
19.06.2012 W 5.04·10−9 4.58·10−13 4.3
26.06.2012 W 3.90·10−9 5.20·10−13 4.1
04.07.2012 W 4.59·10−9 5.60·10−13 4.3
11.07.2012 W 5.61·10−9 5.61·10−13 4.3
17.07.2012 W 6.82·10−9 6.20·10−13 4.0
174
Table A.9.: Results from AMS particle size distribution calibrations during the campaign in Cabauw 2012; Here, PSL’s
with diameters of 81, 97, 151, 220, 269, 350, 498, and 596 nm were used. n.m.: not measured.
Calibration date vl vg D∗ b
09.05.2012 10 300 54.46 0.48
16.05.2012 10 300 51.64 0.48
24.05.2012 10 300 51.64 0.48
28.05.2012 10 300 48.70 0.48
05.06.2012 10 300 51.08 0.48
12.06.2012 10 300 49.57 0.48
19.06.2012 10 300 51.58 0.48
26.06.2012 10 300 51.58 0.48
04.07.2012 10 300 51.92 0.47
11.07.2012 n.m. n.m. n.m. n.m.
17.07.2012 n.m. n.m. n.m. n.m.
A.2.2. Data analysis
m/z fitting
• List of masses (Diff spectra) used for m/z fitting in V-mode: OH+, H2O+, N+2 , O+2 ,
Ar+, CO+2 , SO+, SO+2 , 182W+, 184W+, 186W+
• List of masses (Diff spectra) used for m/z fitting in W-mode: OH+, H2O+, N+2 , O+2 ,
Ar+, CO+2 , SO+, 182W+, 184W+, 186W+
Baseline
• Mass defect wave set to CH






• Added m/z 30 to Region 2 only channel list
• Added m/z 33 to Region 2 only channel list
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Air Beam (AB) correction
• Used N2 as MS AB reference
• Set manual values, determined from the average values of all ionization efficiency
calibrations:
Table A.10.: Manually set values used for AB correction of V- and W-mode for the 2012 AMS data
Mode MS AB IE Flow rate
V 176000 9.2·10−7 1.39
W 9460 5.0·10−9 1.39
PToF determination
Set manual values, determined from the average values of all particle size distribution
calibrations:
Table A.11.: Manually set values used for PToF determination for the 2012 AMS data
vl vg D∗ b
10 300 51.35 0.48
UMR fragmentation table
Table A.12.: Correction factors used in the AMS UMR fragmentation table for the 2012 data













– Peak width fitting on C+, N+, OH+, H2O+, C2H+, N+2 , O+2 , Ar+, CO+2 , SO+,
C4H+2 , C4H+9 , SO+2 , 182W+, 184W+, 186W+
– Peak shape: C2H+, O+2 , Ar+ , CO+2 , SO+, SO+2 , 184W+ (left wing); C+, N+,
OH+, H2O+, O+2 (right wing)
• W-mode:
– Peak width fitting on C+, N+, OH+, H2O+, N+2 , O+2 , Ar+, CO+2 , SO+, SO+2 ,182W+,
184W+, 186W+
– Peak shape: O+2 Ar+, CO+2 , SO+, SO+2 (left wing); OH+, H2O+, N+2 , O+2 , Ar+
(right wing)
HR fragmentation table
• Correction factor for HR_frag_air[H2O]: 0.021·RH
• Correction factor for HR_frag_air[CO2]: 0.93
A.3. Detection limits of the AMS and the ACSM
Table A.13.: Overview of the detection limits (DL, 3σ) for each aerosol species from AMS (time resolution: 7 minutes)
and ACSM (time resolution: 30 minutes). The DL for the AMS were determined using the standard deviation (σ) of all
mass concentrations measured from particle free sample air. For the ACSM, values were taken from (Ng et al., 2011b).
Aerosol species DLAMS (2011) DLAMS (2012) DLACSM (Ng et al., 2011b)
Org 0.078 µg m−3 0.037 µg m−3 0.148 µg m−3
NO3 0.006 µg m−3 0.004 µg m−3 0.012 µg m−3
NH4 0.002 µg m−3 0.006 µg m−3 0.284 µg m−3
SO4 0.011 µg m−3 0.010 µg m−3 0.024 µg m−3
Chl 0.006 µg m−3 0.004 µg m−3 0.011 µg m−3
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A.4. TD-PTR-MS data analysis
Table A.14.: List and basic information of all detected ions used for TD-PTR-MS data analysis in 2011. The detection
limit (DL) is calculated using the standard deviations (SD) of all background measurements. The SD’s were combined over
all thermal desorption temperatures and both inlets via error propagation.
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
27.023 C2H2H+ -0.05 6.986
28.039 1.806
31.017 CH2OH+ 0.84 19.191




41.039 C3H4H+ -0.41 9.117
41.067 0.585
42.008 1.126
42.033 C2H3NH+ 0.8 4.904
43.018 C2H2OH+ -0.13 5.583
43.054 C3H6H+ 0.22 7.303
44.012 CHONH+ 1.06 90.410
44.047 C2H5NH+ 2.47 2.097
44.997 0.666
45.033 C2H4OH+ 0.45 20.264
47.966 0.069








52.018 C3HNH+ 0.16 0.828
53.039 C4H4H+ -0.42 0.283
53.938 0.060
53.991 0.041
54.033 C3H3NH+ 0.81 1.191
178
Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
55.934 0.701
56.021 C2HONH+ -7.9 0.041
56.051 C3H5NH+ -1.51 0.269
57.033 C3H4OH+ 0.46 3.407
57.07 C4H8H+ -0.11 4.543
57.935 0.060
58.029 C2H3ONH+ -0.23 0.935
58.04 13CC2H4OH+ -3.13 0.479
58.069 13CC3H8H+ 4.18 0.243
59.015 C2H2O2H+ -2.24 0.323
59.048 C3H6OH+ 1.12 19.237
60.045 C2H5ONH+ -0.6 0.836
60.079 C3H9NH+ 1.74 0.150
60.984 0.100
61.027 C2H4O2H+ 1.4 6.118
61.979 0.280
62.025 CH3O2NH+ -1.3 1.856
63.982 0.204
64.969 0.048
65.02 CH4O3H+ 3.32 0.049
65.038 C5H4H+ 0.52 0.046
66.035 C4H3NH+ -1.12 0.030
67.027 C4H2OH+ -9.12 0.048
67.055 C5H6H+ -0.74 0.453
68.019 C3HONH+ -5.85 0.027
68.049 C4H5NH+ 0.41 0.211
68.996 1.901
69.033 C4H4OH+ 0.48 0.796
69.071 C5H8H+ -1.11 4.266
69.999 0.074
70.029 C3H3ONH+ -0.21 0.197
70.07 13CC4H8H+ 3.22 0.247
70.942 0.034
71.014 C3H2O2H+ -1.21 0.220
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Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
71.048 C4H6OH+ 1.14 3.180
71.087 C5H10H+ -1.42 1.703
71.931 0.017
71.949 0.025
72.01 C2HO2NH+ -1.94 0.028
72.046 C3H5ONH+ -1.59 0.178
72.089 13CC4H10H+ -0.07 0.106
72.938 0.346
73.028 C3H4O2H+ 0.37 1.324
73.064 C4H8OH+ 0.73 7.706
73.946 0.227
74.026 C2H3O2NH+ -2.29 0.090
74.061 C3H7ONH+ -0.89 0.531
74.944 0.020
75.028 C6H2H+ -5.03 0.921
75.042 C3H6O2H+ 2.03 0.627
75.945 0.050
75.994 CHO3NH+ 8.89 0.336
76.038 C2H5O2NH+ 1.29 0.310
77.023 C2H4O3H+ 0.31 1.477
77.038 C6H4H+ 0.54 1.086
77.941 0.026
77.992 0.115
78.025 CH3O3NH+ -6.4 0.124
78.042 13CC5H4H+ 0 0.109
78.995 CH2O4H+ 7.58 0.169
79.028 C4H2N2H+ 1.03 0.933
79.054 C6H6H+ 0.16 2.446
80.015 C4HONH+ -1.84 0.413
80.05 C5H5NH+ -0.48 0.585
80.993 0.061
81.035 C5H4OH+ -1.46 0.915
81.07 C6H8H+ -0.08 1.036
82.03 C4H3ONH+ -1.23 0.203
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Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
82.066 C5H7NH+ -0.82 0.136
82.944 0.023
83.014 C4H2O2H+ -1.16 0.069
83.049 C5H6OH+ 0.08 0.487
83.086 C6H10H+ -0.42 1.269
83.931 0.021
84.045 C4H5ONH+ -0.59 0.079
84.082 C5H9NH+ -1.18 0.103
84.938 0.023
85.028 C4H4O2H+ 0.34 0.473
85.064 C5H8OH+ 0.77 0.318
85.103 C6H12H+ -1.79 1.008
85.946 0.057
86.027 C3H3O2NH+ -3.27 0.053
86.06 C4H7ONH+ 0 0.093
87.008 C3H2O3H+ -0.26 0.170
87.043 C4H6O2H+ 1.04 1.094
87.925 0.018
87.995 C2HO3NH+ 7.83 0.148
88.043 C3H5O2NH+ -3.61 0.067
88.075 C4H9ONH+ 0.62 0.041
88.95 0.030
89.023 C3H4O3H+ 0.27 0.309
89.058 C4H8O2H+ 1.69 7.220
89.94 0.056
89.992 0.046
90.015 C2H3O3NH+ 3.51 0.063
90.061 13CC3H8O2H+ 1.98 0.348
90.946 0.201
90.995 C2H2O4H+ 7.55 0.163
91.055 C7H6H+ -0.73 1.281
91.947 0.021
92.058 13CC6H6H+ -0.37 0.135
93.009 C2H4O4H+ 9.21 0.141
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Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
93.037 C6H4OH+ -3.44 0.238
93.07 C7H8H+ -0.09 1.132
93.953 0.014
94.029 C5H3ONH+ -0.19 0.654
94.065 C6H7NH+ 0.09 0.234
95.026 C2H6O4H+ 7.89 0.481
95.048 C6H6OH+ 1.14 1.011
95.086 C7H10H+ -0.38 1.162
96.045 C5H5ONH+ -0.58 0.284
96.086 13CC6H10H+ 2.88 0.123
97.027 C5H4O2H+ 1.36 2.703
97.062 C6H8OH+ 2.72 0.649
97.102 C7H12H+ -0.78 1.069
98.024 C4H3O2NH+ -0.29 1.621
99.007 C4H2O3H+ 0.59 6.684
99.076 C6H10OH+ 4.36 0.347
99.945 0.013
100.011 13CC3H2O3H+ 0 0.282
100.037 C4H5O2NH+ 2.3 0.162
100.075 C5H9ONH+ 0.6 0.759
100.934 0.016
101.022 C4H4O3H+ 1.31 0.387
101.057 C5H8O2H+ 2.63 0.252
101.94 0.039
102.021 C3H3O3NH+ -2.35 0.045
102.09 C5H11ONH+ 1.33 0.041
102.939 0.016
102.999 C3H2O4H+ 3.5 0.048
103.039 C4H6O3H+ 0 0.269
103.072 C5H10O2H+ 3.3 0.426
103.948 0.053
104.049 C7H5NH+ 0.42 3.102
105.044 C6H4N2H+ 0.63 1.110
105.069 C8H8H+ 0.84 1.428
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Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
105.933 0.217
106.039 C6H3ONH+ -10.18 0.340
106.072 13CC7H8H+ 1.17 0.176
106.935 0.018
106.99 C2H2O5H+ 7.49 0.061
107.048 C7H6OH+ 1.07 1.616
107.084 C8H10H+ 1.5 1.119
107.928 0.165
107.947 0.059
108.047 C6H5ONH+ -2.59 0.182
108.082 C7H9NH+ -1.19 0.152
109.028 C6H4O2H+ 0.33 0.584
109.064 C7H8OH+ 0.76 0.399
109.101 C8H12H+ 0.11 1.137
110.029 C5H3O2NH+ -5.28 0.089
110.06 C6H7ONH+ 0 0.094
110.103 13CC7H12H+ 1.43 0.119
111.003 C5H2O3H+ 4.66 0.194
111.043 C6H6O2H+ 1 0.616
111.077 C7H10OH+ 3.33 0.348
111.118 C8H14H+ -1.11 2.311
112.04 C5H5O2NH+ -0.67 0.241
112.121 13CC7H14H+ -0.78 0.220
113.022 C5H4O3H+ 1.24 0.555
113.056 C6H8O2H+ 3.62 0.252
114.018 C4H3O3NH+ 0.57 0.148
114.054 C5H7O2NH+ 0.91 0.086
114.09 C6H11ONH+ 1.25 0.226
115.013 C3H2O3N2H+ 0.81 0.213
115.036 C5H6O3H+ 2.88 0.115
115.072 C6H10O2H+ 3.34 0.140
116.01 C7HONH+ 3.02 0.047
116.034 C4H5O3NH+ 0.12 0.031
116.105 C6H13ONH+ 1.97 0.024
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Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
116.905 0.012
117.016 C4H4O4H+ 2.22 0.063
117.072 C9H8H+ -2.11 0.670
118.065 C8H7NH+ 0.12 0.176
118.902 0.010
118.941 0.013
118.989 C3H2O5H+ 8.45 0.029
119.026 C4H6O4H+ 7.86 0.212
119.051 C8H6OH+ -1.79 0.223
119.085 C9H10H+ 0.48 0.827
119.946 0.053
120.044 C7H5ONH+ 0.36 0.364
120.084 C8H9NH+ -3.12 0.125
121.036 C7H4O2H+ -7.5 0.165
121.063 C8H8OH+ 1.69 0.312
121.099 C9H12H+ 2.18 0.653
121.945 0.055
122.023 C6H3O2NH+ 0.61 0.328
122.059 C7H7ONH+ 0.98 0.118
122.097 C8H11NH+ -0.49 0.097
122.943 0.026
123.042 C7H6O2H+ 1.97 1.720
123.078 C8H10OH+ 2.34 0.445
123.117 C9H14H+ -0.12 0.497
123.94 0.012
124.041 C6H5O2NH+ -1.61 0.228
124.943 0.022
125.022 C6H4O3H+ 1.25 0.338
125.057 C7H8O2H+ 2.63 0.266
125.093 C8H12OH+ 3 0.209
125.134 C9H16H+ -1.5 0.302
126.02 C5H3O3NH+ -1.39 0.124




Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
127.001 C5H2O4H+ 1.52 0.207
127.038 C6H6O3H+ 0.89 0.154
127.071 C7H10O2H+ 4.32 0.159
127.991 C4HO4NH+ 6.78 0.107
128.036 C5H5O3NH+ -1.66 0.054
128.062 C9H5NH+ -12.42 0.200
129.013 C5H4O4H+ 5.16 0.411
129.046 C8H4N2H+ -1.16 1.185
129.067 C5H8O2N2H+ -1.03 1.712
130.034 C8H3ONH+ -5.2 0.545
130.064 C9H7NH+ 1.04 0.364
130.991 C4H2O5H+ 6.42 0.916
131.045 C4H6O3N2H+ 0 0.322
131.986 C3HO5NH+ 6.73 0.083
132.045 C8H5ONH+ -0.53 0.099
132.078 C9H9NH+ 2.77 0.093
132.974 0.129
133.063 C9H8OH+ 1.73 0.195
133.1 C10H12H+ 1.06 0.412
133.981 0.035
134.026 C7H3O2NH+ -2.28 0.050
134.06 C8H7ONH+ 0 0.068
134.965 0.044
135.044 C8H6O2H+ 0 0.431
135.076 C4H10O3N2H+ 0.41 0.257
135.115 C10H14H+ 1.76 0.361
136.023 C3H5O5NH+ 0.95 1.715
137.026 C7H4O3H+ -2.6 0.196
137.057 C3H8O4N2H+ -1.23 0.269
137.132 C10H16H+ 0.41 0.349
138.011 C6H3O3NH+ 7.45 1.026
138.053 C7H7O2NH+ 1.93 0.213
139.01 C6H2O4H+ -7.37 0.159
139.038 C7H6O3H+ 0.97 0.137
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Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
139.073 C8H10O2H+ 2.36 0.204
139.107 C9H14OH+ 4.73 0.192
140.008 C9HONH+ 5.04 0.295
140.031 C6H5O3NH+ 3.08 0.145
141.014 CH4O6N2H+ 0.14 0.109
141.054 C7H8O3H+ 0.56 0.099
141.086 C11H8H+ -16.08 0.264
142.012 C5H3O4NH+ 1.42 0.029
142.051 C6H7O3NH+ -0.99 0.028
142.078 C10H7NH+ -12.79 0.101
142.991 C5H2O5H+ 6.43 0.098
143.034 C6H6O4H+ 0 0.116
143.085 C11H10H+ 0.43 0.872
144.043 C9H5ONH+ 1.3 0.265
144.913 0.013
144.965 0.065
145.006 C5H4O5H+ 7.11 0.092
145.057 C6H8O4H+ -7.4 0.290
145.116 C11H12H+ -14.8 0.567
145.97 0.052
146.058 C9H7ONH+ 2.04 0.093
146.976 C4H2O6H+ 16.31 0.307
147.043 C9H6O2H+ 1.03 0.786
147.973 C3HO6NH+ 14.5 0.084
148.038 C8H5O2NH+ 1.18 1.901
149.022 C8H4O3H+ 1.19 10.324
150.026 13CC7H4O3H+ 0.6 1.039
150.969 C3H2O7H+ 18.27 0.048
151.037 C8H6O3H+ 1.96 0.193
151.072 C9H10O2H+ 3.32 0.140
151.108 C5H14O3N2H+ -0.15 0.138
151.147 C11H18H+ 1.06 0.215
152.033 C7H5O3NH+ 1.06 0.046
152.068 C8H9O2NH+ 2.59 0.054
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Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
153.02 C7H4O4H+ -1.68 0.099
153.057 C8H8O3H+ -2.3 0.572
153.123 C10H16OH+ 4.29 0.324
153.913 0.362
154.009 C6H3O4NH+ 4.47 0.170
154.064 C11H7NH+ 1.08 0.490
155.078 C7H10O2N2H+ 3.41 0.873
155.995 C9HO2NH+ 12.95 0.070
156.042 C10H5ONH+ 2.34 0.083
156.087 C11H9NH+ -6.09 0.167
157.006 CH4O7N2H+ 2.98 0.111
157.054 C7H8O4H+ -4.4 0.155
157.099 C12H12H+ 2.04 0.842
158.057 C10H7ONH+ 3 0.056
158.101 13CC11H12H+ 3.48 0.124
158.984 C5H2O6H+ 8.27 0.068
159.042 C10H6O2H+ 1.91 0.191
159.13 C12H14H+ -13.05 0.368
160.043 C9H5O2NH+ -3.68 0.056
161.058 C10H8O2H+ 1.61 0.284
161.955 0.030
162.054 C9H7O2NH+ 0.81 0.174
163.038 C9H6O3H+ 0.82 0.916
164.037 C8H5O3NH+ -2.79 0.198
164.959 0.073
165.017 C8H4O4H+ 1.16 0.412
165.085 C5H12O4N2H+ 1.98 0.198
166.017 C7H3O4NH+ -3.49 0.085
166.95 0.028
167.033 C8H6O4H+ 0.84 0.077
167.086 C13H10H+ -0.33 0.484
168.028 C7H5O4NH+ 1.01 0.045
168.08 C12H9NH+ 0.67 0.148
169.063 C12H8OH+ 1.69 1.406
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Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
169.984 C2H3O8NH+ 9.01 0.129
170.063 0.219
171.059 C3H10O6N2H+ 2.05 0.230
171.115 C13H14H+ 1.71 0.583
171.97 CHO9NH+ 2.41 0.560
172.039 C10H5O2NH+ 0.17 0.184
172.967 C2H4O9H+ 25.77 0.071
173.054 C6H8O4N2H+ 1.56 0.252
173.137 C13H16H+ -4.5 0.158
173.967 CH3O9NH+ 21.05 0.336
174.019 C9H3O3NH+ -0.35 0.210
174.053 C10H7O2NH+ 1.91 0.099
174.966 CH2O10H+ 5.95 0.132
175.039 C10H6O3H+ 0 0.125
175.069 0.165
175.965 C4HO7NH+ 17.42 0.067
176.036 C9H5O3NH+ -1.76 0.069
176.068 C10H9O2NH+ 2.46 0.064
176.961 0.090
177.053 C10H8O3H+ 1.59 1.211
177.162 C13H20H+ 1.59 0.218
178.008 C8H3O4NH+ 5.34 0.100
178.074 C6H11O5NH+ -2.85 0.268
179.084 C14H10H+ 1.43 3.439
180.086 C6H13O5NH+ 0.54 0.586
180.936 0.211
181.006 C3H4O7N2H+ 3.08 0.161
181.064 C13H8OH+ 0.72 0.963
181.936 0.063
182 C7H3O5NH+ 8.37 0.183
182.066 13CC12H8OH+ 2 0.187
182.933 0.189
182.984 C3H2O9H+ -6.77 0.465
183.079 C13H10OH+ 1.28 0.795
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Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
183.993 C6HO6NH+ -5.15 0.134
184.078 C12H9ONH+ -2.21 0.137
184.932 0.066
184.982 C3H4O9H+ 10.73 0.161
185.049 C8H8O5H+ -4.44 0.253
185.129 C9H16O2N2H+ -0.37 0.298
185.986 C2H3O9NH+ 2.05 0.026
186.054 C11H7O2NH+ 0.93 0.056
187.048 C4H10O8H+ -2.99 0.182
187.969 CHO10NH+ -1.5 0.039
188.033 C10H5O3NH+ 1.13 0.106
189.043 C7H8O6H+ -3.59 0.224
190.018 C2H7O9NH+ 1.33 0.052
190.046 C10H7O3NH+ 3.8 0.048
190.964 CH2O11H+ 2.86 0.077
191.036 C10H6O4H+ -2.1 0.078
191.069 C11H10O3H+ 1.15 0.162
191.969 C4HO8NH+ 8.45 0.019
192.032 C9H5O4NH+ -2.69 0.028
192.069 C10H9O3NH+ -3.46 0.050
192.962 CH4O11H+ 20.45 0.048
193.01 C4H4O7N2H+ -0.77 0.080
193.099 C15H12H+ 2.12 0.591
194.062 C9H7O4NH+ -17.08 0.075
194.095 C14H11NH+ 1.36 0.108
194.961 C4H2O9H+ 15.99 0.025
195.08 C14H10OH+ 0.39 0.297
196.029 C8H5O5NH+ -4.9 0.033
196.079 0.069
196.997 C4H4O9H+ -4.14 0.091
197.061 C13H8O2H+ -1.18 0.219
197.09 C9H12O3N2H+ 1.97 0.593
198.057 C12H7O2NH+ -1.98 0.128
199.037 C12H6O3H+ 1.79 0.569
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Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
199.166 C12H22O2H+ 3.19 0.290
200.04 13CC11H6O3H+ 2.2 0.107
201.055 C12H8O3H+ -0.2 0.094
201.179 C15H2OH+ -15.09 0.497
202.064 C8H11O5NH+ 6.87 0.051
203.083 C11H10O2N2H+ -1.42 1.822
203.176 C10H22O2N2H+ -0.41 0.316
204.086 C8H13O5NH+ 0.61 0.358
205.09 C12H12O3H+ -3.9 0.419
205.192 C10H24O2N2H+ -0.82 0.246
205.931 0.165
206.06 C10H7O4NH+ -15.04 0.106
207.035 C10H6O5H+ -6 0.311
207.115 C16H14H+ 1.66 0.256
207.928 0.160
208.036 C9H5O5NH+ -11.86 0.061
208.071 C10H9O4NH+ -10.4 0.058
209.057 C9H8O4N2H+ -1.25 0.791
209.926 0.054
210.06 C6H11O7NH+ 0.63 0.138
211.073 C14H10O2H+ 2.32 0.231
211.964 C3HO10NH+ 3.18 0.038
212.069 C13H9O2NH+ 1.48 0.071
213.054 C13H8O3H+ 0.43 0.169
213.966 C3H3O10NH+ 16.9 0.026
214.053 0.050
214.897 0.053
214.965 C3H2O11H+ 1.93 0.045
215.028 C7H6O6N2H+ 1.72 0.124
215.958 C2HO11NH+ 4.1 0.054
216.03 C11H5O4NH+ -0.86 0.051
216.894 0.064
216.949 0.065
217.023 C10H4O4N2H+ 1.3 0.116
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Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
217.097 C12H12O2N2H+ 0 0.124
217.919 0.047
217.955 C2H3O11NH+ 22.67 0.027
218.01 C10H3O5NH+ -1.53 0.040
218.097 C12H11O3NH+ -15.7 0.042
218.891 0.032
218.944 C2H2O12H+ 17.73 0.041
219.075 C11H10O3N2H+ 1.31 0.229
219.173 C15H22OH+ 1.32 0.570
220.076 C11H9O4NH+ -15.41 0.055
220.175 13CC14H22OH+ 2.64 0.103
221.059 C10H8O4N2H+ -3.09 0.147
221.153 C14H20O2H+ 0.44 0.658
221.989 C5H3O9NH+ -0.89 0.041
222.057 13CC9H8O4N2H+ 2 0.054
222.152 C13H19O2NH+ -3.11 0.110
223.065 C11H10O5H+ -4.68 0.206
224.063 C10H9O5NH+ -7.62 0.076
225.055 C7H12O8H+ 5.4 0.116
226.056 C6H11O8NH+ -0.23 0.034
226.935 C4H2O11H+ 32 0.029
227.073 C14H10O3H+ -2.72 0.118
228.023 C8H5O7NH+ -9.12 0.024
228.079 13CC13H10O3H+ -5.25 0.044
228.93 0.022
229.098 C13H12O2N2H+ -0.69 0.133
230.1 C10H15O5NH+ 2.07 0.043
231.022 C7H6O7N2H+ 2.77 0.061
231.079 C5H14O8N2H+ 3.24 0.210
232.024 C11H5O5NH+ 0 0.024
232.081 C9H13O6NH+ 0.46 0.052
233.004 C11H4O6H+ 3.96 0.055
233.097 C10H16O6H+ 4.9 0.095
234.053 C8H11O7NH+ 7.72 0.032
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Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
235.07 C11H10O4N2H+ 1.18 0.063
235.202 C11H26O3N2H+ -0.24 0.340
236.07 C11H9O5NH+ -14.64 0.022
237.057 C8H12O8H+ 3.32 0.066
238.05 C7H11O8NH+ 5.71 0.030
238.251 C16H31NH+ 1.91 0.092
239.035 C7H10O9H+ 4.54 0.088
239.137 C12H18O3N2H+ 1.91 0.102
239.891 0.034
240.03 C6H9O9NH+ 4.8 0.035
241.08 C10H12O5N2H+ 1.69 0.101
241.888 0.043
242.041 C9H7O7NH+ -11.38 0.028
243.022 C9H6O8H+ -8.26 0.031
243.102 C15H14O3H+ -0.24 0.060
244.074 C10H13O6NH+ 7.57 0.027
245.091 C13H12O3N2H+ 0.98 0.089
245.221 C13H28O2N2H+ 1.23 0.127
247.074 C5H14O9N2H+ 2.96 0.069
247.236 C13H30O2N2H+ 1.98 0.132
248.071 C9H13O7NH+ 5.46 0.026
248.985 C7H4O10H+ 2.74 0.039
249.053 C4H12O10N2H+ 3.49 0.143
249.159 C14H20O2N2H+ 0.75 0.054
250.054 C8H11O8NH+ 1.5 0.043
250.983 C10H2O8H+ -0.5 0.026
251.038 C8H10O9H+ 1.76 0.048
253.098 C9H16O8H+ -6.07 0.308
254.1 C12H15O5NH+ 2.29 0.078
255.083 C12H14O6H+ 3.32 0.174
255.204 C14H26O2N2H+ 2.55 0.076
256.082 C11H13O6NH+ -0.26 0.048
256.964 CH4O15H+ -1.54 0.107
257.092 C8H16O9H+ -5.14 0.068
192
Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
257.245 C16H32O2H+ 2.32 0.282
257.959 C4H3O12NH+ 13.67 0.031
258.962 C4H2O13H+ -5.18 0.098
259.074 C6H14O9N2H+ 3.11 0.074
259.236 C19H30H+ 5.96 0.147
260.076 C10H13O7NH+ 0.26 0.022
260.957 C4H4O13H+ 15.4 0.036
261.252 C19H32H+ 5.49 0.123
263.069 C12H10O5N2H+ -2.63 0.043
265.047 C11H8O6N2H+ -1.33 0.043
266.97 C5H2O11N2H+ 2.94 0.026
267.17 C19H22OH+ 4.27 0.057
269.098 C8H16O8N2H+ 0 0.059
269.188 C19H24OH+ 1.88 0.060
271.076 C7H14O9N2H+ 1.08 0.058
271.242 C20H30H+ 0 0.142
273.058 C11H12O8H+ 2.46 0.053
273.253 C15H32O2N2H+ 0.55 0.200
274.255 C19H31NH+ -1.92 0.046
275.267 C15H34O2N2H+ 2.2 0.108
277.097 C11H16O8H+ -4.99 0.069
279.111 C11H18O8H+ -3.35 0.057
281.051 C9H12O10H+ -0.56 0.278
282.051 0.081
283.047 C12H10O8H+ -1.98 0.072
284.044 C11H9O8NH+ -3.69 0.019
285.023 C11H8O9H+ 0.86 0.027
285.264 C21H32H+ -6.28 0.420
287.267 C16H34O2N2H+ 2.01 0.119
289.282 C21H36H+ 6.94 0.086
290.925 C4H2O15H+ 21.53 0.109
292.922 C4H4O15H+ 40.13 0.142
294.918 C3H2O16H+ 23.3 0.070
297.077 C10H16O10H+ 4.46 0.028
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Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
297.252 C22H32H+ 5.35 0.040
299.269 C22H34H+ 4.19 0.058
301.285 C17H36O2N2H+ 0 0.090
303.3 C22H38H+ 4.55 0.059
307.143 C13H22O8H+ -3.99 0.023
311.258 C19H34O3H+ 0 0.028
313.283 C18H36O2N2H+ 1.88 0.041
315.299 C18H38O2N2H+ 1.26 0.061
316.302 C22H37NH+ -1.9 0.018
317.315 C23H40H+ 5.08 0.043
325.281 C20H36O3H+ -7.16 0.021
326.88 0.020
326.999 C12H6O11H+ -0.65 0.081
327.3 C19H38O2N2H+ 0.33 0.030
329.315 C19H40O2N2H+ 0.99 0.041
331.329 C24H42H+ 6.63 0.030
339.299 C20H38O2N2H+ 1.36 0.015
341.013 C13H8O11H+ 0.68 0.025
341.315 C25H40H+ 5.12 0.022
343.006 C11H6O11N2H+ -1.37 0.120
343.329 C20H42O2N2H+ 2.75 0.026
345.345 C20H44O2N2H+ 2.42 0.020
345.999 C11H7O12NH+ 4.84 0.006
355.066 C15H14O10H+ 0 1.714
356.066 C14H13O10NH+ -4.63 0.622
357.063 C11H16O13H+ 3.21 0.412
357.345 C21H44O2N2H+ 2.5 0.036
358.062 C10H15O13NH+ -0.36 0.109
359.05 C10H14O14H+ -4.31 0.041
359.359 C21H46O2N2H+ 3.95 0.014
365.011 C10H8O13N2H+ -0.73 0.276
367.326 C23H42O3H+ -5.14 0.010
369.346 C27H44H+ 5.54 0.012
371.093 C11H18O12N2H+ 0 0.173
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Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
371.36 C22H46O2N2H+ 2.97 0.019
372.094 C15H17O10NH+ -1.12 0.065
373.089 C14H16O10N2H+ -1.12 0.043
373.376 C22H48O2N2H+ 2.61 0.010
382.985 C9H6O15N2H+ -0.77 0.050
383.363 C23H46O2N2H+ 0 0.010
385.376 C23H48O2N2H+ 2.7 0.010
387.389 C24H50O3H+ -5.42 0.007
391.028 C12H10O13N2H+ -2.35 0.083
392.998 C12H8O15H+ -4.32 0.045
395.99 C11H9O15NH+ 14.26 0.005
397.374 C25H48O3H+ -6.36 0.008
399.391 C24H50O2N2H+ 3.2 0.009
400.395 C28H49NH+ -1.2 0.006
401.406 C24H52O2N2H+ 4.01 0.006
409.032 0.053
409.372 C26H48O3H+ -4.09 0.008
411.389 C26H50O3H+ -5.76 0.009
413.405 C26H52O3H+ -5.79 0.007
415.028 C12H14O16H+ 7.06 0.013
424.987 C11H8O16N2H+ 7.65 0.039
425.401 C27H52O3H+ -1.7 0.011
426.988 C11H10O16N2H+ 22.2 0.200
429.079 C16H16O12N2H+ -1.29 0.591
430.08 C13H19O15NH+ 2.58 0.258
431.076 C17H18O13H+ 6.04 0.179
432.077 C16H17O13NH+ 0 0.057
433.069 C15H16O13N2H+ 3.46 0.022
442.98 C12H14O16N2H+ 61.57 0.243
443.981 0.028
445.107 C17H20O12N2H+ 1.78 0.124
446.107 C17H19O13NH+ -13.83 0.054
447.103 C14H22O16H+ -4.92 0.038
464.999 C14H12O16N2H+ 26.5 0.762
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Table A.14.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
466.001 C15H15O16NH+ 45.2 0.083
478.94 0.014
482.995 0.059
489.031 C19H20O15H+ 56.24 0.012
491.015 C18H18O16H+ 51.56 0.100
492.014 C17H17O16NH+ 47.73 0.015
492.989 C16H16O16N2H+ 68.03 0.080
495.972 0.005
503.091 C20H22O15H+ 12.07 0.181
504.091 C19H21O15NH+ 7.06 0.093
505.086 C19H20O16H+ -3.54 0.070
506.086 13CC18H20O16H+ 0 0.026
507.003 C17H18O16N2H+ 69.46 0.028
509.017 C17H20O16N2H+ 71.26 0.069
510.019 0.010
519.117 C19H22O15N2H+ -7.27 0.077
520.117 C20H25O15NH+ 12.48 0.040





577.097 C22H28O16N2H+ 53.67 0.050
578.096 C23H31O16NH+ 75.15 0.030












Measured mass Attributed empirical Deviation of the exact mass LOD






Table A.15.: List and basic information of all detected ions used for TD-PTR-MS data analysis in 2012. The detection
limit (DL) is calculated using the standard deviations (SD) of all background measurements. The SD’s were combined over
all thermal desorption temperatures and both inlets via error propagation.
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
27.022 C2H2H+ 0.92 7.966
28.031 1.775
31.017 CH2OH+ 0.84 19.687
33.032 CH4OH+ 1.49 26.231
40.026 0.374
40.97 0.520
41.038 C3H4H+ 0.57 17.506
42.008 0.498
42.034 C2H3NH+ -0.17 2.891
42.938 0.357
43.018 C2H2OH+ -0.13 11.738
43.054 C3H6H+ 0.22 9.637
43.917 0.119
44 2.018
44.012 CHONH+ 1.06 17.683




45.033 C2H4OH+ 0.45 23.151
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Table A.15.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD




52.018 C3HNH+ 0.16 0.641
52.939 0.089
53.038 C4H4H+ 0.53 0.487
53.939 0.142
53.991 0.104
54.034 C3H3NH+ -0.16 0.451
55.935 1.456
56.049 C3H5NH+ 0.45 0.292
56.933 0.140
57.034 C3H4OH+ -0.46 3.848
57.07 C4H8H+ -0.11 6.519
57.935 0.145
58.03 C2H3ONH+ -1.22 0.309
58.931 0.527
59.049 C3H6OH+ 0.12 33.900
60.05 C2H5ONH+ -5.58 1.244
61.028 C2H4O2H+ 0.37 8.741
62.028 CH3O2NH+ -4.34 0.515
63.025 C5H2H+ -2.02 0.438
65.022 CH4O3H+ 1.3 0.048
65.038 C5H4H+ 0.52 0.089
67.054 C5H6H+ 0.2 0.976
68.05 C4H5NH+ -0.48 0.119
68.997 0.840
69.034 C4H4OH+ -0.48 0.972
69.07 C5H8H+ -0.07 7.965
69.949 0.063
70.029 C3H3ONH+ -0.21 0.111
70.067 C4H7NH+ -1.82 0.431
70.943 0.094
71.013 C3H2O2H+ -0.21 0.397
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Table A.15.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
71.049 C4H6OH+ 0.14 3.000
71.085 C5H10H+ 0.5 2.089
71.93 0.050
71.949 0.061
72.049 C3H5ONH+ -4.61 0.176
72.938 0.499
73.029 C3H4O2H+ -0.58 3.794
73.047 C2H4ON2H+ -7.3 18.048
73.064 C4H8OH+ 0.73 9.329
73.945 0.462
74.026 C2H3O2NH+ -2.29 0.299
74.048 1.454
74.062 C3H7ONH+ -1.93 0.780
74.944 0.293
75.027 C6H2H+ -4.05 16.580
75.043 C3H6O2H+ 1.05 6.284
75.946 0.135
75.995 CHO3NH+ 7.9 0.209
76.027 C5HNH+ -8.82 1.070
76.039 C2H5O2NH+ 0.3 0.579
77.023 C2H4O3H+ 0.31 13.432
77.037 C6H4H+ 1.54 4.916
77.941 0.076
77.992 0.197
78.022 CH3O3NH+ -3.43 0.969
78.04 C5H3NH+ -6.17 0.374
79.002 CH2O4H+ 0.55 0.897
79.029 C4H2N2H+ 0 0.741
79.054 C6H6H+ 0.16 1.769
80.013 C4HONH+ 0.08 0.231
80.05 C5H5NH+ -0.48 0.301
81.034 C5H4OH+ -0.49 1.191
81.044 C4H4N2H+ 0.65 2.022
81.069 C6H8H+ 0.81 1.663
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Table A.15.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
82.03 C4H3ONH+ -1.23 0.190
82.066 C5H7NH+ -0.82 0.185
83.014 C4H2O2H+ -1.16 0.118
83.049 C5H6OH+ 0.08 0.890
83.085 C6H10H+ 0.5 1.188
83.93 0.045
84.047 C4H5ONH+ -2.52 0.084
84.081 C5H9NH+ -0.17 0.142
84.937 0.050
85.029 C4H4O2H+ -0.51 0.330
85.064 C5H8OH+ 0.77 0.604
85.101 C6H12H+ 0.17 0.983
85.945 0.101
86.029 C3H3O2NH+ -5.33 0.054
86.062 C4H7ONH+ -1.89 0.071
86.948 0.045
87.009 C3H2O3H+ -1.31 0.180
87.044 C4H6O2H+ 0 1.330
87.078 C5H10OH+ 2.44 0.426
87.925 0.049
87.996 C2HO3NH+ 6.86 0.068
88.045 13CC3H6O2H+ 2.38 0.088
88.951 0.121
89.023 C3H4O3H+ 0.27 0.862
89.06 C4H8O2H+ -0.27 10.254
89.94 0.071
90.948 0.344
90.996 C2H2O4H+ 6.55 0.134
91.054 C7H6H+ 0.18 2.006
91.949 0.059
92.057 C6H5NH+ -7.46 0.188
93.036 C6H4OH+ -2.42 1.462




Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
94.029 C5H3ONH+ -0.19 0.291
94.066 C6H7NH+ -0.85 0.152
95.018 C5H2O2H+ -5.23 2.069
95.049 C6H6OH+ 0.1 3.656
95.085 C7H10H+ 0.48 1.761
96.047 C5H5ONH+ -2.59 0.367
97.028 C5H4O2H+ 0.39 2.719
97.063 C6H8OH+ 1.75 0.991
97.1 C7H12H+ 1.17 0.744
98.025 C4H3O2NH+ -1.27 0.695
99.007 C4H2O3H+ 0.59 5.660
99.043 C5H6O2H+ 0.99 1.399
99.079 C6H10OH+ 1.39 0.447
99.946 0.037
100.011 13CC3H2O3H+ 0 0.255
100.04 C4H5O2NH+ -0.6 0.106
100.075 C5H9ONH+ 0.6 0.103
100.934 0.032
101.023 C4H4O3H+ 0.3 0.174
101.059 C5H8O2H+ 0.71 0.218
101.941 0.082
102.02 C3H3O3NH+ -1.33 0.044
102.942 0.034
103.04 C4H6O3H+ -0.93 0.213
103.074 C5H10O2H+ 1.34 0.258
103.953 0.098
104.049 C7H5NH+ 0.42 1.061
105.045 C6H4N2H+ -0.21 0.329
105.068 C8H8H+ 1.79 0.601
105.935 0.090
106.039 C6H3ONH+ -10.18 0.092
106.937 0.042
107.049 C7H6OH+ 0.11 0.753
107.084 C8H10H+ 1.5 0.422
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Table A.15.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
107.95 0.043
108.046 C6H5ONH+ -1.51 0.104
108.952 0.062
109.029 C6H4O2H+ -0.55 0.547
109.064 C7H8OH+ 0.76 0.543
109.1 C8H12H+ 1.09 2.586
110.032 13CC5H4O2H+ -0.22 0.065
110.063 C6H7ONH+ -2.86 0.071
111.002 C5H2O3H+ 5.66 0.134
111.044 C6H6O2H+ 0 0.677
111.079 C7H10OH+ 1.33 0.675
111.116 C8H14H+ 0.78 2.560
112.042 C5H5O2NH+ -2.69 0.135
113.023 C5H4O3H+ 0.23 0.352
113.058 C6H8O2H+ 1.7 0.296
114.017 C4H3O3NH+ 1.48 0.083
114.059 C5H7O2NH+ -3.99 0.073
115.011 C3H2O3N2H+ 2.76 0.177
115.074 C6H10O2H+ 1.27 0.153
117.07 C9H8H+ -0.12 0.187
118.065 C8H7NH+ 0.12 0.052
118.942 0.032
119.025 C6H2ON2H+ -0.95 0.075
119.051 C8H6OH+ -1.79 0.135
119.084 C9H10H+ 1.43 0.465
119.95 0.037
120.045 C7H5ONH+ -0.6 0.088
121.064 C8H8OH+ 0.73 0.470
121.1 C9H12H+ 1.09 0.238
121.963 0.039
122.024 C6H3O2NH+ -0.24 0.098
122.061 C7H7ONH+ -0.85 0.079
123.044 C7H6O2H+ 0 0.467
123.079 C8H10OH+ 1.35 0.291
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Table A.15.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
123.115 C9H14H+ 1.72 0.359
123.945 0.032
124.043 C6H5O2NH+ -3.6 0.065
125.023 C6H4O3H+ 0.25 0.283
125.058 C7H8O2H+ 1.63 0.246
125.094 C8H12OH+ 2 0.344
126.023 C5H3O3NH+ -4.41 0.039
126.057 C6H7O2NH+ -2.02 0.041
127.039 C6H6O3H+ 0 0.109
127.074 C7H10O2H+ 1.27 0.206
129.011 C5H4O4H+ 7.22 0.251
129.046 C8H4N2H+ -1.16 0.363
130.032 C8H3ONH+ -3.25 0.087
130.991 C4H2O5H+ 6.42 0.346
131.048 C9H6OH+ 1.05 0.338
132.046 C8H5ONH+ -1.58 0.063
133.065 C9H8OH+ -0.13 0.160
133.1 C10H12H+ 1.06 0.176
134.061 C8H7ONH+ -0.94 0.043
135.044 C8H6O2H+ 0 0.295
135.079 C9H10OH+ 1.35 0.224
136.022 C3H5O5NH+ 2.04 0.233
136.039 C7H5O2NH+ 0.27 0.155
137.023 C7H4O3H+ 0.27 0.125
137.058 C8H8O2H+ 1.64 0.252
138.01 C6H3O3NH+ 8.56 0.402
139.038 C7H6O3H+ 0.97 0.139
139.074 C8H10O2H+ 1.25 0.198
139.109 C9H14OH+ 2.64 0.198
140.008 C9HONH+ 5.04 0.139
141.013 CH4O6N2H+ 1.13 0.073
141.054 C7H8O3H+ 0.56 0.073
141.088 C8H12O2H+ 2.96 0.148
142.991 C5H2O5H+ 6.43 0.105
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Table A.15.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
143.084 C11H10H+ 1.43 0.285
144.044 C9H5ONH+ 0.29 0.158
145.063 C10H8OH+ 1.74 0.150
146.061 C9H7ONH+ -0.88 0.038
146.975 C4H2O6H+ 17.34 0.151
147.043 C9H6O2H+ 1.03 0.521
148.04 C8H5O2NH+ -0.59 0.145
148.973 1.023
149.023 C8H4O3H+ 0.3 8.850
150.026 13CC7H4O3H+ 0.6 0.862
151.038 C8H6O3H+ 0.91 0.253
151.074 C9H10O2H+ 1.21 0.140
151.109 C5H14O3N2H+ -1.21 0.132
153.019 C7H4O4H+ -0.61 0.124
153.055 C8H8O3H+ -0.31 0.103
153.088 C4H12O4N2H+ -0.92 0.244
153.914 0.195
154.064 C11H7NH+ 1.08 0.097
155.071 C8H10O3H+ -0.62 0.357
157.006 CH4O7N2H+ 2.98 0.055
157.049 C7H8O4H+ 0.47 0.078
157.099 C12H12H+ 2.04 0.330
158.058 C10H7ONH+ 1.9 0.035
159.043 C10H6O2H+ 0.95 0.133
161.058 C10H8O2H+ 1.61 0.420
162.056 C9H7O2NH+ -0.97 0.064
163.038 C9H6O3H+ 0.82 0.469
164.037 C8H5O3NH+ -2.79 0.066
165.015 C8H4O4H+ 3.14 0.107
165.088 C5H12O4N2H+ -0.99 0.110
169.063 C12H8OH+ 1.69 0.264
170.061 C11H7ONH+ -0.85 0.047
171.045 C11H6O2H+ -0.86 0.069
171.064 C8H10O4H+ 1.03 0.106
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Table A.15.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
171.97 CHO9NH+ 2.41 0.098
173.058 C11H8O2H+ 1.56 0.079
173.967 CH3O9NH+ 21.05 0.063
174.969 CH2O10H+ 2.97 0.045
175.038 C10H6O3H+ 0.88 0.071
177.053 C10H8O3H+ 1.59 0.165
178.006 C8H3O4NH+ 7.48 0.042
179.083 C9H10O2N2H+ -1.43 0.910
180.085 C6H13O5NH+ 1.62 0.149
180.936 0.068
181.004 C4H4O8H+ -5.97 0.082
181.063 C13H8OH+ 1.63 0.341
181.118 C6H16O4N2H+ 0.18 0.264
182.001 C7H3O5NH+ 7.28 0.033
182.066 C5H11O6NH+ 0 0.065
182.933 0.059
182.986 C2H2O8N2H+ 2.38 0.094
183.078 C13H10OH+ 2.38 0.247
187.045 C11H6O3H+ -5.99 0.051
193.099 C15H12H+ 2.12 0.159
195.078 C14H10OH+ 2.34 0.134
197.059 C13H8O2H+ 0.59 0.125
199.039 C12H6O3H+ 0 0.095
203.083 C11H10O2N2H+ -1.42 0.229
207.03 C10H6O5H+ -1.04 1.462
208.03 C9H5O5NH+ -5.82 0.320
209.055 C9H8O4N2H+ 0.63 0.542
210.059 C6H11O7NH+ 1.68 0.087
215.024 C8H6O7H+ -5.16 0.036
217.03 C8H8O7H+ 4.12 0.043
219.047 C8H10O7H+ 2.85 0.050
219.172 C15H22OH+ 2.19 0.322
221.149 C9H20O4N2H+ 0.44 0.449
223.064 C11H10O5H+ -3.79 0.788
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Table A.15.: continued
Measured mass Attributed empirical Deviation of the exact mass LOD
[Da] sum formula from measured mass [mDa] [ng m−3]
225.052 C9H8O5N2H+ -1.35 0.343
281.045 C11H8O7N2H+ -4.5 0.595
282.047 C8H11O10NH+ -1.41 0.173



































Figure A.1.: Diurnal variations (LT) of the ambient temperature (dark red) and the temperature at the manifold of the





















Predicted NH4 (implemented total NO3) [µg/m3]
11.11.2011 16.11.2011 21.11.2011 26.11.2011 01.12.2011
Date
Fit:
NH4measured = 0.93 x NH4predicted - 0.04
R2 = 0.99
 1:1
Figure A.2.: Correlation plot of measured against predicted NH4 in 2011. Here, the total nitrate was used to determine
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Figure A.3.: Average size distribution of individual species and the total inorganics, measured by the AMS in November
2011. The solid lines represent averages over the whole campaign. The dashed green line represents the average for organics
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Figure A.4.: Collection efficiency used for AMS data of 2011; Average = 0.49
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Figure A.6.: Particle density, determined from AMS aerosol composition in November 2011


















































Figure A.8.: Diurnal variations (LT) of the ambient temperature (dark red) and the temperature in the AMS inlet (light
























NH4measured = 1.03 x NH4predicted + 0.04
R2 = 1.00
 1:1
Figure A.9.: Correlation plot of measured against predicted NH4 in 2012. Here, the total nitrate was used to determine
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Figure A.10.: Collection efficiency used for AMS data from May to July 2012; Average = 0.48
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Figure A.13.: Correlation graphs of Chl, NH4, SO4, NO3, and total inorganic mass concentration from AMS and MARGA
data from May to July 2012
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Figure A.14.: Time series of PTR-OA, measured from aerosol inlet A and B in 2012. From 11.07. to 17.07., inlet B
showed contaminations. Thus, corresponding data was excluded.



















 Period 1 (Summer 2012)
 Period 2 (Autumn 2012)
 Period 3 (Winter 2013)
 Period 4 (Winter/Spring 2013)
 Period 5 (Spring 2013)
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Figure A.16.: Collection efficiency used for ACSM data; Average = 0.59
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Figure A.19.: Correlation graphs of Chl, NH4, SO4, NO3, and total inorganic mass concentration from ACSM and
MARGA data from 2012 to 2013
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Figure A.21.: Correlation graph of the organic fractions from ACSM data with TD-PTR-MS data from 11.07. to 17.07.2012















































































OOAb) Time series original
Time series average
Figure A.23.: Bootstrapping results (100 runs) of the AMS PMF 3 factor solution in 2011: Mass spectra (a) and time series
(b). Black lines show original data, red dots and error bars represent the average and 1σ standard deviations, respectively.
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Table A.16.: Correlation coefficients (R2) of the comparison between AMS PMF factor and tracer time series in 2011
HOA BBOA OOA
NO3 0.25 0.26 0.55
SO4 0.10 0.12 0.40
NO3 + SO4 0.27 0.26 0.66
NH4 0.26 0.27 0.66
Chl 0.69 0.54 0.29
BC 0.79 0.64 0.44
Excess-NH4 0.27 0.29 0.66
Organic-NO3 0.42 0.46 0.72
C2H4O+2 (m/z 60) 0.59 0.88 0.59
C3H5O+2 (m/z 73) 0.57 0.83 0.66
NOx (gas phase) 0.66 0.51 0.24
CO (gas phase) 0.54 0.43 0.33

























































































Figure A.25.: Bootstrapping results (100 runs) of the AMS PMF 6 factor solution in 2012: Mass spectra. Black lines














































Figure A.26.: Bootstrapping results (100 runs) of AMS PMF 6 factor solution in 2012: Time series. Black lines show
original data, red dots and error bars represent the average and 1σ standard deviations, respectively.
Table A.17.: Correlation coefficients (R2) of the comparison between AMS PMF factor and tracer time series in 2012
HOA BBOA MSA-OA HULIS LVOOA SVOOA
NO3 0.22 0.69 0.08 0.23 0.42 0.17
SO4 0.17 0.43 0.16 0.30 0.36 0.02
NO3 + SO4 0.24 0.71 0.11 0.29 0.46 0.14
NH4 0.25 0.72 0.13 0.31 0.49 0.12
Chl 0.22 0.17 0.21 0.07 0.08 0.00
BC 0.49 0.61 0.09 0.13 0.55 0.27
Excess-NH4 0.10 0.49 0.01 0.36 0.64 0.18
Organic-NO3 0.10 0.26 0.00 0.17 0.29 0.47
C2H4O+2 (m/z 60) 0.17 0.78 0.04 0.41 0.83 0.34
C3H5O+2 (m/z 73) 0.19 0.79 0.05 0.34 0.92 0.32
CH3SO+2 (m/z 79) 0.16 0.15 0.99 0.01 0.08 0.04
NOx (gas phase) 0.60 0.21 0.06 0.02 0.12 0.16
CO (gas phase) 0.25 0.51 0.01 0.22 0.44 0.20
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Figure A.27.: Mass spectra (a) and time series (b) of the 3-factor PMF solution from TD-PTR-MS data (merged from
both inlets) of November 2011. The HR mass peaks are stacked at each unit mass m/z and coloured by their chemical
family (gt1 = greater than 1). The time period with southerly and easterly wind directions is highlighted in beige. The time
of calm northerly winds is indicated by a red colour. The period with southerly and westerly wind directions is illustrated
in green. The sharp blue rectangles represent precipitation events.
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Table A.18.: Correlation coefficients (R2) of the comparison between TD-PTR-MS PMF factor and tracer time series in
2011
F1 F2 F3
NO3 0.29 0.19 0.16
SO4 0.34 0.46 0.02
NH4 0.39 0.40 0.13
Chl 0.23 0.10 0.22
BC 0.37 0.11 0.37
Excess-NH4 0.19 0.30 0.24
Organic-NO3 0.40 0.31 0.25
C2H4O+2 (m/z 60) 0.37 0.37 0.37
C3H5O+2 (m/z 73) 0.38 0.31 0.35
NOx (gas phase) 0.21 0.00 0.52
CO (gas phase) 0.35 0.03 0.48
A.5.7. PMF results for TD-PTR-MS data 2012
Table A.19.: Correlation coefficients (R2) of the comparison between TD-PTR-MS PMF factor and tracer time series in
2012
F1 F2 F3 F4 F5 F6
NO3 0.42 0.68 0.34 0.13 0.22 0.27
SO4 0.44 0.56 0.15 0.16 0.19 0.05
NH4 0.71 0.75 0.30 0.17 0.26 0.20
Chl 0.19 0.19 0.03 0.02 0.04 0.02
BC 0.53 0.57 0.26 0.08 0.37 0.35
Excess-NH4 0.42 0.43 0.23 0.10 0.52 0.21
Organic-NO3 0.26 0.25 0.45 0.03 0.23 0.41
C2H4O+2 (m/z 60) 0.60 0.63 0.27 0.15 0.68 0.35
C3H5O+2 (m/z 73) 0.61 0.64 0.27 0.11 0.73 0.37
CH3SO+2 (m/z 79) 0.17 0.18 0.02 0.00 0.05 0.00
NOx (gas phase) 0.22 0.23 0.18 0.05 0.06 0.21
CO (gas phase) 0.42 0.51 0.22 0.11 0.35 0.25
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A.5.8. PMF/ME2 results for ACSM data 2012 - 2013
Table A.20.: Correlation coefficients (R2) of the comparison between ACSM PMF factor and tracer time series over the
entire campaign between July 2012 to June 2013
HOA BBOA OOA HULIS
NO3 0.28 0.24 0.63 0.39
SO4 0.14 0.23 0.48 0.41
NO3 + SO4 0.27 0.26 0.67 0.41
NH4 0.25 0.23 0.63 0.44
Chl 0.14 0.13 0.04 0.10
BC 0.38 0.39 0.34 0.47
m/z 60 0.42 0.94 0.39 0.26
Rn (20m) 0.30 0.21 0.23 0.34
CO2 (gas phase, 20m) 0.24 0.31 0.24 0.21
NOx (gas phase) 0.47 0.36 0.07 0.10
CO (gas phase) 0.47 0.49 0.37 0.30
Table A.21.: F44 and O/C ratios from PMF profiles of ACSM organic data separated by season. O/C ratios are calculated














































































Figure A.28.: Average contributions of individual species before (upper panels) and after (bottom panels) precipitation
events.




































Figure A.29.: Average contributions of PMF factors before (upper panels) and after (bottom panels) precipitation events.
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